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Le réchauffement planétaire et les changements climatiques sont généralement asso-
ciés à la variation de l'effet de serre induit par les activités humaines. Ce changement peut être
régionalement masqué par l'effet inverse induit par les aerosols qui ont tendance à refroidir
l'atmosphère. Mais leurs fortes variations spatio-temporelles et l'impossibilité de les ca-
ractériser globalement induisent de larges incertitudes dans les prédictions des modèles
numériques. De plus, ces incertitudes sont du même ordre de grandeur que la variation de
l'effet de serre, ce qui n'est pas tolérable. Pour minimiser ces erreurs, il est nécessaire
d'améliorer le panel des instruments (in situ et télédétection) capables de détecter les change-
ments de la quantité troposphériques et stratosphériques d'aérosols et de leurs propriétés radia-
tives, les changements de la quantité d'eau dans l'atmosphère ainsi que les profiles de
températures et les changements de la couverture nuageuse et des propriétés radiatives de ces
nuages. Le forçage radiatif est un indicateur de la contribution d'un agent (gaz à effet de serre,
aérosols) au changement du bilan radiatif de la planète Terre. Un de ces forçages est le forçage
direct dû aux aérosols qui dépend de la profondeur optique et de la fraction de diffusion vers le
haut des aérosols. Ces deux paramètres dépendent de la composition chimique et de la distribu-
tion en fonction de la taille des aérosols. Donc les principales caractéristiques de ces aérosols
sont la composition chimique au travers de l'indice de réfraction et la distribution en fonction
de la taille.
Ce présent travail traite du développement et de la mise en opération d'un système lidar multi-
longueur d'ondes à la station scientifique de la Jungfraujoch (Alt. 3560m au dessus du niveau
de la mer). Ce système est une combinaison d'un lidar élastique avec un lidar à effet Raman
dont la partie réceptrice a été conçue par un logiciel de ray tracing. La source laser est un laser
solide Nd:YAG triplé et la lumière rétrodiffusée est collectée par deux télescopes, le premier
est en configuration de Newton pour les mesures troposphérique, alors que le second est du
type Cassegrain pour les futures mesures stratosphériques. Les longueurs d'ondes détectées
sont les trois longueurs d'ondes du laser (355, 532 et 1064nm) rétrodiffusées élastiquement par
les molécules et aérosols atmosphériques. De plus, les rétrodiffusions induites par l'effet
Raman spontané sur les molécules d'azote (387 et 607nm) et sur les molécules d'eau (408nm)
sont aussi utilisées. La séparation spectrale de ces signaux optiques est faite par deux polychro-
mateurs à filtres. Ils sont construits autour de séparateurs de faisceaux et de filtres étroits avec
un haut taux de réjection en dehors des bandes passantes. Sur les signaux à 532nm, un prisme
de Wollaston est ajouté afin de séparer sa composante polarisée parallèlement (532(p)nm) de
sa composante polarisée perpendiculairement (532(c)mn). Des photomultiplicateurs assurent
la détection des signaux dans l'UV et le visible alors qu'une photodiode à effet avalanche est
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choisie pour les signaux dans le proche infrarouge. Le système d'acquisition des données fonc-
tionne simultanément en mode analogique et en mode de comptage de photons.
Dans le cadre du projet EARLINET (European Aerosol Research Lidar Network) une inter-
comparaison des algorithmes et du système en lui-même a été faite. La partie dédiée aux algo-
rithmes a aussi bien porté sur l'inversion des signaux élastiques que sur l'inversion des signaux
ramans. Le micro-lidar mobile de l'Observatoire Cantonal de Neuchâtel a été utilisé lors de
l'intercomparaison au niveau du système lidar.
Le système actuel permet la mesure troposphérique de profiles de rétrodiffusion et d'extinction
des aérosols de manière indépendentes, du rapport de dépolarisation et du rapport de mélange
de la vapeur d'eau. Les incertitudes associées peuvent être plus petites que 20% et rendre pos-
sible l'extraction de la microphysique des aérosols comme la distribution volumique et des
valeurs moyennes et intégrées de la distribution des aérosols en fonction de leur taille (rayon
effectif, surface totale, volume total et nombre total d'aerosols). Cette extraction est faite par un
logiciel de l'institut de mathématique de l'université de Postdam. Il est basé sur une méthode
hybride de régularisation. Les premiers résultats obtenus avec trois valeurs de rétrodiffusion
(355, 532 et 1064nm) et une valeur d'extinction (355nm) sont prometteurs. Des mesures de
concentrations d'ozone et des profiles de températures sont prévus dans un proche avenir.
3Summary
Climate changes and global warming are generally associated with the enhanced
greenhouse effect, but aerosols can induce a cooling effect and thus regionally mask this
warming effect. Unfortunately, the strong variability both in space and in time of the aerosols
and thus the difficulty to characterize their global basic properties induce large uncertainties in
the predictions of the numerical models. Those uncertainties are as high as the absolute level of
the enhanced greenhouse forcing. To solve this problem it is necessary to improve the set of
well-calibrated instruments (both in situ and remote sensing) with the ability to measure the
changes in stratospheric and tropospheric aerosols amounts and their radiative properties,
changes in atmospheric water vapor and temperature distributions, and changes in clouds
cover and cloud radiative properties. The quantity used to assess the importance of one com-
pound (greenhouse gases, aerosols) to the variation of the radiative budget of the Earth is the
radiative forcing. One of those forcings is the direct aerosol radiative forcing and it depends on
the optical depths and the upscatter fraction of the aerosols. Those two parameters depend on
the chemical composition and size distribution of the aerosols. Thus the key parameters of this
radiative forcing are the chemical composition through its refractive index and the size distri-
bution of the aerosols.
This thesis deals with the design and the implementation of one multi-wavelength lidar system
at the Jungfraujoch Alpine Research Station (Alt. 3580m asl). This lidar system is a combina-
tion of one standard backscatter lidar and one Raman lidar. Its design have been supported by a
ray tracing analysis of the receiver part. The laser transmitter is based on a tripled Nd:YAG
laser and the backscattered light is collected by one Newtonian telescope for the tropospheric
measurements and by one Cassegrain telescope for the future stratospheric measurements. The
received wavelengths for each telescope include three elastically scattered wavelengths (355,
532 and 1064nm), two spontaneous Raman signals from nitrogen (387 and 607nm) and one
spontaneous Raman signal from the water vapor (408nm). The optical signals received by each
of the telescopes are separated spectrally by two filter polychromators. They are build up
around a set of beamsplitters and custom design thin band pass filters with high out-of-band
rejection. On the visible channel, the adds of a Wollaston prism separates the parallel polarized
backscattered signal (532(p)nm) of the perpendicular polarized one (532(c)nm). Photomulti-
plier tubes perform the detection of the signals for the UV and visible wavelengths and by Si-
avalanche photodiodes for the near-infrared signal. The acquisition of the signals is performed
by seven transient recorders in analog and in photon counting modes.
Within the frame of the EARLINET (European Aerosol Research Lidar Network), hardware
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and software intercomparisons have been done. The software intercomparison has been
divided into the validation of the elastic algorithm and the Raman algorithm. Those intercom-
parisons of the inversions of the lidar signals have been performed using synthetic data for a
number of situations of different complexity. The hardware intercomparison have been
achieved with the mobile micro-lidar of the Observatoire Cantonal de Neuchâtel.
The present lidar system provides independent aerosol extinction and backscatter profiles,
depolarization ratio and water vapor mixing ratio up to the tropopause. Their uncertainties
could be smaller than 20% and thus make possible the retrieval of the microphysical aerosol
parameters like the volume concentration distribution and the mean and integral parameters of
the particle size distribution, (effective radius, total surface-area concentration, total volume
concentration and number concentration of particles). This retrieval is performed by one algo-
rithm of the Institute of Mathematic of the University of Postdam based on the hybrid regular-
ization method. The first results of the retrieval of the volume concentration distribution with
three backscatter (355, 532 and 1064nm) and one extinction (355nm) profiles has demon-
strated promising results. Future upgrades of the system will add ozone concentration and tem-
perature profile up to the stratopause.
5Chapter 1 Introduction
During the last century the number of natural disasters has increased: floods, tropical
cyclones, drought, storms, etc (Houghton 1997). There is not any more a doubt that the climate
is changing. A vast majority of the world's scientific community estimates that a significant
climatic change of anthropognenic source is now evident (Santer 1995; Houghton 1997; Shine
1999; IPCC 2001; Ramanathan 2001). However for some, this evidence is contestable, even
equivocal (Lenoir 2001; Lomborg 2001). As it is impossible to make full-scale experiments in
the atmosphere and as an experiment on a regional scale would hardly make sense because of
the complexity of the involved phenomena, numerical models are the only provider of detailed
estimates of climate responses and of regional features (de Félice 2001). Such model cannot
yet simulate all aspects of the climate and there are particular uncertainties associated with
clouds and their interactions with radiation and aerosols (Jennings 1993; Charlson 1995;
Houghton 1997; Seinfeld and Pandis 1998; Kondratyev 1999; Finlayson-Pitts 2000; de Félice
2001; IPCC 2001).
A key aspect of this problem is the difficulty to characterize the global basic aerosol properties
of the principal types of aerosol like the number concentration, size distribution and optical
parameters. This difficulty arises from the fact that the most important typical feature of the
aerosols is their strong variability both in space and in time (Charlson 1995; Kondratyev 1999;
Ramanathan 2001). To solve this problem it is necessary to improve the set of well-calibrated
instruments (both in situ and remote sensing) with the ability to measure the changes in strato-
spheric and tropospheric aerosols amounts and their radiative properties, changes in atmo-
spheric water vapor and temperature distributions, and changes in clouds cover and cloud
radiative properties (Charlson 1995; Ramanathan 2001).
This chapter describes the principle of the radiative budget of the Earth and highlights the main
agents of the radiative forcing, in particular the direct aerosol radiative forcing. Afterwards the




1.1. The Earth-atmosphere system
Some simple consideration of the fate of the incoming solar radiation and the emitted infrared
and reflected visible radiation shows which factors are important for the average temperature
of the Earth. In the case of long-term global average, the radiation balance has to be zero, i.e.
the incoming and outgoing radiation have to be equal. With no sources for energy within the
planet the same amount than the solar radiation  has to be emitted or reflected by the body.
Schematics of the fluxes considered in the following cases are shown in Figure 1-1.
FIGURE 1-1. Radiative fluxes of a body receiving solar radiation and emitting 
infrared radiation: (a) black body; (b) grey body in the visible and black 
body in the infrared; (c) same as (b) but with a greenhouse atmosphere; 
(d) model of realistic atmosphere with light absorption in the visible, a 
non-radiative energy transfer from the ground to the atmosphere, and 
some transmission in the infrared. From (Harrison 1998).
The simplest case is the Earth as a black body without atmosphere (Figure 1-1(a)). In this case
the solar flux is totally absorbed by the planet and emitted as infrared radiation to space. Equat-
ing the solar radiation to the temperature of a black body given by the Stefan Boltzmann law
(the energy emitted is proportional to the fourth power of the absolute temperature of the
body), one obtains a mean temperature of Te=278.6K (5.5
oC). But the Earth is not a black body
in the visible and has an global mean albedo A=0.3, i.e. a fraction of 30% of the incoming radi-
ation is reflected and thus only (1-A) or 70% of the solar radiation can be emitted as infrared.
This is only possible if the surface temperature decreases with regard to the previous case as it
is shown in Figure 1-1(b). This correspond to a surface temperature of 254.8K (-18.3oC) which
is cold. One can immediately see that a change in the albedo drastically alters the surface tem-
perature. An increase of this parameter will reduce this temperature and conversely. Now an
atmosphere around the body is taken into account and it contains some compounds which
S
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absorb the infrared radiation emitted by the planet. By this absorption the atmosphere heats
itself and emits radiation in all directions according to its temperature (see Figure 1-1(c)). As a
first approximation the atmosphere is a black body in the infrared. Radiation budget out of the
atmosphere makes it clear that the average absorbed solar flux density has to be emitted by the
atmosphere. But the atmosphere emits in both directions (upwards and downwards) and there-
fore the radiation received at the Earth's surface is twice the absorbed solar radiation. This
amount has to be emitted by temperature radiation, which is only possible if the surface tem-
perature is higher (303K or 29.9oC). The dramatic increase in the surface temperature due to
an absorbing atmosphere, whose temperature is -18.3oC, is evident.
The atmosphere of the Earth is not completely absorbing and some other transfers not yet dis-
cussed take place as well. Now some sunlight passing through the atmosphere is absorbed and
transferred as heat to the atmosphere, obtained from the absorbance of short-wave (solar) radi-
ation as (see Figure 1-1(d)). A certain fraction f of the absorbed energy is transported from the
ground to the atmosphere by non-radiative processes (latent and sensible heats). The other
energy is radiated in the infrared from the surface of temperature Te to the atmosphere which
has an absorbance al for the infrared (long-wave) radiation and thus absorbs this fraction of the
radiation from the Earth and transmits (1-al) upwards. Finally the atmosphere, having a tem-
perature Ta, emits its grey body infrared radiation both upwards and downwards.
The balance of the fluxes for the surface is given by
(EQ 1.1)
where s is the Stefan-Boltzmann constant. For the atmosphere the balance of the fluxes is 
(EQ 1.2)
Resolving (EQ 1.1) and (EQ 1.2) for the atmospheric temperature Ta and rearranging gives
(EQ 1.3)
With a fraction of f=30% non-radiative transfer, as=1% light absorption of the atmosphere and
al=92-97% infrared absorbance of the atmosphere a global mean temperature between 285.0
and 288.4K (11.9 - 15.3oC) is obtained. The corresponding temperatures of the atmosphere are
-21.5 and -19.6oC (Harrison 1998).
(EQ 1.3) shows the effects of the different variables on the global mean surface temperature:
( ) ( )4 41 1s l a e sS A a a T T f S A as s- - + = + × - -
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• Increasing short-wave absorption (visible) as reduces the surface temperature but increases the atmospheric 
temperature.
• Increasing long-wave absorption (infrared) al increases both the surface and atmospheric temperatures.
• Increasing non-radiative heat transfer f reduces the surface temperature.
FIGURE 1-2. Spectral distribution of solar and terrestrial radiation, plotted 
logarithmically, together with the main atmospheric absorption bands. 
The cross-hatched areas in the infrared spectrum indicate the 
«atmospheric windows» where radiation escape to space. The black 
body radiation at 6000k is that proportion of flux which would be 
incident on the top of the atmosphere. The inset shows the same curves 
for incoming and outgoing radiation with the wavelength plotted 
arithmetically on an arbitrary vertical scale. From (Barry 1998).
More infrared absorption by the atmosphere causes an increase in the temperature since the
radiation is reradiated to the ground by the atmosphere, this is the so-called greenhouse effect.
The main greenhouse gases (GHG) are: water vapor (H2O), carbon dioxide (CO2), ozone (O3),
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methane (CH4), nitrous oxide (N2O), and halocarbons (CFC). Those gases, except CFC, have
both natural and anthropognenic sources and an increase of the anthropognenic sources
induces an enhanced greenhouse effect. More reflectivity in the visible causes a decrease in
temperature, this is the so-called whitehouse effect (Schwartz 1996). This effect is mainly due
to scattering by atmospheric particles (aerosols) and air molecules, clouds, and reflection by
the Earth's surface itself.
The spectral distribution of the incoming (short-wave) and outgoing (long-wave) radiations is
shown in Figure 1-2. The dot-line gives the black body radiation at 6000K which correspond to
the solar surfacic temperature, the horizontal-hatched area is the extraterrestrial solar radiation
whereas the slant-hatched areas are the direct solar radiation at the surface. The cross-hatched
areas indicate the «atmospheric windows» where radiations escape to space. The black body
curves for 300 and 263K are also presented and represent the long-wave spectral distributions.
Gases do not behave as black bodies and the top of the Figure 1-2 shows the absorption bands
in the atmosphere, which cause its emission to be much less than that from a black body (Barry
1998).
FIGURE 1-3. The annual mean global energy balance for the Earth-atmosphere 
system. Sensible heat is that transferred to the atmosphere from the 
heated surface by turbulent eddies; latent heat is that supplied to the 
atmosphere upon condensation of water vapor. The numbers are 




The solar radiation is very intense and is mainly between 0.2 and 4.0mm, with a maximum per
unit wavelength at 0.5mm, whereas the much weaker long-wave radiation has a peak intensity
at 10mm and a range of about 4 to 100mm.
Figure 1-3 illustrates the efficiency of reflection, absorption and radiation with regard to the
incoming solar radiation. An average of 28% of the incoming radiation is returned into space
by backscattering from clouds (19%), air molecules and particles (6%), and by the surface
(3%). Almost 25% is absorbed within the atmosphere, mostly by stratospheric ozone (3%),
clouds (5%) and tropospheric water vapor (17%). The remaining 47% is absorbed by the Earth
(Graedel 1993).
A little bit more than half of the solar radiation absorbed at the surface is transformed into
latent heat (24%), and sensible heat (5%) whereas only 5% are lost by radiation, because the
remainder is captured in the atmosphere by the greenhouse gases. But have those components
the same impact on the energy balance and thus on the climate change? The quantity used to
assess the importance of one compound to the climate system is the radiative forcing.
1.2. Radiative forcing
The definition given by (IPCC 2001) of the radiative forcing of the climate system is: «The
radiative forcing of the surface-troposphere system due to perturbation in or the introduction of
an agent (say, a change in greenhouse gas concentrations) is the change in net (down minus up)
irradiance (solar plus long-wave; in Wm-2) at the tropopause after allowing for stratospheric
temperatures to readjust to radiative equilibrium, but with surface and tropospheric tempera-
tures and states held fixed at the unperturbed values.». Thus this definition is applied to pertur-
bation in the radiation balance of the surface-troposphere system without any feedbacks. To
reestablish equilibrium, a temperature change DTe results, which is related to the radiative
forcing DFnet by the climate sensitivity factor l0 [K (Wm
-2)-1]. The radiative forcing is not the
climate response. The former is a change imposed on the planetary energy balance whereas the
latter is the meteorological results of those forcings, such as global temperature change, rain-
fall changes, or sea level changes.
Figure 1-4 gives the global mean radiative forcing of the climate system for the year 2000, rel-
ative to 1750 (IPCC 2001). The height of the rectangular bar denotes a central or best estimate
value, while its absence denotes no best estimate is possible. The vertical line about the rectan-
gular bar with «X» delimiters indicates an estimate of the uncertainty range, whereas a vertical
line without a vertical bar and with «O» delimiters denotes a forcing for which non central esti-
mate can be given owing to large uncertainties. Also shown in this figure is the level of the sci-
entific understanding, which represents subjective judgement about the reliability of the
forcing estimate, involving factors such as the assumptions necessary to evaluate the forcing,
the degree of knowledge of the physical and chemical mechanisms determining the forcing,
and the uncertainties surrounding the quantitative estimate of the forcing. A positive radiative
forcing, such as that produced by increasing concentration of greenhouse gases, tends to warm
the surface whereas a negative radiative forcing, which can arise from an increase in some
types of aerosols tends to cool the surface (whitehouse effect).
1.2. Radiative forcing
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FIGURE 1-4. Global, annual mean radiative forcings [Wm-2] due to a number of 
agents for the period from pre-industrial (1750) to present. For detailed 
explanations see the text. From (IPCC 2001).
As the water vapor is the most important greenhouse gas, it would be logical to start with its
radiative forcing. However, its distribution is strongly variable in space and in time. This dis-
tribution is mainly driven by the air motions and the changes of physical states of the water,
but is only slightly affected by human activities (e.g., deforestation on a large scale, which can
matter regionally) (Brasseur 1999). This assumption is disputed and the sign of the greenhouse
effect could be inverted if the atmospheric motions of the water vapor are taken into account
(de Félice 2001).
The radiative forcing due to increases of well-mixed greenhouse gases is estimated to be
+2.43Wm-2: +1.46Wm-2 from the CO2, +0.48Wm
-2 from the CH4, +0.34Wm
-2 from the
halocarbons, +0.15Wm-2 from the N2O. The depletion of the stratospheric ozone is estimated
to have cause a negative radiative forcing of -0.15Wm-2, whereas the radiative forcing of the
tropospheric is +0.35Wm-2. Ozone forcing varies considerably by region and responds much
more quickly to changes in emission than the long-lived greenhouse gases (CO2, CH4, N2O
and CFCs). Those radiative forcing have a high or medium level of scientific understanding.
Concerning the well-mixed greenhouse gases, the infrared absorption and radiative transfer are
well quantified, while concerning the short-lived greenhouse gases, their infrared absorption is
reasonably well quantified, radiative aspect is well posed, but they are highly variable in space
and time (Seinfeld and Pandis 1998).
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Aerosol particles affect the radiative balance of the Earth both directly, by scattering and
absorbing solar and terrestrial radiation, and indirectly through their action as cloud condensa-
tion nuclei (CCN) with subsequent effects on the microphysical and optical properties of
clouds. Concerning the direct radiative forcing, the aerosols are divided into four categories:
sulfate, fossil fuel burning (black carbon and organic carbon), biomass burning and mineral
dust. Their values are -0.4Wm-2 for sulfate, -0.2Wm-2 for biomass burning aerosols, -0.1Wm-2
for fossil fuel organic carbon and +0.2Wm-2 for fossil fuel black carbon. The sign of the effects
due to mineral dust is itself an uncertainty. Aerosol radiative forcings also vary considerably
by region and respond quickly to changes in emissions. The level of scientific understanding is
low for the sulfate and very low for the other aerosols. The determination of forcing is rela-
tively a well-posed problem, but is dependent on empirical values for several key aerosol pro-
perties and is also dependent on models for geographical and temporal variations of forcing. A
more detailed description of the direct aerosol radiative forcing is given in the next section.
The indirect aerosol radiative forcing is divided into the first indirect effect (increase in droplet
number associated with increases in aerosols) and the second indirect effect (decrease in pre-
cipitation efficiency with increases in aerosols). The former has strong observational support
(Charlson 1995) whereas the latter has only limited support (IPCC 2001). Only the first type of
indirect radiative forcing is considered here and is poorly understood. The same is true for the
forcing due to aviation via its effect on contrails and cirrus. The indirect radiative forcing
depends on aerosol number distribution, but the inadequacy of descriptions of aerosols and
clouds seriously restricts abilities to predict this forcing. The radiative forcing associated with
the stratopsheric aerosols from volcanic actions is highly variable and is not presented here.
Generally, volcanic eruptions lead to a negative radiative forcing, which lasts a few year after
the eruptions.
Changes in the physical character of the land surface can affect land-atmosphere exchanges of
radiation, momentum, heat and water. Only the radiative forcing due to change in surface
albedo is presented here and leads to a negative radiative forcing. The radiative forcing due to
a change in solar irradiance, which is a natural forcing, is estimated to be about +0.3Wm-2.
Unfortunately, the resulting radiative forcing cannot be a simple sum of the positive and nega-
tive bars due to the strong regional signatures of certain radiative forcing agents, such as aero-
sols. Nevertheless the simulations indicates that the estimated net effect of those perturbations
is to have warmed the global climate since 1750 (IPCC 2001). But the uncertainties, in partic-
ular on the aerosols, are unacceptably large and present serious limitations to modeling of cli-
mate (Charlson 1995). This uncertainty is as high as the absolute level of the additional
greenhouse forcing. The radiative forcing attributable to aerosol changes is still available only
as semiquantitative estimate. Part of the reason for this is the greater radiative complexity of
aerosols, their large variabilities in space and in time, and their relatively short atmospheric
lifetime. However, in addition, to these modeling related problems, the persistent uncertainty
in aerosol forcing is due to the continued absence of monitoring system that is capable of mea-
suring and monitoring changes in aerosol amounts and their radiative properties with sufficient
accuracy (Charlson 1995).
The next sections are dedicated to the direct effect of aerosols on climate and to observations
of aerosol properties.
1.3. Aerosol direct effects on climate
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1.3. Aerosol direct effects on climate
An aerosol is defined as: «a suspension of fine solid or liquid particles in a gas» (Seinfeld and
Pandis 1998). They can be both emit directly as particles (primary aerosol) or due to gas-to-
particle conversion processes (secondary aerosol). Their natural sources are soil and rock
debris (terrestrial dust), volcanic action, sea spray, biomass burning, and reaction between nat-
ural gaseous emissions. Emissions of particulate matter attributable to the human activities
arise primarily from four sources categories: fuel combustion, industrial processes, non-fugi-
tive sources (roadway dust, wind erosion of cropland, construction,...) and transportation
sources (automobiles,...) (Seinfeld and Pandis 1998). Aerosols range in size from a few
nanometers to tens of micrometers as it is illustrated in Figure 1-5. This figure shows the sur-
face area distribution of an idealized atmospheric aerosol. Fines aerosols have a diameter
smaller than 2.5mm whereas coarse particles have a diameter greater than 2.5mm. Those coarse
particles are formed by mechanical processes and consists of man-made and natural dust parti-
cles. The fine particles are divided into two modes: the transient nuclei or Aitken nuclei range
(from about 0.005 to 0.1mm) and the accumulation range (from 0.1 to 2.5mm). The former are
formed from condensation of hot vapors during combustion processes and from nucleation of
atmospheric species to form fresh particles. They are lost principally by coagulation with
larger particles. The latter are formed from the coagulation of particles in the nuclei mode and
from condensation of vapors onto existing aerosols, causing them to growth into this size
range. The removal mechanisms are least efficiency causing particles to accumulate there.
Greenhouse gases such as CO2, CH4, N2O and CFCs are virtually uniform globally in the tro-
posphere due to their high atmospheric lifetimes of decades to centuries, whereas aerosol con-
centrations are highly variable in space and time as water vapor and ozone concentrations.
With lifetimes of about a week, sulfate aerosols are most abundant close to their sources in the
industrialized areas of the Northern Hemisphere. Biomass aerosols are emitted predominantly
during dry season in tropical areas. Mineral dust appears downwnind of large arid regions.
Moreover, greenhouse gas forcing operates day and night; aerosol forcing operates only during
day.
The aerosols influence directly the radiative budget by the scattering and the absorption of the
solar radiation. This effect depends on the amount of light scattered back to space. This amount
is the fraction of light that is scattered into the upwards hemisphere relative to the horizon.
This so-called upscatter fraction b depends on the size distribution and optical properties of the
particles, and on the solar angle. Note that this upscatter fraction is not the backscatter fraction
of light with regard to the direction of propagation of the light.
The direct radiative forcing of an aerosol layer, with the assumptions of the Sun at its zenith
and cloud free atmosphere, is given by (Finlayson-Pitts 2000)
(EQ 1.4)
where DFR [Wm
-2] is the net global average short-wave radiative forcing due to aerosols, FT
( ) ( )21 1 1 2 4
4R T c s scat s abs
F F A T R Rbt tæ öD = - - - -é ùç ÷ ë ûè ø
Chapter 1. Introduction
14
[Wm-2] is the incoming solar radiation, Ac [-] is the fraction covered by clouds, T [-] is the
fraction of light transmitted above the aerosol layer, Rs [-] is the surface albedo, b [-] is the
upscatter fraction, tscat [-] is the effective aerosol optical scattering depth and tabs [-] is the
optical depth due to aerosol absorption.
FIGURE 1-5. Idealized schematic of the distribution of particle surface area of an 
atmospheric aerosol. Principal modes, sources, and particles formation 
and removal mechanisms are indicated. From (Seinfeld and Pandis 
1998).
The radiative forcing depends on the optical depths and the upscatter fraction of the aerosols.
Those parameters depend on the chemical composition and size distribution of the aerosols.
Thus the key parameters of the radiative forcing are the chemical composition through its
refractive index and the size distribution of the aerosols. And the largest uncertainties of this
radiative forcing is associated with the radiative properties of the aerosols, in particular the
influence of the relative humidity.
1.4. Aerosol measurements
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As it was mentioned in the previous section, those semiquantitative estimates can seldom be
compared to atmospheric data and thus limits the validation of the models. So the 3D global
database on aerosol properties and effects needs to be enhanced drastically (Heintzenberg
2001).
1.4. Aerosol measurements
The type of aerosol measurements can be divided into in situ and remote sensing. The latter
can also be divided in active and passive remote sensing. The former uses its own source of
radiation (radar, lidar, etc) while the latter is dependent on an external source (spectral radio-
meters, sunphotometers, etc).
The in situ measurements have the advantage that optical, chemical and microphysical param-
eters can be determinate, but do not have any vertical resolution, except the airborne platforms.
The data of in situ measurements of size distribution and chemical composition of aerosols,
although reliable, cannot, however, be considered representative for large spatial an temporal
scales. Therefore new complex results of ground, aircraft, balloon, and satellite observations
should form the basis for climatological aerosol models (Kondratyev 1999). Figure 1-6 illus-
trates the diverse types of observation made on the stratospheric layer after the El Chichon
eruption. Obviously those observations can be extended to the overall atmosphere. In situ mea-
surements are performed by airborne platforms (U-2, WB57) and balloon (Stratostat). Space-
borne radiometric measurements (NOAA-7) can be inverted to yield optical depth and size
distribution. Satellites are the only one to provide global coverage, but they have the drawback
of being presently passive sensors. They can be only applied over Oceans under clear-sky con-
ditions. Crude vertical resolution can be obtained by the occultation method (SME), but is
restricted to the upper atmosphere. Another drawback is the possible drift of the platforms that
cannot be directly corrected and thus satellite data are frequently validated by ground-level
measurements. The present platforms take advantages of higher spectral resolution like
AVHRR (Advanced Very High Resolution Radiometer), but the main drawbacks remain the
same.
In order to gain a good vertical resolution, lidar measurements are now mature to provide aero-
sol measurements. Lidar systems are similar to a radar, but they use radiations in the UV, visi-
ble and near-infrared radiations. Lidar is an acronym which stands for Light Detection And
Ranging. Lidar systems are active sensors and provide range-resolved data, but only the com-
bination of several methods enables well-defined physical parameters. The standard backscat-
ter lidar is appropriate in clean areas, the upper troposphere and the stratosphere. The
limitation of this method is due to the ill-posed lidar equation: one signal is determinated by
two unknowns that are the backscatter and the extinction coefficients of the atmosphere. Three
methods have been demonstrated to overcome this problem: high-spectral-resolution lidar
(HSRL) (Grund 1991), multi-zenith-angle measurements (Gutkowicz-Krusin 1993) and
Raman lidar (Ansmann, Wandinger et al. 1992).
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FIGURE 1-6. A schematic diagram illustrating the diverse type of observations made 
on the stratospheric aerosol layer after the 1982 El Chichon eruption. 
This illustrates the needs to combine different methods. From (Jennings 
1993).
The lidar system of this present work is a multispectral backscatter lidar combined with a
Raman lidar. Aerosol optical properties in the UV, visible and near-infrared regions can be
retrieved from such system, as well as water vapor mixing ratio. Table 1-1 summarizes the
present and future performances and planned upgrading of the Jungfraujoch lidar system and
gives the characteristics of two similar systems: the Alomar Rayleigh/Mie/Raman lidar (von
Zahn 2000) and the scanning 6-Wavelength 11-Channel Aerosol Lidar (Althausen 2000).
This system is implemented at the Jungfraujoch Alpine Station (3580m asl). This Station is a
unique site for atmospheric observations, most of the time located in the free troposphere. It is
equipped with instruments that have since decades performed essential Global Observation,
and in particular column measurements by FTIR of some of the most important trace gases in
the earth atmosphere (Delbouille 1995), a 16-channels precision filter radiometer (Heimo
1998), a detailed local characterization of the aerosol formation (particle size and chemical
composition) (Baltensperger 1997) and a passive microwave remote sensing in the strato-
sphere (Maier 1998). The Jungfraujoch Station is also part of the Network for Detection of
Stratospheric Change (NDSC). Thus this station provides all the complementary data that the
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lidar needs to perform reliable measurements. Indeed ground base remote sensing combined
with in situ chemical characterizations are required to reduce the uncertainties of aerosol radia-
tive forcing.
* Future upgrade
In order to establish a quantitative database of both horizontal and vertical distribution of aero-
sols on a continental scale, a network of lidar stations is implemented: EARLINET (European
Aerosol Research Lidar Network). This network will contribute to the characterization of the
aerosol concentrations, radiative properties and prediction of future trends. It will also provide
input for the aerosol retrievals by all planned spaceborne lidar mission (Bösenberg 1998;
Bösenberg 2001). The lidar of the Jungfraujoch Station is one of the participants.
1.5. Conclusion
This chapter highlights the important agents that drive the radiative budget of the Earth. The
greenhouse effect allows the life on the planet in keeping the surface temperature around
+15oC. This effect is natural and do not alter the climate, whereas the enhanced greenhouse
effect whose origin is anthropognenic, is certainly the prime environmental problem of this
new millennium. The climatic response to this effect is a global warming of the surface, but up
to now the aerosol contribution was generally not taken into account. This gap, both in the
modeling and monitoring parts, induces large uncertainties. Therefore new complex results of
ground, aircraft, balloon, and satellite observations should form the basis for climatological
aerosol models. As a part of these efforts a new multispectral backscatter lidar combined with
a Raman lidar is implemented at the Jungfraujoch Alpine Station.
TABLE 1-1 Comparisons between different lidar systems
Lidar System Wavelength [nm] Measurement
Alomar




355, 532 Temperature (without aerosols)
387, 607 and 530.4, 529.1 Temperature (with aerosols)
ITR
355, 387, 400, 532, 607, 710, 790, 
1064
Aerosol properties
607, 660 Water vapor
710 Depolarization ratio
This work
355, 387, 532, 607, 1064 Aerosol properties
387, 408 Water vapor
532 Depolarization ratio
355, 532 Temperature (without aerosols)*
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This chapter deals with the basic principle of the lidar and the different interactions
between the laser beam and the atmospheric components. Those interactions can be divided
into two classes, the elastic interaction whose wavelength of the scattered light is the same as
that of the incident beam and inelastic interaction whose scattered radiation has a wavelength
different from that of the incident radiation. The former gives the elastic lidar equation whe-
reas the latter gives the Raman lidar equation.
The elastic interaction is described by the Rayleigh and the Mie scattering theories. Elements
of those theories are briefly presented in this chapter, just like the Raman scattering theory.
The retrieval of the water vapor mixing ratio is explained in more details in the chapter
“Advances in global change research Article”,  p 151.
More information is available in the received signal because of the additional parameters
defining its polarization characteristics. The depolarization ratio is a good indicator of the
shape of the aerosols.
 The Angstrom exponent is an indicator of the scattering regime, but do not provide reliable
information on the aerosol size distribution. Taking the advantage of the multiple-wavelength
configuration of the lidar, it is possible to determin independent extinction and backscatter




A lidar is similar to the more familiar radar, and can be thought of as a laser radar. In a radar,
radio waves are transmitted into the atmosphere, which scatters some of the power back to the
radar's receiver. A lidar also transmits and receives electromagnetic radiation, but at a higher
frequency. Lidars operate in the ultraviolet, visible and infrared region of the electromagnetic
spectrum. Lidar is an acronym which stands for LIght Detection And Ranging.
The lidar system of the Jungfraujoch is based on the same model, composed of a transmitting
and a receiving section as shown in the Figure 2-1.
FIGURE 2-1. Lidar principle (biaxial type). From (Lazzarotto 2000).
As the transmitted laser energy passes through the atmosphere, the gas molecules and aerosols
encountered cause scattering (Rayleigh, Mie, Raman,...) and absorption. A small fraction of
this energy is backscattered in the direction of the lidar system and is available for detection.
This produces an electrical signal, the intensity of which at any instant is proportional to the
optical power received. Since the light travels at known velocity, the range of the scattering
volume producing the signal can be uniquely determined from the time interval since the trans-
mission of the pulse. The magnitude of this signal is determined by the backscattering proper-
ties of the atmosphere and by the two-way atmospheric attenuation. Those properties depend
upon the wavelength of the laser energy used and the number, size distribution, shape and
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23
refractive index properties of the molecules or particles intercepted by the incident laser energy
(Hinkley 1976; Measures 1992).
2.2. Basic scattering lidar equation
For a single-wavelength pulsed lidar, the single-scattering lidar equation may be expressed as
(Measures 1992)
(EQ 2.1)
where P(l, R) [W] is the total signal power received by the detector at wavelength l and time
t, corresponding to the range R (t=2R/c), PL [W] is the laser emitted power at wavelength lL,
A0 [m
2] is the receiver area, R [m] is the range between the receiver and the atmospheric tar-
get, x(l) [- ] is the receiver's spectral transmission factor at wavelength l, x(R) [-] is the over-
lap function of the lidar system, c [m s-1] is the velocity of light, t [s] is the integration period
of the detector, b(lL, l, R) [m
-1sr-1] is the volume backscatter coefficient at wavelength l for
incident radiation of wavelength lL and a(l, R), a(lL, R) [m
-1] are the volume extinction
coefficients at wavelength l and lL respectively.
2.3. Atmospheric interactions
The volume extinction and backscatter coefficients are a sum of contributions from both the
gaseous and particulate components of the atmosphere
(EQ 2.2)
where the subscript m stands for molecules, p for particles and a for the molecular absorption.
These contributions are discussed in more details later.
The final form of the lidar equation to be used in any given situation depends upon the kind of
interaction invoked by laser radiation (Seinfeld and Pandis 1998). When a beam of light
impinges on a molecule or particle, electric charges are excited into oscillatory motion. The
excited electric charges reradiate energy in all directions (scattering) and may convert a part of
the incident radiation into thermal energy (absorption). Light scattering mechanisms can be
divided into three categories
• Elastic scattering, the wavelength of the scattered light is the same as that of the incident beam
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• Quasi-elastic scattering, the wavelength shifts due to Doppler effects and diffusion broadening
• Inelastic scattering, the emitted radiation has a wavelength different from that of the incident radiation
FIGURE 2-2. Mechanisms of interaction between incident radiation and a particle. 
From (Seinfeld and Pandis 1998).
Figure 2-2 illustrates the various processes than occur when radiation of wavelength l inter-
acts with a diffuser. Inelastic scattering processes include Raman and fluorescence. The key
parameters that govern the scattering of light by a diffuser (molecule or particle) are:
• The wavelength l of the incident radiation. 
• The size of the diffuser, usually expressed as a dimensionless size parameter c which is the ratio of the cir-   
cumference of the diffuser to the wavelength of the light
(EQ 2.3)
• The complex refractive index whose both the real part, n, and the imaginary part, k, are function of the wave-
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Mie theory can serve as a basis of a computational procedure to calculate the scattering and
absorption of light by any sphere as a function of wavelength (Bohren 1983). There are, in
addition, approximate expressions, valid in certain limiting cases, that provide insight into
physics of the problem. Based on the value of c, light scattering can be divided into three
domains
• c<<1, Rayleigh scattering,
• c~1, Mie scattering,
• c>>1, Geometric scattering.
The next sections present the theory of the elastic scattering by molecules (Rayleigh) and par-
ticles (Mie), and of the inelastic scattering by molecules (Raman). Finally, the concept of
molecular absorption is also treated.
2.4. Rayleigh scattering
When the particle or molecule is much smaller than the wavelength of the incident light, this is
called the Rayleigh scattering regime, in which a closed form solution of the scattering prob-
lem is possible.
The concept of a scattering cross section is widely employed in dealing with the interactions of
matter and radiant energy. In the domain of light scattering, the concepts of angular and vol-
ume scattering cross sections are basic concepts which leads to several coefficients and expres-
sions having great practical utility (Mc Cartney 1976).
2.4.1. Angular scattering cross section
The angular scattering cross section of a molecule is defined as that cross section of an incident
wave, acted on by the molecule, having an area such that the power flowing across it is equal
to the power scattered by the molecule per steradian at an angle q. Figure 2-3 shows some of
the parameters used in the formula for calculating the angular scattering cross section. f is the
polarization angle of the linearly polarized incident wave propagating on the z-axis. The scat-
tered radiation makes an angle q with the z-axis (in the yz plane) and emits in a solid angle dW.
The angular scattering cross section per molecule [cm2 molecule-1sr-1] is given by (Penndorf
1957)
(EQ 2.5)
where l [cm] is the selected wavelength, NS [molecule cm
3] is the molecular concentration, nS
[-] is the refractive index of the air, r [-] is the depolarization ratio, f [rad] is the polarization
angle and q [rad] is the scattering angle.
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FIGURE 2-3. Schematic diagram for the incident and scattered beam. From 
(Lazzarotto 2000).
The King factor, F(air) or depolarization term [-] is defined as
(EQ 2.6)
This factor describes the effect of molecular anisotropy. The F(air) term is the least known for
purposes of Rayleigh scattering calculation and is responsible for the most uncertainty. The
depolarization term does not depend on temperature and pressure, but does depend on the gas
mixture. On contrary, NS depends on temperature and pressure, but does not depend on the gas
mixture. The resulting value of sm, the scattering cross section per molecule of gas is indepen-
dent of temperature and pressure, but does depend on the composition of the gas. Note that NS
depends on Avogadro's number and the molar volume constant, and is expressed as molecule
per cubic centimeter, and that values for NS and nS must be taken at the same temperature and
pressure. However, since (nS
2-1)/(nS
2+2) is proportional to NS, the resulting expression for s
is independent of temperature and pressure (Bodhaine 1999).
2.4.2. Total volume scattering cross section
The volume scattering cross section per molecule sm [cm
2 molecule-1] is defined as that cross
section of an incident wave, acted on by the molecule, having an area such that the power flow-
ing across it is equal to the total power scattered by the molecule in all direction. A comparison
of this definition with the one for the angular cross section indicates that sm is equal to the























The total volume scattering cross section per molecule, is given by (Bodhaine 1999)
(EQ 2.7)
2.4.3. Phase function
The concept of phase expresses in a formal manner the angular dependence of scattering. This
use of the word phase has no relevance to the phase of an electromagnetic wave but is akin to
the concept of lunar phase (angular aspect) as employed in astronomy. The phase function,
denoted here by P(q) is defined as «the ratio of the energy scattered per unit solid angle in this
[given] direction to the average energy scattered per unit solid angle in all directions.». This
definition requires that the integral of the phase function be normalized to unity (Mc Cartney
1976). The scattered light intensity pattern is symmetric in the forward and backward direc-
tions, totally polarized at 90o, and independent of the shape (Figure 2-4). Incident beam enters
from right, 11 indicates the circular component independent of q; 12 is the q-dependent term.
FIGURE 2-4. Rayleigh scattering phase function of an incident beam enters from the 
right (q=180o). 11 indicates the circular q-independent component and 
12 the q-dependent. From (Seinfeld and Pandis 1998).
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A method of calculation of the Rayleigh scattering cross section is presented in the fol-
lowing paragraphs (Bodhaine 1999). The next sections will discuss how to determinate two
key parameters: the refractive index of the air and the King factor. Then the volume scattering
coefficient and the volume backscatter coefficient can be calculated using either balloon mea-
surements or a model for the air concentration at an altitude R. One section is dedicated to the
US-Standard-Atmosphere 1976. 
2.4.4. Mean molecular concentration
In order to calculate the mean molecular weight of dry air with various concentrations of CO2,
the volume concentration of the constituent gases in air are taken from (Seinfeld and Pandis
1998) and the molecular weights of those gases are taken from (CRC 1997). Those values are
shown in Table 2-1.
Assuming a simple linear relationship between the mean molecular weight (ma) and CO2 con-
centration, ma may be estimated from the equation ma=15.00556(CO2) + 28.9595gm mol
-1,
where CO2 concentration is expressed as part per volume. The molecular concentration is
given by
(EQ 2.8)
where NS [molecule cm
3] is the molecular concentration at pressure P and temperature T, P
[hPa] is the pressure, T [K] is the temperature, R is the universal gas constant, NA [-] is the
TABLE 2-1 Constituents and mean molecular weight of dry air




Ne 1.80 10-3 20.18
He 5.20 10-4 4.003
Kr 1.10 10-4 83.8
H2 5.80 10-5 2.016
Xe 9.00 10-6 131.29
CO2 0.036 44.01
Mean molecular weight with zero CO2 28.95949 gm mol-1












Avogadro's number and ma [gm mol
-1] is the mean molecular weight.
2.4.5. Refractive index of the dry air
The refractive index at wavelength l of dry air with 300ppm CO2 concentration (n300) is cal-
culated using (Peck and Reeder 1972)
(EQ 2.9)
and for any CO2 concentration as
(EQ 2.10)
where the CO2 concentration is expressed as part per volume (Edlén 1966). Thus the refractive
index for dry air with zero ppm CO2 and the refractive index for dry air with 360ppm CO2 are
(EQ 2.11)
where it must be emphasized that (EQ 2.9)-(EQ 2.11) are given for 288.15K and 1013.25mb,
and l is in micrometers.
Futhermore, corrections on temperature and pressure was proposed by (Edlén 1966) as an
improvement of previous measurements (Barrell and Sears 1939) and is the following
(EQ 2.12)
For a temperature range of +5oC to +30oC, and with the temperature T in oC and the pressure P
in mb. Edlèn (Edlén 1953; Edlén 1966) pointed out that the effect induced by high concentra-
tion of water vapor on the refractive index of the air may be of the same order as CO2. Never-
theless, in most common atmospheric conditions, the total water vapor concentration in the
vertical column is small and does not affect significantly the previous calculation. A more
complex formula which is useful over a wide pressure (0 - 4atm), temperature (250 - 320K)
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and relative humidity (0 - 100%) range was calculated by Owens (Owens 1967). No signifi-
cantly difference between the two formulas were found, excepted an error of 0.25% at high
temperature and high relative humidity. Therefore, (EQ 2.12) is used because of its simplicity.
2.4.6. King factor
As the King factor is wavelength and air composition dependent, the calculation of this term is
a weighting of the depolarization terms for N2, O2, Ar and CO2, ignoring the other gases
(Bates 1984)
(EQ 2.13)
where x is expressed as part per volume by percent. The individual depolarization terms for
N2, O2, Ar and CO2 are described by the following equations, with l in millimeters
(EQ 2.14)
The resulting value for the King factor is
(EQ 2.15)
2.4.7.  Volume scattering coefficient
The volume scattering coefficient am(l) is the ratio of the flux totally scattered in all direction,
by unit of volume of a gas, to the irradiance of the incident flux. It describes the scattering effi-
cacy of all molecules and is the real-world, measurable counterpart of the total scattering cross
section of a single molecule. The volume scattering coefficient for a volume containing N mol-
ecules at an altitude r is (Mc Cartney 1976)
(EQ 2.16)
where am(l, r) [m
-1] is the volume scattering coefficient at altitude r and wavelength l, sm(l)
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[cm2 molecule-1] is the scattering cross section per molecule at wavelength l see (EQ 2.7) and
N(r) [molecules cm-3] is the air concentration at altitude r.
The volume backscatter coefficient bm(l, r) [m
-1sr-1] is the second key parameter in (EQ 2.1).
It can be calculated from (EQ 2.5) with q=p. Or by using the phase function Sm. In the case of
Rayleigh scattering, the phase function is constant and equal to 3p/8
(EQ 2.17)
The Rayleigh contribution am(l, r) and bm(l, r) to the volume extinction coefficient a(l, r)
and volume backscatter coefficient b(l, r), respectively, are given by (EQ 2.16) and (EQ 2.17).
Explicit values of the mentioned parameters calculated at standard conditions (T=288.15K,
P=1013.25hPa and CO2=360ppm) for three wavelengths 355, 532 and 1064nm are presented
in Table 2-2. 
2.4.8. US-Standard-Atmosphere 1976
Various «standard atmospheres» have been established from time to time as reference for gen-
eral scientific purposes and for designing and testing aerospace vehicles. Each of these refer-
ences incorporated the best data available from the real atmosphere at the time. This real
atmosphere at a given time and location necessarily differs from an annual model constructed
for a single latitude belt. Weather, on both local and synoptic scales, produces large fluctua-
tions in the properties in the troposphere, and the fluctuations frequently extend into the strato-
sphere. In addition, there are systematic variations due to latitude and season, and solar factors
become important at high altitudes (Mc Cartney 1976). For this project, the US-Standard-
Atmosphere 1976 is used. It is an idealized, steady-state representation of the earth's atmo-
sphere from the surface to 1000km, as it is assumed to exist in a period of moderate solar activ-
ity. The air is assumed to be dry, and heights sufficiently below 86km, the atmosphere is
assumed to be homogeneously mixed with a relative-volume composition leading to a mean
molecular weight.
TABLE 2-2 Values calculated at standard conditions
Wavelength [nm] 355 532 1064
am(l) [m
-1] 6.89x10-5 1.313x10-5 7.96x10-7
bm(l) [m
-1sr-1] 8.338x10-6 1.58x10-6 9.50x10-8
nS [-] 1.0002857 1.0002782 1.0002734
F(air) [-] 1.0521 1.0489 1.0467
r [-] 0.2345 0.2201 0.2106
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The standard atmosphere is divided in five layers: from 0 to the altitude of the tropopause,
from this altitude to 20km, from 20 to 35km and from 35 to 50km with gradients of tempera-
ture of -0.65K/100m, +0.0K/100m, +0.1K/100m and +0.24K/100m, respectively.
The temperature and the pressure at a given altitude r are calculated by the following equations
(EQ 2.18)
If the gradient of temperature is zero, (EQ 2.18) becomes
(EQ 2.19)
where r [m] is the altitude in a layer, r0 [m] is the altitude of the bottom of the layer, g [m s
-2] is
the acceleration due to gravity and R is the gas constant.
Figure 2-5 shows molecular density, temperature and pressure profiles above the Jungfraujoch
calculated with (EQ 2.18) and (EQ 2.19). The ground-level temperature and pressure are 260K
and 660mbar, respectively.
2.5. Mie scattering
In the presence of particles with a size comparable to the exciting wavelength, the Mie scatter-
ing becomes predominant. Its efficiency is generally much bigger than the Rayleigh's one, as it
is shown in Figure 10-1, p 192 and Figure 10-2, p 193. Those figures show the extinction and
backscatter coefficients as a function of the wavelength for the Rayleigth regime, hazes and
clouds (Wright 1975; Rothermel J. 1989).
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FIGURE 2-5. Molecular concentration, temperature and pressure above the 
Jungfraujoch station (3580m asl) from US-Standard-Atmosphere 1976. 
The ground-level temperature and pressure are 260K and 660mbar, 
respectively.
2.5.1. Intensity distribution functions
The angular characteristics of the Mie scattering for all particle sizes and wavelengths are
expressed by two intensity distribution functions. These functions are basic for all subsequent
definition of scattering cross sections and volume coefficients (Mc Cartney 1976).
The light scattered at observation angle q by a particle may be treated as consisting of two
components having intensities Ic(q) and Ip(q), polarized perpendicular and parallel to the plane
of observation, respectively. The components are proportional to to intensity distribution

















































where the n's are positive integers. The values of an and bn are found from the Ricatti-Bessel
functions, whose arguments are formed from the particle characteristics c (EQ 2.3) and m
(EQ 2.4). The functions pn and tn depend only on the angle q and involve the first and second
derivatives of the Legendre polynomials having order n and argument cosq. Henceforth the
dependence on c and m is not indicated, but it is understood. When the particle is illuminated
by plane-polarized light whose electric vector is neither perpendicular nor parallel to the plane
of observation, see Figure 2-3, the intensity of the scattered light in this plane is given by
(EQ 2.21)
where Ef is the irradiance of the incident light.
2.5.2. Angular scattering cross section
The angular scattering cross section sp of a particle [cm
2sr-1molecule-1] is analogous to that of
a molecule and then is defined by
(EQ 2.22)
Figure 2-6 shows the scattering phase function (see 2.4.3. p 27 for the definition of the phase
function) for several diameter Dp at l=0.550mm. When the diameter is small compared with l,
the phase function is symmetric in the forward and backward directions, see Figure 2-4 (the
incident beam enters from the left). Note that, for all but the very smallest particles, the scatter-
ing is highly peaked in the forward direction. The directional asymmetry becomes more and
more pronounced as the particles size increases.
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FIGURE 2-6. Mie scattering phase function at l=550nm versus diameter of the 
particle. The incident light enters from the left. From (Seinfeld and 
Pandis 1998).
The asymmetry parameter g, is defined as
(EQ 2.23)
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For isotropic or symmetric scattering (e.g. Rayleigh scattering) the asymmetry parameter is
zero, for a purely forward scattering particle it is 1. The asymmetry parameter of the cloudless
atmosphere ranges from 0.1 (very clean) to 0.75 (polluted); for a cloudy atmosphere the values
are between 0.8 and 0.9 (Harrison 1998).
2.5.3. Volume angular scattering coefficient (monodispersion)
The volume angular scattering coefficient ap [m
-1sr-1] expresses the angular characteristic of a
unit volume of aerosol and is found directly from the angular cross sections of the particles.
When the particles are spherical and of the same size and refractive index, all the scattering
patterns or cross sections are identical (monodispersion). If there are N particles in the unit vo-
lume, the scattered intensity in any direction is just N times that from one particle. The volume
backscattering coefficient bp [m
-1sr-1] is obtained with q=p.
(EQ 2.24)
As in molecular scattering, the concept of total scattering by particles refers to the total amount
of flux scattered in all direction from the incident flux.
2.5.4. Total scattering cross section and efficiency factor
The total scattering cross section sp [cm
2molec-1] is defined as that cross section of an incident
wave, acted on by the particle, having an area such that the power flowing across it is equal to
the total power scattered in all directions.
(EQ 2.25)
Values of the total scattering cross section cover a wide range greater than the corresponding
range of geometric cross section. The two are related by the efficiency factor Qsc, often called
the Mie coefficient K, which is the ratio of the scattering to the geometric cross section. The
backscatter efficiency factor Qp is obtained in a similar manner, using (EQ 2.24) with q=p.
(EQ 2.26)
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where r is the radius of the particle.
The integration indicated in the preceding equations is more illustrative than practical. For pur-
poses of computation, sp and Qsc can be defined in terms of the complex functions an and bn
employed in (EQ 2.20) to define the functions ic and ip. In such terms the total scattering cross
section is expressed by
(EQ 2.27)
Division of this expression by pr2 gives the scattering efficiency factor
(EQ 2.28)
The difference between the flux removed from the incident beam and the totally scattered flux
must be attributed to absorption by particles. Absorption occurs when the refractive index is
complex and the absorbed energy goes into heating the particles. The extinction efficiency fac-
tor Qex is the sum of the scattering and absorption efficiency factors.
(EQ 2.29)
Figure 2-7 shows the extinction efficiency factor Qex for a water droplet; (a) l=500nm and
diameter is varied and (b) diameter=2mm and l is varied. 
The ratio of the scattering efficiency factor to the extinction efficiency factor is called the sin-
gle scattering albedo.
(EQ 2.30)
It is the fraction of scattered light with respect to the total light which interacts with the parti-
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FIGURE 2-7. Extinction efficiency factor Qext for (a) a varying diameter and a 
constant wavelength at l=550nm and (b) a varying wavelength and a 
diameter of 2mm. From (Seinfeld and Pandis 1998).
2.5.5. Volume extinction coefficients
The volume extinction coefficient expresses the total amount of flux removed from a beam per
unit volume of particle suspension per unit irradiance of the volume. Assuming that the parti-
cles are spherical, and isotropic in other respects as well, this coefficient is independent of the
polarization state of the incident light. Flux removal may be accomplished by pure scattering
as indicated by Qsc, or by any combination of scattering and absorption by particles as indi-
cated by Qex. Since the processes are incoherent, the amount of flux removed by N particles is
N times that removed by one particle. The volume total scattering coefficient for a monodis-




where N is the particle concentration and sp is the scattering cross section defined by
(EQ 2.27). Because Qsc, Qab and Qex are the ratio of the scattering, absorption and extinction,





ex [m-1] are the volume scattering, the volume absorption and volume
extinction coefficients for a monodispersion of particles. The volume backscatter coefficient
bp [m
-1sr-1] is given by
(EQ 2.33)
In extending the scattering functions to polydispersion, the size distribution function is substi-
tuted for the monodispersion concentration N. The volume extinction coefficient ap
ex [m-1]
and the volume backscatter coefficient bp [m
-1sr-1] are given by
(EQ 2.34)
The Mie contribution ap(l, r) to the volume extinction coefficient a(l, r) and the contribution
bp(l, r) to the volume backscatter coefficient b(l, r) are given by (EQ 2.34).
Figure 2-8 shows the calculated spectral dependence on particle shape of the aerosol radiative
parameters (Qex, g and w) for a concentrated sulfuric acid composition (lefthand panel) and for
different compositions for particles having the same gamma size distribution (righthand
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FIGURE 2-8. Mie extinction efficiency, single-scattering albedo and asymmetric 
parameter for different H2SO4 size distributions (left column) and for 
different chemical compositions (right column). From (Charlson 1995).
Basically, the results show that, except for soot, the radiative parameter dependence on compo-
sition, though significant, is not nearly as great as the parameter dependence on particle size.
This strong dependence on particles size carries over both solar and thermal wavelength
regimes, and underscores the need for accurate determination of not only the effective radius,
but also the effective variance of the aerosol size distribution. This nonlinear dependence of
the radiative parameters on particle size serves to demonstrate the complex behavior of those
parameters (Charlson 1995).
2.5.6. Angstrom exponent
It is useful in some case to represent the wavelength dependence of the aerosol coefficient by
ap(l, r) ~l
-a. The exponent a is called the Angstrom exponent. It is calculated from measured







In the Rayleigh regime, the extinction coefficient varies with wavelength to a power between
-3 and -4, whereas in the large-particle regime, this exponent ranges between 1 and 0 (Mc Cart-
ney 1976; Seinfeld and Pandis 1998).
2.6. Geometric scattering
Particles for which c>>1 fall into the so-called geometric scattering regime. In this case the
scattering can be determined on the basis of geometrical optics of reflection, refraction and dif-
fraction. Scattering is strongly dependent on particle shape and orientation relative to the
incoming beam. The extinction efficiency factor Qex approaches the limiting value 2 as the
size parameter increases see Figure 2-7.
(EQ 2.36)
This is twice as large as predicted by geometrical optics, which is the so-called extinction pa-
radox. In qualitative terms, the incident wave is influenced beyond the physical boundaries of
the particle. Also, all the geometrically incident light that is not externally reflected enters the
particles and is absorbed, as long as the absorptive part of the refractive index is not identically
zero.
2.7. Raman scattering
When the laser radiation is inelastically scattered from molecules and is observed with a fre-
quency shift characteristic of the molecule (and with a known backscattering cross-section),
the Raman scattering is involved. In Figure 2-9 two types of Raman scattering that occurred
simultaneously are shown: the Stokes process which shifts the wavelength to upper ones, and
the anti Stokes one which shifts the wavelengths to lower values. In this scheme one photon is
re-emitted with less (Stokes) or more (anti Stokes) energy than the incoming one This scatter-
ing results from the interaction between the exciting radiation and the electric dipole moment
of the molecule. It induces a change in the rotational or / and vibrational states of the molecule.
The interaction life time is very small, quasi instantaneous, and smaller than 10-14s. It is pro-
duced whatever the exciting wavelength is and gives a shifted lines spectrum with respect to
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The study of such a spectrum allows the simultaneous measure of a wide variety of compo-
nents and the absolute measurement of their mixing ratio. This process has a very low effi-
ciency (cross-sections about 10-32 - 10-28cm2molecule-1), and can be improved by working in
the UV, at shorter wavelengths, because the Raman differential cross-section is proportional to
l-4.
FIGURE 2-9. Raman interaction. From (Lazzarotto 2000).
2.7.1. Raman scattering cross section
Here is just presented the formula of the Raman scattering cross section. For more information,
the reader is referred to (Inaba and Kobayashi 1972).
The intensity of a Raman line is determined by the scattering cross-section s of the transition
between the energy levels El and Em. The expression for the total vibrational Raman backscat-
tering cross-section of a Stokes shifted vibrational-rotational Raman band uj (sum of the Q-
branch vibrational Raman backscattering cross-section and the O- and S- branches ones) is
given by (Inaba and Kobayashi 1972)
(EQ 2.37)
Where uj [cm
-1] is the frequency of the jth vibrational mode of the molecule, bj is the zero
amplitude of this jth vibrational mode, T [K] is the temperature, gj is the degeneracy of the j
th
vibrational mode, aj and gj are the isotropic and anisotropic parts of the polarizability tensor
derived with respect to the normal coordinates and k is the Boltzmann constant.
At atmospheric temperature most molecules are in their vibrational ground state u=0 (and also
the electronic one). The Stokes bands will then be much more important than the anti-Stokes
ones. In addition each vibrational line, gives rise to a closely spaced band of lines correspond-
ing to different transitions in the rotational quantum number. Thus, the laser excitation of the
O2, N2 and H2O atmospheric molecules due to the laser beam will give essentially the Stokes
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2.7.2. Raman shifted wavelengths calculation
For a given excitation wavelength the Raman scattering will provide a shifted spectra charac-
teristic to the excited molecule. Here was just computed the resulting shifted wavelength of the
first vibrational Stokes, i. e. the most important one, and the one used in this work.
The wavenumber k [cm-1] is defined as
(EQ 2.38)
and the Raman shift Dk is given by
(EQ 2.39)
where kL [cm
-1] is the laser pump wavenumber and kR [cm
-1] is the Raman shifted wavenum-
ber. The Raman shift from the exciting wavelength are the following: 2331cm-1 for N2 and
3652cm-1 for H2O. The related Raman shifted wavelength lR [cm] is 
(EQ 2.40)
where Dk [cm-1] is the raman shift, lL [cm] is the laser pump wavelength. Table 2-3 gives the
corresponding values of the Raman shifted wavelengths at the wavelengths of a Nd:YAG laser
(355 and 532nm)
2.8. Molecular absorption
In both Rayleigh and Mie cases, neither the linewidth nor its position is critical. It is important,
obviously, to avoid coincidences with the absorption wavelengths of the atmosphere compo-
nents. The molecular absorption coefficient aa(l, r) [cm
-1] for a group of molecules is given
TABLE 2-3 Raman shifted wavelengths for nitrogen and water vapor
Gas Nitrogen Water vapor























where ni(r) [molecule cm
-3] is the concentration of the component i and si
abs(l)
[cm2molecule-1] is the absorption cross section of the component i.
Figure 2-10 shows some molecular absorption coefficients between 250 and 1100nm, for a
temperature of 243K which is representative of an altitude of 8km above the sea level and is
taken as average value of the free troposphere. The absorption cross sections are calculated
from Hitran and UV/Vis spectra of atmospheric constituants (HITRAN 1996; DLR 1998).
Also presented in this figure is the Rayleigh extinction coefficient, which is here as a reference.
FIGURE 2-10. Molecular absorption coefficients at 243K versus the wavelength.
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The species and their respective concentration are presented in Table 2-4 and come from the
literature (Warneck 1988; Seinfeld and Pandis 1998) and from the GEOS-CHEM model, a
three-dimensional (3-D) global model of transport-chemistry in the troposphere, implemented
at EPFL. This model has been designed especially for the modeling of tropospheric ozone and
related species (such as nitrogen oxides, carbon monoxide, hydrocarbons) as described in (Bey
2001), but additional applications include simulations of other species released in the atmo-
sphere through various processes such as lead-210 and beryllium-7 (which provides a test of
convective transport, large-scale subsidence, and precipitation scavenging in the model) (Liu
2001), methyl iodide (which provides a test for marine convection) and hydrogen cyanide
(used as a tracer for biomass burning emissions) (Liu 2001).
At the wavelengths of interest (355, 387, 408, 532, 607 and 1064nm), the absorption is mini-
mal and can be ignored in the free troposphere. But, the ozone absorption will increase in the
stratosphere, due to the ozone layer, and can not be longer neglected as well in the UV as in the
Chappuis band (Esposito 1998).
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Knowing the main atmospheric interactions of interest, it is now possible to rewrite
(EQ 2.1) p 23 in two different forms, elastic lidar equation involving only elastic scattering
(Rayleigh and Mie) and Raman lidar equation. The next sections will develop those two for-
malisms used to determine the aerosol properties. How to retrieve water vapor will be also dis-
cussed. Polarized measurements provide more informations, as the particle shape, is useful for
retrieving microphysical aerosol parameters.
2.9. Elastic Lidar equation
In the event that elastic (Rayleigh or Mie) scattering is used, then the wavelength detected is
invariably the same as that of the laser, (EQ 2.1) can be written as (Hinkley 1976)
(EQ 2.42)
A variety of methods (Fenner, Haytt et al. 1973; Klett 1981; Klett 1985; Sasano 1985; Krich-
baumer and Werner 1994) have been proposed to obtain quantitative profiles of extinction and
backscattering coefficients from an elastic lidar signal including both molecules and aerosols
properties. The molecular atmosphere scattering properties, am(r) and bm(r), can be determi-
nate from appropriate standard atmosphere; therefore only the aerosol scattering properties,
ap(r) and bp(r), remain to be calculated. But in any case, (EQ 2.42) is an ill-posed problem
because two unknowns are related to only one equation. A useful definition is the lidar ratio,
defined as the ratio of the aerosol scattering coefficient to the aerosol backscatter coefficient
(EQ 2.43)
where Sp(r) [sr] is the lidar ratio, ap(r) [m
-1] is the aerosol extinction and bp(r) [m
-1sr-1] is the
aerosol backscatter coefficient. The relationship between those two coefficients is usually
poorly or not at all known. However, it has been shown (Klett 1985) if such information is
known, even approximately, it can and should be incorporated into the inversion. To date it has
been very difficult to know, based on backscattered data alone, the accuracy of the calculated
extinction obtained by lidar inversion.
The lidar ratio is constant in term of range, i.e. that bp is proportional to ap if either of the fol-
lowing is true
• The scattering medium does not change in index of refraction, size or orientation distribution
• Qp is proportional to Qex, which is true for Rayleigh nonabsorbing particles and for strongly absorbing parti-
cles.
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The backscatter coefficient profile for a longer wavelength has less sensitivity to the lidar ratio
than those for a shorter wavelength (Sasano 1989). The proposed value of the lidar ratio from
(Deepak 1983) for the visible and near infrared are presented in Table 2-5.
A priori information must be used to specify the value of the aerosol and molecular scattering
properties at a reference altitude Rf. Then the solution to (EQ 2.42) for the total backscattering
coefficient can be written as (Sasano 1985)
(EQ 2.44)
where Sm [sr] is the molecular phase function. The total backscattering coefficient is now
expressed as a function of the scattering properties at a given altitude and those of the interve-
ning atmosphere between the altitude R and Rf. 
The aerosol backscatter cross section is uniquely determined according to the physical and
chemical properties of the aerosols (size, shape and index of refraction). The wavelength
dependence of the backscatter coefficient is mainly dependent on the aerosol size distribution
and index of refraction. A multiwavelength lidar can, in principle, be used to measure the
wavelength dependence of this coefficient. Different aerosol types are expected to have differ-
ent size distribution and index of refraction, which implies that it may be possible to discrimi-
nate aerosol type according to the wavelength dependence (Sasano 1989).
TABLE 2-5 Indicative values of the lidar ratio
Altitude ranges Aerosols type Lidar ratio [sr]
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2.10. Raman lidar equation
A first step towards a solution of the ill-posed problem of the elastic lidar equation is the addi-
tional use of Raman scattering. Indeed, the Raman backscattered signal is affected by aerosol
extinction but the backscatter coefficient is well known. Therefore analysis of this signal alone
permits the determination of the aerosol extinction (Leonard 1967; Cooney 1968; Inaba and
Kobayashi 1969; Melfi, Lawrence et al. 1969; Ansmann, Riebesell et al. 1990). While the
Raman lidar approach has the advantage of the simplicity in that one laser line can be used for
a number of molecular species, it suffers in general from the reduced sensitivity and difficulty
in daytime operation due to low Raman cross section. Let the Raman lidar equation be written
as (Measures 1992)
(EQ 2.45)
Where the backscatter coefficient b(lL, lR, R) at the elastic wavelength lL and Raman wave-
length lR is linked to the differential Raman backscatter cross section ds/dW of a gas with a
molecule number density N(R) by the relation
(EQ 2.46)
The profiles of both nitrogen and oxygen can be used since their number densities are usually
well known. The particle extinction coefficient can be determinate from (EQ 2.45) and
(EQ 2.46) using the following methodology. 
(EQ 2.47)
where K(lR) is the all range-independ system parameters at wavelength lR. Taking the loga-
rithm and then the derivative of (EQ 2.47), the extinction coefficients are given by
(EQ 2.48)
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Particle scattering is assumed to have an Angstrom coefficient equal to k (see (EQ 2.35)) and
since Dl/lL is small, (EQ 2.48) can be presented approximately as
(EQ 2.49)
For particles and water droplets with diameters comparable with the measurement wavelength,
k=1 is an appropriate value, while in the case of large particles and ice particles, which are usu-
ally large compared with the laser wavelength, k=0 is justified.
The particle backscatter coefficient bp(lL, R) can be determined by using both elastically and
Raman backscattered signals (Cooney 1969; Melfi 1972). Two measured signal pairs P(R, lL)
and P(R, lL, lR) at altitude R and a reference altitude Rf are needed. A solution for the particle
backscatter coefficient is obtained by forming the scattering ratio
(EQ 2.50)
The scattering ratio can be expressed in terms of the lidar signals by using elastic lidar equation
(EQ 2.42) and Raman lidar equation (EQ 2.45). It is equal to unity in a region of atmosphere
that is free of aerosols and exceeds unity where aerosols are present. The value of (EQ 2.50) at
the aerosol-free height Rf is used to normalize the scattering ratio to unity and thus can be
rewritten as
(EQ 2.51)
In the case of a high particle load throughout the whole range of measurement, a value of
bp(lL, Rf) is needed with sufficient accuracy. In this special case a determination of the back-
scatter profile from (EQ 2.51) is not possible. Finally, the lidar ratio can be obtained from the
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profiles of ap(lL, R) and bp(lL, R) as determined with (EQ 2.49) and (EQ 2.51).
2.11. Water vapor mixing ratio
The water vapor mixing ratio is defined as the mass of water vapor per unit mass of dry air. It
can be obtained from the measurement of the water vapor to reference signal ratio, where the
reference gas is either oxygen or nitrogen (Melfi, Lawrence et al. 1969; Melfi and Whiteman
1985; Ansmann, Riebesell et al. 1992; Whiteman, Melfi et al. 1992; Sherlock 1998). Using
two Raman lidar equations for the wavelengths lH2O and lR, forming the signal ratio, and
rearranging the terms, the resulting equation, the mixing ratio m(R) is obtained as
(EQ 2.52)
where m(R) [gH2O g
-1dry air] is the water vapor mixing ratio, Km [g/kg] is the overall system
constant and can in principle be deduced from the known Raman cross sections and the mea-
sured properties of the receiver's spectral transmission, but in practice determined from com-
parison of the lidar measurement with evaluated data from radiosonde ascent. A more detailed
theory is given in “Advances in global change research Article”,  p 151.
2.12. Depolarization ratio
It is well known that lidar measurements of the atmosphere are somewhat limited in the infor-
mation they can provide because of the fact that most systems measure only the intensity of the
backscattered signal. Considerably more information is available in the received signal
because of the additional parameters defining its polarization characteristics. The complete
information available in the lidar scattering process is contained in the scattering matrix
describing the atmosphere. Using the conventional formalism of Stockes vectors this matrix
would be a 4x4 matrix and would contain all available information about the atmosphere
accessible in a scattering measurement. However it is difficult to obtain measurements of the
atmospheric scattering matrix because it involves a measurement of the complete Stockes vec-
tor of the backscattered signal for a variety of transmitted signals with different Stockes param-
eters. These measurements are even more difficult because of the space and time depence of
the atmospheric properties (McNeil 1975). A useful quantity is the depolarization ratio d,
which is defined as
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(EQ 2.53)
where P// and P^ are the backscattered signals measured with the receiver polarized parallel
and perpendicular, respectively, to the direction of polarization of the linearly polarized trans-
mitted pulse. Using (EQ 2.42), (EQ 2.53) becomes
(EQ 2.54)
The two-way atmospheric transmissions are expected to be equal for randomly oriented scat-
tering centers contributing to the crossed polarization. Thus the depolarization is given by
(EQ 2.55)
where K^
// is the calibration factor of the system. It is evident therefore that all the instrumen-
tal and extinction effects disappear and d depends only on the volume backscattering proper-
ties of the atmosphere (Pal 1973).
For single scattering by either Rayleigh particles or Mie particles (perfect sphere), the polariza-
tion of the incident wave is retained in the backscattering. Thus, since a linearly polarized
wave is launched, the return should also be linearly polarized if only those mechanisms are
present (apart from the very small molecular depolarization component that would have a
value of only 2%). As a result, any measured value greater than 0.02 immediately indicates
that a process is involving scattering mechanisms other than Rayleigh or Mie scattering. Thus
the most probable source of the observed depolarization would be a result of the variable parti-
cle shape, chemical composition and physical characteristic. If the aerosol number density is
high enough, the multiple-scattering process, even from spherical particles, could introduce
some depolarization (Pal 1973; McNeil 1975; Pal 1978; Sassen 1994).
2.13. Retrieval of microphysical aerosol parameters
As it was pointed out in “Aerosol direct effects on climate”,  p 13, the aerosol size distribution
and the chemical composition are the key parameters. Lidars deliver information on particle
extinction and backscatter coefficients at multiple wavelengths. This information can be used
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to derive physical particle properties as particle size, number, surface-area, and volume con-
centration, as well as the complex refractive index. The problem of determining those proper-
ties by multispectral lidar measurements, belongs to a class of inverse ill-posed problems.
Several methods were developed to solve this problem: the singular value decomposition
method (Yoshiyama 1996), the iterative method (Rajeev 1998), the regularization method
(Detlef 1999; Detlef 1999; Detlef 2000) and the hybrid regularization method (Böckmann
2001; Böckmann 2001).
Within the frame of the EARLINET project, the participants have the opportunity to use the
program developed in the Institute of Mathematic of the University of Postdam (IMP) based on
the hybrid regularization method. The IMP mathematical model, which relates the optical and
the physical particle parameters, consists of a system of two Fredholm integral equations of the
first kind for the backscatter and extinction coefficients given by (EQ 2.34). This set of equa-
tion is reformulated into a more specific and more solid form
(EQ 2.56)
where n(r) is the volume concentration distribution [mm3cm-3mm-1], K is the volume extinction
(or backscatter) kernel and Rmin, Rmax are the minimum and maximum radius of the distribu-
tion. To choose ranges for the radius, it must be observed that only particles with radii of the
order of the magnitude of the measurement wavelengths (355 to 1064nm) possess particle-
size-depend scattering efficiencies and therefore are suitable for inversion. Thus the range of
particle size distribution is limited.
A hybrid regularization method is applied that uses variable projection dimension and variable
B-spline order as well as truncated singular-value decomposition (TSVD) simultaneously for
that ill-posed inversion (Böckmann 2001; Böckmann 2001). This method can be used with a
known or an unknown refractive index. In the latter case, by using a refractive index grid
between suitable limits, this method is performed for each grid point and the solution or set of
solutions is the one which minimizes the errors between the input extinction and backscatter
coefficients and the calculated coefficients using Mie theory. The minimizations are based on
the absolute error, the relative error and a combination of the relative and absolute error. Thus
three solutions are given per inversion.
The one key parameter that best describes the radiative properties of a given size distribution is
the surface-area weigthed effective radius re which is defined as
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where re [mm] is the effective radius at altitude z and n(r, z) [cm
-3mm-1] is the aerosol number
concentration distribution at altitude z. The total surface-area concentration at [mm
2cm-3] the
total volume concentration vt [mm
3cm-3], and the number concentration of particles [cm-3] are
given, respectively by
(EQ 2.58)
This method can handle the inversion with only one extinction and three backscatter coeffi-
cients up to 10% of noise. In general, it was found that inversion errors increase with the
reduction of measurement data and that higher accuracy of the reduced data set is required for
a successful inversion (Böckmann 2001). Simulations with the IMP algorithm showed that for
noiseless data the mean and integral parameters of the particle size distribution, (effective
radius, total surface-area concentration, total volume concentration and number concentration
of particles), except the number concentration, can be limited to 7% error in the case of three
backscatter and two extinction coefficients.
2.14. Conclusion
This chapter describes the lidar equations involved in the multiple-wavelength lidar system. A
special attention have been carried out to the Rayleigh and Mie scattering theories. Those the-
ories link the aerosol size distribution and the refractive index to the measured parameters by
lidar. The depolarization ratio is a good indicator of the shape of the aerosols and allows the
assumption of spherical aerosols in the case of low ratios.
The retrieval of the aerosol microphysical aerosol parameters is performed by the IMP algo-
rithm. For that, at least one extinction coefficient and three backscatter coefficients are needed.
As it will be explain in the next chapter, this is the minimal configuration of this lidar system.
Thus, the mean and integral parameters of the particle size distribution can be determinated
with an uncertainty on the aerosol parameters smaller than 10%. The advantages of this algo-
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Chapter 3 Experimental Setup
This chapter describes the experimental setup of the lidar system. First, a general
description is given, starting from the transmitter to the data acquisition system. Second, the
simulation of the receivers is presented in more details. For this purpose, a ray tracing software
was used to calculate the characteristics of the receiving optics and to test the possible influ-
ence of the decenter and defocalisation effects on the detectors. Finally some tests of the
Hamamatsu photosensor modules used in this lidar system are described. Those tests include
measurements of the photomultiplier tube uniformity, linearity and after pulse effect. As a con-
clusion, the future upgrade of the lidar system are discussed.
A complete description of the components of the lidar system and their characteristics is given
in “Lidar specification table”,  p 194.
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3.1. System description
The Figure 3-1 shows the general layout of the multiplewavelength lidar system. The main
technical characteristics are presented in “Lidar specification table”,  p 194.
The transmitter is a pulsed Nd:YAG laser, equipped with two non-linear crystals (BBO) for
second and third harmonic generation. The pulse repetition rate of the laser can be tuned con-
tinuously up to 100Hz. At the output of the third harmonic generator the three wavelengths
(1064, 532 and 355nm) are separated by two beamsplitters and are expanded by a factor of five
before being transmitted into the atmosphere. This is done by three beamexpanders optimized
for each wavelength and the resulting divergence is 0.14mrad for each emitted wavelength in
the atmosphere. The expanded beams are directed into the atmosphere by dielectric mirrors
mounted on piezoelectric controlled stages. In order to control precisely the polarization state
of the transmitted 532nm radiation, an air-spaced Glan-Thompson prism is inserted into the
532nm optical path.
After atmospheric interactions, the elastic backscattered radiations at 355, 532 parallel, 532
perpendicular, 1064nm, and the Raman shifted backscattered signals at 387nm (nitrogen shift
from 355nm), 408nm (water vapor shift from 355nm) and 607nm (nitrogen shift from 532nm)
are collected by two telescopes in a Newtonian and a Cassegrain configurations. The tele-
scopes are dedicated to tropospheric and stratospheric-mesospheric measurements, respec-
tively. The separations between the transmitter axes and the receiver axes of the Newtonian
and the Cassegrain telescope are 300 and 1500mm, respectively. This dual receiver configura-
tion is employed in order to reduce the dynamic range of the signals, i.e. to improve the signal
to noise ratio of the signals.
The Newtonian telescope was bought from the firm Vixen (type R200SS). It has a 20cm para-
boloic prime mirror and its aperture ratio has a value of f/4 (0.8m equivalent focal length). This
telescope is mounted in a vertical position and can be tilted with an angle of 5o off the zenit for
a coarse alignment of the receiver. Its fine alignment uses the piezoelectric controlled stages of
the transmitter. The Cassegrain telescope was formerly used for star photometry measurements
and from time to time, is still used in a Coudé configuration for FTIR measurements. This tele-
scope has a paraboloidal primary mirror with a diameter of 76cm and an hyperboloid secon-
dary mirror. This combination gives a aperture ratio of f/15 (11.4m equivalent focal length). Its
mounting is provided with motorized focusing adjustment. The telescope is mounted in an
equatorial position and both polar axis and declination axis are controlled by slow motion
drives which are used for the alignment of the system.
The two filter polychromators used for the spectral separation of the optical signals are
mounted directly to the focal plane of the telescopes. They are build up around a set of beam-
splitters and custom design thin band pass filters with high out-of-band rejection. The poly-
chromators are shown in more details latter in this chapter. Due to the low wintry temperatures
they are thermocontroled to keep up with the operating range of the optics and to avoid con-
densation. The backscattered signals at 355, 387, 408, 532 and 607nm are detected by photo-
multiplier tubes. They have fast response, high gain and high enough quantum efficiency and
relatively low noise levels. However, they are essentially unavailable at wavelength beyond
about 1000nm. Avalanche photodiodes are used for detection of the signal at 1064nm.
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FIGURE 3-1. The experimental layout of lidar system installed at the Jungfraujoch.
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The signals from the two receivers are alternatively digitized by transient recorders. The data
acquisition system, build by Licel GbR (Berlin, Germany), is suited to fast repetitive signals
which are recorded simultaneously in analog and photoncounting modes. By using this combi-
nation of analog and photon counting detection, the dynamic range of the signal is extended.
For analog mode detection, the signals are amplified according to the input range selected, and
signals below a frequency of 10MHz are passing an anti-alias filter and digitized by a 12Bit-
20MHz analog to digital converter. Each signal is written to a fast memory which is readout
after each shot and added to the summed signal in a 24Bit wide RAM (up to 4096 shots).
Depending on the trigger input, signal is added to one of the two RAM, which allows acquisi-
tions of two channels if these signals can be measured sequentially. At the same time the signal
part in the high frequency domain above 10MHz is amplified and a 250MHz fast discriminator
detects single photon events above a selected threshold voltage. Two different settings of the
preamplifier can be controlled by software together with 64 different discriminator levels.
Again the signal is written to a fast memory and added to the 16Bit wide summation RAM
after each acquisition cycle.
Seven transient recorders are controlled via a NI-DAQ (National Instruments) card installed in
a PC and running under a LabView (National Instruments) program. The recorders are trig-
gered synchronously with the Q-switch of the laser. A fast multichannel analog multiplexer is
used to switch alternatively the signals from the two receivers into the transient recorders.
3.2. Ray tracing analysis
The first part of the ray tracing analysis of the receiver configuration is dedicated to the overlap
function that provides the theoretical ranges of measurement of the two telescopes and thus a
series of model runs have been performed in order to optimize the receiver optical configura-
tion. They are described below.
3.2.1. Overlap function
The theoretical development of the overlap function also called the geometrical probability
factor is given in (Measures 1992). This factor depends on the telescope field of view and pri-
mary diameter, the laser beam divergence and diameter in function of the altitude, and the
angle and the distance between the axes of the laser beams and the receiver axis. Here are pre-
sented some results obtained by a simple model of this function.The most simple configuration
is when the axis of the laser beam and the axis of the telescope are parallel, thus the inclination
angle is set to zero and the field of view of the telescope is between 0.1 and 2mrad. Figure 3-2
and Figure 3-3 show the results obtained for the Newtonian and Cassegrain telescopes respec-
tively. The X-axis gives the value of the overlap function. This value is equal to zero where the
laser beam is not inside the field of view of the telescope and is equal to unity where the laser
beam is completely inside the field of view of the telescope. Usually, the Fernald and the
Raman algorithms are only performed where this function is equal to unity. Otherwise system-
atic error is induced. The Y-axis gives the altitude above the lidar system. Both figures show
the inadequacy of taking the field of view (FOV) of the telescope smaller than the divergence
of the laser beam (0.14mrad) because the overlap function is never equal to the unity. The ideal
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lidar is a lidar with the smallest possible field of view of the telescope to reduce to the mini-
mum the sky background with no inclination angle to avoid the laser beam to go out of the
field of view of the telescope at high altitude.
FIGURE 3-2. Overlap function according to the field of view of the Newtonian 
telescope for a laser beam divergence of 0.14mrad and no inclination 
angle between the axis of the laser beam and the axis of the telescope.
Measurements with the Newtonian telescope has to be done as low as possible, ideally, less
than 100 meter above the station and up to the tropopause. FOV of 0.2, 0.5, 1 and 2mrad pro-
vide a minimum altitude of 7000, 1200, 500 and 230m (see Figure 3-2). One possibility to
reduce the minimum altitude is to tilt the laser beam towards the telescope axis. The inclination
angle can be set to a maximum value equal to half of the difference between the divergence of
the laser beam (0.14mrad) and the field of view (FOV) of the telescope. For example with a
FOV of 2mrad, the maximum angle is 0.9mrad and thus insures that the laser does not go out
of the field of view of the telescope at bigger distances. Unfortunately, the minimum altitude
with those parameters is still high. To reach the desired range, another possible way is to
increase the FOV to a value of 3mrad and to work with an inclination angle of 1.4mrad.Thus
the full overlap is reached under 100m.
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FIGURE 3-3. Overlap function according to the field of view of the Cassegrain 
telescope for a laser beam divergence of 0.14mrad and no inclination 
angle between the axis of the laser beam and the axis of the telescope.
The Cassegrain telescope is dedicated to stratospheric measurements and its operating range
starts around 7km above the lidar system. The configuration with parallel axes and a 0.5mrad
FOV provides a minimum altitude of 6500m that fulfils those conditions. This minimum can
be reduced to 4100m if an inclination angle of 0.1mrad is set.
Those studies have shown that the Cassegrain telescope has no limitation inside its operating
range while the Newtonian telescope configuration presents some restrictions for the very low
altitude measurements.
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3.2.2. Simulation of the detection part
The position of the input optics and the influence of the decenter and the defocusing effects
due to the geometrical configuration of the lidar system (see Figure 10-3, p 201) are determi-
nated by using a ray tracing software (Optics Software for Layout & Optimization, OSLO5,
Sinclair Optics). 
The Hamamatzu PMT holders are designed to focus a 10mm parallel beam on the active area
of the detector and this size is the key parameter for setting the position of the collimating lens.
The other detectors have an effective cathode size of 45mm and do not pose restriction on the
beam size and the same is valid for the effective aperture of the 45o beamsplitters of which
value is 35mm, and for the filters of which diameter is 25mm.
Figure 10-4, p 202 in annex, shows the spot size of the laser beam versus the altitude for an
transmitted beam with a diameter of 25mm and a divergence of 0.14mrad. Those sizes are used
as object size in OSLO and the decenter to the axis of the telescope is given by the distance
between the axis of the telescope and the center of the laser beam. This distance is taken
height-constant (i.e. no inclination angle) in the following examples and its value is 300 and
1500mm for the Newtonian and Cassegrain telescope respectively.
3.2.2.a. Newtonian receiver
The light coming from the Newtonian telescope is collimated by a simple plano-convex lens.
The diameter of the collimated beam is 10mm. The lens has a diameter of 25.4mm (1 inch) and
an effective focal length (EFL) of 40mm. The characteristics of the telescope are known and its
modelisation allows to determinate the exact position of the focal plane with regard to the axis
of the telescope and an object at the infinity. The first step of the modelisation consists of an
autofocus algorithm for determining the best spot size along the optical axis without the lens,
to fix the lens at the right position and then to observe the image of the initial object at dis-
tances corresponding to the different positions of the detectors because the optical length is not
the same for all the wavelengths. The second step is to see the defocalisation and the decenter
effect versus the altitude. Finally, the position of this lens is changed in order to keep the spot
size of the laser beam within a diameter less than 10mm for each altitude.
The general concept of spot diagram analysis involves tracing enough rays so that the data for
any particular ray can be treated statistically. In the study of random variables, a much used
concept is that of moments, or average values. Each ray is considered to carry a weight wi pro-
portional to the area of its cell in the aperture of the system and has transverse aberrations
(DXi, DYi) in the plane of the image. Then the position of the first moment, relative to the
point of intersection of the reference ray with the image surface is
(EQ 3.1)
i i i i
i i
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The root-mean-square (RMS) spot size in x and y are the square root of the variances of the
two terms in (EQ 3.1) and are labeled as geometrical RMS x size and geometrical RMS y size
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FIGURE 3-4. Spot diagram of the laser beam in the 532nm filter plane from different 
altitude (a) 10km, (b) 5km, (c) 1km, (d) 500m and (e) 100m. The receiver 
optics is optimized for object at an altitude of 10km above the system.
Figure 3-4 shows the spot diagrams of the laser beam collected by the Newtonian telescope at
the 532mn filter plane (corresponding to F4 in Figure 3-7) for different altitudes. Those alti-
tudes are 10km, 5km, 1k, 500m and 100m for the Figure 3-4 (a), (b), (c), (d) and (e), respec-
tively. Each symbol represents the intersection of one ray with the image surface and the plus
(+), the triangle, the square, the cross (x), the inverse triangle and the diamond (à) symbols
correspond to 523, 1064, 355, 387, 408 and 607nm respectively. Also presented are the geo-
metrical RMS sizes of the spot diagram and the diffraction limit of the optical system. This
limit is the radius of the equivalent Airy disk for the system. The big black square labeled from
-5 to +5 gives the scale of the spot size in millimeter and its center is the optical axis of the sys-
tem. Any ray outside of this square is not detected by the photosensor module. The position of
the input lens (L1) is set to optimized the image from 10km (Figure 3-4(a)). Unfortunately, at
low altitude, the radius of the image is larger than 10mm and thus some parts of the signal are
lost (Figure 3-4(c), (d) and (e)).
(d) 500m
(e) 100m
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Figure 3-5 presents the spot diagrams for another position of the input lens. This position is
chosen in order to optimized the image from 100m above the lidar system as it is shown in
Figure 3-5(b). But again this configuration is not optimized for all the altitudes, in particular
above 5km (Figure 3-5(a)).
FIGURE 3-5. Spot diagram of the laser beam in the 532nm filter plane from different 
altitude (a) 5km, (b) 100m. The receiver optics is optimized for object at 
an altitude of 100m above the system.
In relation to the position of the previous case, this second position of the lens is further of the
focal point of the telescope in order to reduce the defocalisation effect. Those studies demon-
strate the impossibility of measuring simultaneously the lower part (100 to 5000m) and the
upper part (5000 to 10000m) of the operating range of the Newtonian telescope. Depending of
the position of the lens, either one part or the other is preferred.
(a) 5km
(b) 100m
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FIGURE 3-6. Spot diagram of the laser beam in the 532nm filter plane from different 
altitude (a) 50km, (b) 20km, (c) 10km, (d) 5km and (e) 4km. The receiver 
is optimized at 5km.
Contrary to the Newtonian case, the light coming from the Cassegrain telescope is collimated
by using two lenses. The main limitations here are the vertical and lateral height requirements
of the detection box. The maximum distance between the back of the telescope and the floor is
800mm and the maximum lateral distance to the polar axis of the telescope is around 500mm.
Thus the first plano-convex lens reduces the focal length of the system and the second plano-
convex lens collimates the incoming light on the beamsplitter into a 10mm diameter beam.
Both lenses have a diameter of 50.8mm (2 inches) and a focal length of 62.9mm.
The studies of the Cassegrain receiver follow the same formalism than the Newtonian tele-
scope described in the previous section.
Figure 3-6 shows the spot diagrams of the laser beam collected by the Cassegrain telescope at
the 532nm filter plane (corresponding to F4 in Figure 3-8) for different altitudes. The first lens





image from 5km (Figure 3-6(d)). This position is suitable for all the altitudes above 5km as it
is seen in Figure 3-6(a), (b), and (c) and also for the image from 1km below Figure 3-6(e). A
priori the Cassegrain telescope is less influence by the defocalisation effects due to a bigger
focal length.
The combination of the two telescopes enables to measure over a huge operating range without
any drop-out, but one has to keep in mind that those results are theoretical and can differ from
the experimental one. Indeed, all the simulations were computerized with specific parameters
which can not be exactly set in the reality as the inclination angle.
3.3. Filter polychromators
The Figure 3-7 and Figure 3-8 show the schematic representation of the filter polychromators
dedicated to the tropospheric measurements from the Newtonian telescope and the strato-
spheric-mesospheric measurements from the Cassegrain telescope, respectively. Those poly-
chromators use the same spectral separation principle which is based on beamsplitters and
filters.
3.3.1. Newtonian filter polychromator
The following paragraph explains the tropospheric detection system. The light from the New-
tionian telescope first encounters a diaphragm and is then collimated by the positive plano-
convex lens (L1) to a 10mm diameter. This diaphragm close to the focal point of the telescope
sets the field of view of the receiver. The set of beamsplitters (BS1-BS5) separate the light by
wavelength into different channels: Raman scattering from nitrogen (387 and 607nm) and
water vapor (408nm), and Mie-Rayleigh scattering (355, 532 and 1064nm). The beamsplitters,
optimized for the different wavelengths, operate at a 45o angle of incidence and their coatings
work for both parallel and perpendicular polarization. Elements after the beamsplitters consist
of sets of broadband and narrowband interference filters (F1-F6) and neutral density filters
(ND) which are employed to adapt the light intensity of the signals to the corresponding PMT
sensitivity. On the 532nm channel, a Wollaston prism (WP) separates the parallel polarized
backscattered signal from the perpendicular polarized one with an extinction ratio of 10-5. The
angle of separation of the two outgoing beams is wavelength dependent: at 532nm the value of
this angle is about 12o. A 2x beam compressor (L1+L2) adapts the incoming beam size to the
prism aperture. The Wollaston prism, the beam compressor and the two detecting PMTs are
mounted on a holder that can be rotated precisely around the common optical axis of the ele-
ments. This design allows precise alignment and an easy way of calibrating the depolarization
ratio by circular permutation of the «parallel» and «perpendicular» PMTs.
Those detectors, as well as the detector at 355nm are photomultiplier tubes (PMT1) from
Hamamatsu (H6780-06 series). The positive plano-convex lens (L1) focuses the incoming
beam on the 5mm active surface of the PMT. To improve the PMT spatial uniformity, one
plano-convex lens (L3) and one optical diffuser (D) are positioned in front of the photocath-
ode. More details are given in (Simeonov, Larchevêque et al. 1999). The detection on the
Raman channel is assured by PMT from Thorn Emi, QA9829 series (PMT2) at 387 and
408nm, and B9202 series (PMT3) at 607nm. And finally, an Si-Avalanche photodiode from
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EG&G, C30954/5E series (APD) is used at 1064nm.
FIGURE 3-7. Schematic representation of the filter polychromator dedicated to the 
tropospheric measurements from the Newtonian telescope.
3.3.2. Cassegrain filter polychromator
The main differences between the Cassegrain and the Newtonian filter polychromators are in
the input lenses, the choice of the detectors, instead of PMT Hamamatsu H6780-06, Thorn-
Emi QA9829 series PMT (PMT2) are used, and especially the available room due to the dif-
ferent configuration of the telescope. Due to a longer effective focal length and the possibility
to add a chopper close to the focal plane of the system, two positive plano-convex lenses are
used to collimate the incoming light from the telescope. The rest of the optical elements is the
same except that two mirrors are inserted on the 408 and 1064nm channels in order to reduce
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the vertical height requirement of the polychromator.
FIGURE 3-8. Schematic representation of the filter polychromator dedicated to the 
stratospheric-mesospheric measurements from the Cassegrain telescope
3.4. Detectors
The basic instrumental characteristics in determining the choice of a photodetector include the
spectral response, quantum efficiency, frequency response, gain, and dark current. In most
cases, the wavelength of the signal to be detected constitutes the primary factor in selecting the
class of photodetector to be employed in any applications. For wavelengths that range between
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200 and 1000nm photomultipliers are generally preferred because of their high gain and low
noise. For the near-infrared wavelengths, photodiodes and in particular avalanche photodiode
are a good compromise. Those avalanche photodiodes are similar to photomultipliers in the
sense that their sensitivity is no longer determined by thermal noise of the detector and output
circuit (Measures 1992). Four different detectors are used in the lidar system
• PMT, Hamamatsu photosensor modules
• PMT, Thorn Emi, QA9829 series
• PMT, Thorn Emi, B9202 series
• Si-Avalanche photodiode, EG&G, C30954/5E series
The advantages of the Hamamatsu photosensor modules are described in the next section. The
Thorn Emi PMT QA9829 series has a higher gain than the Hamamatsu PMT and thus is used
on the Raman wavelengths at 387 and 408nm while the Thorn Emi PMT B9202 has a higher
sensitivity at 607nm and is used on the Raman wavelength. Concerning the detectors of the
receiver dedicated to the stratospheric-mesospheric measurements, the Hamamatsu of the
355nm channel is substituted by a Thorn Emi PMT QA9829 series. The others are the same.
The next section presents some tests on the spatial uniformity and the linearity of the
Hamamatsu photosensor module. More details are in (Simeonov, Larchevêque et al. 1999).
3.5. The Hamamatsu photosensor modules
A large number of factors may contribute to the accuracy of a LIDAR measurements (Mea-
sures 1992; Schoulepnikoff, Van den Bergh et al. 1998). One of the most important sources of
errors in such measurements is the photodetection unit which in most cases is a photomultiplier
tube (PMT). Many studies have examined the influence of the PMT linearity, the dynamic
range and the signal induced noise on the quality of the lidar signal (Cairo 1966; Pettifer 1975;
Swinesson 1991) generally there was less concern about the effect of the PMT spatial unifor-
mity on the signal. 
The spatial uniformity of the PMT is defined as the variation of its sensitivity with the position
of incident light on the photocathode. In LIDAR applications the image of the air volume illu-
minated by the laser beam is projected on the PMT photocathode by the receiving telescope.
This image in biaxial lidar has a "cometlike" shape with a "head" corresponding to the signal
from a short distance and a "tail" corresponding to the signal from longer distances. The use of
a PMT with spatial nonuniformity for detecting lidar signals can cause artifacts because differ-
ent areas of the photocathode detect the signal from different distances. The lidar systems
receiving signals from short and very short distances are affected more by this PMT nonunifor-
mity because of the faster "traveling" of the image over the photocathode.
In the last few years, a new type of PMTs: the Hamamatsu 5600 series (Hamamatsu Photonics
1994; Kyushima 1994) have attracted the attention of the lidar community (Brenner 1996), due
to their very small size, excellent linearity, fast response and lack of detectable signal-induced
noise.
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3.5.1. Anode spatial uniformity
An example of the Hamamatsu PMT response as a function of the light source position is
shown in Figure 3-9. The measured values were normalized to the average of 10X10 central
points (2X2mm). The nonuniformity observed in the sensitivity can be explained by the new
type of electron multiplier configuration -Metal Channel Dynode (Kyushima 1994) used in this
PMT. This configuration is similar to that used in a venetian blind type one and is equal to six-
teen, eight-stage electron multipliers working in parallel. 
FIGURE 3-9. Anode spatial uniformity of the Hamamatsu H5783-06
The results show that the normalized spatial uniformity of the active area with a diameter of
8mm can vary from 0.2 to 2.8 times the average value defined for the central part of the PMT
(10X10 points). For the central part with a diameter of 2mm these variations range from 0.7 to
1.4
A standard way to reduce the spatial nonuniformity of the PMT would be to change the electri-
cal potentials between the PMT electrode (dos Santos, Veloso et al. 1996). This is not applica-
ble because the high voltage power supply, the voltage divider, and the PMT itself are sealed
together in one block.
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FIGURE 3-10. Anode spatial uniformity of the photosensor module with an additional 
3mm thick surface diffuser plus a lens with a 16mm focal length.
Therefore, to improve the PMT spatial uniformity, an optical diffuser is used to spread the
incoming light more homogeneously over the photocathode surface. Such a diffuser is placed
in front of the PMT, in direct contact with its entrance window. It is made of a fused silica
plate with a diameter equal to the PMT entrance window (10mm) polished on one side, and
ground on the other (abrasive mesh 600). A further improvement in the PMT uniformity was
achieved by using a short focal length lens. The lens is a plano-convex one made of fused silica
with a focal length of 16 mm and a diameter of 10 mm. It is placed with its flat surface directly
on the diffuser. This lens concentrates the incoming light into the most homogeneous central
part of the photocathode. The result from a PMT scan with a lens and a 3 mm thick diffuser is
shown in Figure 3-10. The central part with a diameter of approximately 3mm has excellent
uniformity with variations less than 2%. A ring with an outer diameter of roughly 7mm and
approximately 10% higher efficiency surrounds this part. The variations in the uniformity of
this area are between 0.9 and 1.45 times the average of the central zone. The use of a lens and
a diffuser reduces the total PMT efficiency by about 45%. This reduction was evaluated by
comparing the responses of the PMT with and without lens/diffuser combination from an
active area with a diameter of 7mm. The reduction is not only due to the optical losses caused
by the uncoated surfaces and scattering from the diffuser, but also due to the lower efficiency
of the central part of the PMT photocathode.
3.5. The Hamamatsu photosensor modules
77
3.5.2. Linearity of the photosensor
It is usually assumed that the signal output of an PMT is linearly proportional to the input light
intensity and that when no light is present there is only a small electrical output, known as dark
current. While this is true for low light intensities, the PMT output is nonlinear for high input
intensities.
The Hamamatsu PMT is mainly dedicated to the low altitude range and, a good linearity and
no after pulse effect are statutory for such kind of measurements. The linearity was tested,
using the fact that the response of the PMT should be the sum of each contribution when five
LEDs (Light Emitting Diode) illuminate it. This way of making eliminates the nonlinearity
between the input voltage of the LED and its light intensity. Three tests were performed on one
photosensor module. The first one was made at the maximum control voltage (0.99V) of the
photosensor according to the following method:
• Each of the LEDs is tuned to give the same output value of the tested PMT.
• One LED is switched on and the PMT response is recorded
• A second LED is switched on and the response is recorded
• And so on until the five LED are switched on. 
• This last value becomes the new value of each LED and a new set of measurements is done. As long as the 
response does not reach the maximum allowed value of 4V, thoses iterations are done.
FIGURE 3-11. Hamamatsu photosensor module linearity at its maximum control 
voltage (0.99V).
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Figure 3-11 shows the results of this first test. The photosensor module has a linear response at
its maximum control voltage over the range of measurements observed.
FIGURE 3-12. Hamamatsu photosensor module linearity in function of its control 
voltage. The LED intensities are not constant from one case to the other 
one.
The second test is performed at different control voltages and thus will determinated if the lin-
earity of the photosensor is control voltage dependent. Unfortunately, it was impossible to scan
the same range of responses from 0.5 to 4V with control voltages from 0.4 to 0.9V. For this
reason, the initial values of the LEDs are different for each control voltage and only one incre-
mentation is done. Figure 3-12 shows that the linearity of the photosensor is control voltage
independent in this operating range.
The third and last test was performed at different control voltage but with the same LED inten-
sity during all the experiment. It is only possible between 0 and 5mV. This will valid the sec-
ond test with constant parameters.
The PMT provides the same response whatever the control voltage, see Figure 3-13.
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FIGURE 3-13. Hamamatsu photosensor module linearity in function of its control 
voltage with the same LED intensity for the fives cases.
3.5.3. After pulse effect
When a PMT is exposed to momentary high intensities, the output does not return to the dark
current level immediately but instead decays slowly. This effect is called after pulse effect or
signal-induced-noise (SIN).
The pulsed light is generated by a quadrupled Nd:YAG laser and its intensity is reduced by a
set of neutral density filters. A polychromator ensures the rejection of the background light and
an optical fiber collects and transmits the laser pulse to the photosensor module whose control
voltage is set to its maximum (0.9V). The PMT response is recorded by an oscilloscope.
Figure 3-14 shows the shape of the laser pulse detected by the two different photosensor mod-
ule. Two traces are presented on each picture the white curve is the response of the PMT while
the yellow one is the trig of the oscilloscope. The X-axis is the time in nanosecond and the Y-
axis is the PMT response in millivolt.
Photosensor linearity at different control voltages, 
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FIGURE 3-14. Pictures of the laser pulses recorded by the two photosensor modules. 
No significant after pulse effect are observed (left panel) and presence of 
artefacts (right panel).
The left panel shows a photomodule without any after pulse effect whereas it is not the case for
the second one. This effect can be induced by oversaturation of the photocathode by direct
exposition to the solar light and not only induces by after pulse effect. No improvements were
observed after some days while the voltage was applied under dark conditions. This module
was returned to the supplier.
3.5.4. Conclusion
The Hamamatsu photosensor module has a good linearity, no after pulse effect and with the
adds of a diffuser and a lens its nonuniformity can be overcome. The choice of this PMT for
the elastic tropospheric measurements is obvious. 
3.6. Conclusion
The simulation of the receiver part highlights the defocalisation and decenter effect of the off-
axis lidar system and encountered problems of very low altitude measurements with such con-
figuration. The operational range of the Newtonian telescope is set between 400m and 9km
above the station until the Cassegrain is still not in operation.
This configuration allows the retrieval of the backscattered light at 355, 387, 408, 532 parallel,
532 perpendicular, 607 and 1064nm. The combination of those signals provides aerosol extinc-
tion and backscatter profiles, linear depolarization ratio and water vapor mixing ratio. Also
possible is the determination of the temperature beyond 90km by Rayleigh scattering (usually
at 532nm) (Meriwether 1994), but aerosol interference cannot be tolerated. Thus much of the
system are for the measurement of temperature above 30km, where aerosol is negligible. To
reject this interference, the comparison of the received rotational Raman scattering signal in
two frequency bands allows temperature measurements (Arshinov and Bobrovnikov 1983;
Arshinov, Bobrovnikov et al. 1983). The rotational Raman technique (RRT) rely on the detec-
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tion of signals with opposite temperature dependence within the pure rotational Raman spec-
trum of nitrogen molecules whose spectral separation is usually ensured by interferometer. To
put this in a concrete form, most of the light at 532nm can be collected before the beamcom-
pressor and transmits to the interferometer by an optical fiber or a third telescope can be espe-
cially dedicated to this measurements.
Another upgrade of the system is the ozone measurements using the differential absorption
technique (DIAL). In absence of a strong aerosol load in the stratosphere, the on- and off-lines
may be chosen far from one another, typically at 308 and 355nm, respectively, inside and out-
side the ozone absorption band (Stefanutti 1992). The 355nm channel is already recorded and
the 308nm channel can be generate by a XeCl excimer laser. The 308nm channel can be add on
the 355nm channel with few modification of the detections boxes. But the present beamsplitter
355/387-408nm transmits 308nm and thus is not suitable for this configuration.
With few modifications and one additional laser, the present system can be upgraded to a more
sophisticated lidar system which can measure ozone, temperature, aerosol and water vapor
mixing ratio profiles.
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Chapter 4 Data Treatment & Error Analysis
This chapter presents the numerical scheme of the Fernald and the Raman inversions
developed in the chapter “Theory”,  p 21. Starting from the raw data, all the important steps are
discussed, in particular the influence of the lidar ratio in the elastic inversion. The sources of
uncertainties are pointed out and error analysis of the two algorithms is described, just as the
errors of the depolarization ratio. The error sources on the water vapor mixing ratio are pre-
sented in the chapter “Advances in global change research Article”,  p 151. A determination of
the Angstrom coefficient based on three wavelengths instead of two is also presented in this
chapter.
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4.1. Data treatment
This section is dedicated to the numerical scheme that is used to retrieve aerosol extinction and
backscatter coefficients by the Fernald algorithm or by the Raman algorithm. Figure 4-1 shows
the flow chart of the numerical scheme. Before any data treatment, a noise file obtained with
the telescope closed is substracted from the raw data. Normally, such noise files are recorded
every half an hour. The sky background is determined by the last bins of the data and then sub-
stracted from those data. The result is called corrected data after being corrected for the time
delay between the Q-switch and the laser pulse. Before inversions can be applied to measured
signals, they are averaged over time interval of interest (typically half an hour) and spatially
averaged (smoothed) in order to increase the signal to noise ratio. The initial spatial resolution
of the system is 7.5m and generally, no profiles are given at this resolution because the signals
are noisy. First, profiles are smoothed with a sliding average of which window has a parabolic
variation, thus the resolution can be reduced significantly (typically 90m in analog mode and
150m in photon counting mode).
The molecular number density is needed to calculate the Rayleigh scattering coefficients or the
Raman scattering coefficients in the Fernald and Raman inversion schemes. Temperature and
pressure profiles, needed for density profile computation, are determined from a standard
atmosphere model fit to measured ground-level values, or are taken from radiosonde data
when available. Those profiles are calculated with the same resolution than the signal resolu-
tion. In any case, all the wavelengths are recorded but Raman shifted wavelengths are used in
principle for nigthtime measurements. As a rule, the Fernald inversion is used for daytime
measurements while the Raman inversion is applied for nighttime measurements.
4.1.1. Fernald inversion
The inversion of the elastic lidar equation given by (EQ 2.44) is replaced with the backward
numerical calculation scheme of Fernald-Sasano (Sasano 1985) and the total backscattering
coefficient bp + bm is given by
(EQ 4.1)
where PR2(I) is the range corrected signal at the altitude I, Sp is the lidar ratio, DR is the reso-
lution and A(I, I-1) is defined as
(EQ 4.2)
where Sm is the molecular extinction to backscatter ratio, bm is the molecular backscatter coef-
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ficient. The term A(I, I-1) is used to replace the exponential terms that incorporate the effects
of the aerosol extinction between adjacent data points range DR apart.
FIGURE 4-1. Flow chart of the numerical scheme for the retrieval of the backscatter 
coefficient or the extinction coefficient, backscatter coefficient and lidar 
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As it was highlighted in the theoretical chapter, two unknown quantities, the particle lidar ratio
and the particle backscatter coefficient at a suitable reference altitude, have to be known in
order to determinate the particle backscatter coefficient profile. Usually, the lidar ratio is cho-
sen to 50±10sr and 10±5sr in aerosol layers and cirrus clouds (if present), respectively
(Vaughan 1998). To find an appropriate reference altitude and value, a Rayleigh signal is cal-
culated from temperature and pressure profiles of a balloon or a model and compared to the
range corrected lidar signal. If the slope of both, the calculated and the measured signal, agree
over a sufficient range, it is assumed that negligible aerosols are present in this range, and thus
the total backscatter coefficient is assumed to be equal to the molecular coefficient. The refe-
rence value is set to zero and a first inversion is applied and the total backscatter coefficient is
compared to the molecular coefficient in the range of interest. If the former is less than the
later, that has no physical meaning, the difference between the two values is added to the refe-
rence value and a new inversion is applied.
FIGURE 4-2. A typical example of a total backscatter coefficient at 532nm retrieved 
by the Fernald algorithm with a lidar ratio of 15sr.
Those iterations are done until the difference is less than 1% of the molecular coefficient or
until the number of iterations is bigger than 150. This formalism is very useful when the upper
part of the lidar signal is inside a cloud. Indeed, the signal recorded in analog mode is generally
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gives the total backscatter coefficient and the Y-axis the altitude. The green line (Analog First)
is the analog profile with no aerosol contribution at 8000m, the red line (Analog End) is the
same after iterations and the blue line (Photon Counting) is the photon counting profile. Also
shown is the Rayleigh backscatter profile (black line). In the analog mode, the reference alti-
tude is set at 8000m, the lidar ratio is 15sr and the resolution is 90m. In the photon counting
mode, the reference altitude is 10500m with the same lidar ratio and the resolution is 180m.
The molecular range is between 2500 and 3500m. The minimum altitude of those two profiles
is 600 and 2200m in analog and in photon counting mode, respectively. Those two profiles
show no significant difference, proof that the iteration formalism provides good results and can
be the basic scheme of an automatic data treatments. But, in the case of a high particle load
throughout the whole range of measurement, this formalism can not be applied.
FIGURE 4-3. Influence of the lidar ratio on the retrieval of the total backscatter 
coefficient using the Fernald algorithm in presence of hazy layers. The 
lidar ratio is set to 45, 30, 20, 15 and 10sr, respectively. A molecular 
reference is chosen at 11000m.
Nevertheless the lidar ratio is still not known and its influence on the retrieval of the backscat-
ter profile, at 532nm, is highlighted in Figure 4-3 and Figure 4-4 for two different cases, in
presence of hazy layers and with low aerosol load, respectively. In the former case, using a
higher lidar ratio underestimates the total backscatter profile and can provide smaller value
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than the molecular profile (45sr and 30sr). In the latter case, this effect is smoothed due to the
less influence of the aerosol on the total backscatter profile. The influence of the lidar ratio
becomes more important as the wavelength decreases.
FIGURE 4-4. Influence of the lidar ratio on the retrieval of the backscatter coefficient 
using the Fernald algorithm in presence of low aerosol load. The lidar 
ratio is set to 45, 30, 20 and 10sr, respectively. A molecular reference is 
chosen at 9000m.
The combination of the analog and photon counting regime is useful to retrieve the backscatter
profile since two different reference values can be applied and that the results have to be simi-
lar throughout the overlap region of the two detection regimes as it is well seen in Figure 4-2
between 2000 and 8000m agl. This ovelap region is so huge due to the low energy pulse of the
laser and no saturation of the photon counting at low altitude. This latter is possible mostly
because of the PMT parameters (short pulse duration) and the high counting rate of the
counter.
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Before the signal profile is vertically smoothed, the time-averaged lidar signals P(z) are cor-
rected for range and molecular scattering and extinction, in order to leave only the dependence
on aerosol extinction (Ansmann, Wandinger et al. 1992).
(EQ 4.3)
where K(lR) is the all range-independent system parameters at wavelength lR, and x(R) is the
overlap function. Assuming ap~l
k dependence with Dl/lL<<1, rearranging the terms, taking
the logarithm and then the derivative gives
(EQ 4.4)
Again the inversions can be applied to the altitude region where the lidar system overlap func-
tion is unity.
(EQ 4.5)
For a correct application of (EQ 4.5), it is necessary to calculate the derivative of the logarithm
of the ratio of two quantities, i.e. the atmospheric number density N(R) and the corrected N2
Raman lidar signal P*(R). The derivative is usually taken by a least-squares technique, by fit-
ting the Raman lidar data by means of linear or quadratic functions. For a correct statistical
approach to the problem, the c2 confidence test has to be used to assess both the best model
and the measurement error (Whiteman 1999). The careful application of statistical analysis
techniques is required to accurately estimate the aerosol extinction and the aerosol extinction
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As with any experimental technique, lidar measurements are subject to a number of experi-
mental uncertainties, arising both from the measurement per se and from the assumptions or
uncertain values that enter into the data analysis. These uncertainties depend on a number of
factors, including the laser wavelength and other lidar system parameters, the background
light, the aerosol concentration, the accuracy, resolution, and proximity of the nearest molecu-
lar density measurement, the validity of lidar calibration procedures, and the uncertainty of the
atmospheric transmission profile at the lidar profile (Russell 1979). In general, the total mea-
surement uncertainty depends on these factors in a complicated and often counterintuitive way.
Nevertheless, it is important that quantitative estimates of those uncertainties be derived, both
as a means of assigning error bars to lidar-derived data products, and as a tool in designing and
estimating future lidar systems for improved measurements or different operating conditions. 
Errors can be divided into two broad and rough but useful classes: systematic and random.
Systematic errors are errors which tend to shift all measurements in a systematic way so their
mean value is displaced. Those errors can be induced by misalignment of either the transmitter
or the receiver, inadequate value of the lidar ratio, calculation of the molecular backscatter
coefficient and so on. But small systematic errors will always be present. For instance, no
instrument can ever be calibrated perfectly. 
Random errors are errors which fluctuate from one measurement to the next. They yield
results distributed about some mean value. Random errors displace measurements in an arbi-
trary direction whereas systematic errors displace measurements in a single direction. The
main source of those errors is associated with signal detection.
Some systematic error can be substantially eliminated (or properly taken into account). Ran-
dom errors are unavoidable and must be lived with.
4.2.1. Error propagation
Frequently, the result of an experiment will not be measured directly. Rather, it will be calcu-
lated from several measured physical quantities (each of which has a mean value and an error).
What is the resulting error in the final result of such an experiment?
For a function F, derived from several measured variables x, ..., z, which have independent
errors, the uncertainty in F(x, ..., z) can be approximated as (Taylor 1997)
(EQ 4.6)
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4.2.2. Errors of the Fernald inversion
The sources of uncertainties in the estimate of the aerosol backscatter coefficient are repre-
sented by:
• The statistical error due to signal detection (Theopold 1988).
• The systematic error associated with the estimate of the lidar ratio (Godin 1987).
• The systematic error associated with the estimate of the molecular backscatter coefficient (Russell 1979).
• The systematic error associated with the estimate of the total backscatter coefficient at the reference altitude 
(Godin 1987).
• The systematic error associated with the multiple-scattering (Ansmann, Wandinger et al. 1992; Wandinger 
1998; Whiteman 2000).
• The error introduced by operational procedures such as signal averaging during varying atmospheric extinc-
tion and scattering conditions (Ansmann, Wandinger et al. 1992; Bosenberg 1998).
Fernald inversions can be applied to the altitude region where the lidar system overlap function
is unity. In the altitude region where this condition is not accomplished a further systematic
error source has to be accounted for if no corrections are applied.
The aerosol backscatter coefficient is calculated by the subtraction of the molecular backscat-
ter coefficient to the total backscatter coefficient bt given by (EQ 2.44).
4.2.2.a. Statistical error due to signal detection
The uncertainty of the statistical error due to signal detection on the aerosol backscatter coeffi-
cient is given by the partial derivative of aerosol backscatter coefficient with regard to the
range corrected signal
(EQ 4.7)
where dPR2 is the error on the range corrected signal. The measured signal Pm is the result of
the contributions of the backscattered signal P', the background signal Pbg, and a noise term Pn.
If the lidar signal is acquired in photon counting regime, then P' follows the Poisson distribu-
tion (Taylor 1997). In analog regime, a tension is measured and not a number of counts as in
photon counting regime. There is a relationship between the signal Sb in mV and the number of
photoelectrons n (Inaba and Kobayashi 1972; David 1995) given by
(EQ 4.8)
where b [-], is the number of digit of the analog-to-digital convertor, Vmax [mV], is the maxi-
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mum voltage of the signal input range, q [C], is the electron charge, GPM [-], is the gain of the
detector, GA [-], is the gain of the amplifier, and R [W], is the resistor.
The quantity used in lidar data analysis is P'= Pm-<Pbg+Pn>, with P' not equal to P generally. P
has a complex statistical distribution (Bosenberg 1998) and can have negative values at low
signal-to-noise levels. For large values of the signal-to-noise ratio P'(z) = P(z) can be assumed.
In this case only the simple statistical error (Poisson distribution) due to the signal noise is
taken into account. Otherwise, the error is calculated by the standard deviation of some pro-
files.
4.2.2.b. Systematic error associated with the estimate of the lidar ratio
The uncertainty of the lidar ratio on the aerosol backscatter coefficient is given by the partial
derivative of bt with regard to the lidar ratio
(EQ 4.9)
where dSp is the error on the lidar ratio. The values of the lidar ratio are mainly derived from
literature sources and therefore a 10% uncertainty on the lidar ratio is assumed
4.2.2.c. Systematic error associated with the estimate of the molecular backscatter 
coefficient
The uncertainty of the molecular backscatter coefficient on the aerosol backscatter coefficient
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where dbm is the error on the molecular backscattering coefficient. Since the Rayleigh cross
section is known with a good accuracy, the uncertainty at the reference value results essentially
from uncertainties in the molecular density profile N(R). (Russell 1979) gives a relative error
on the molecular density of 3% when density models or interpolations are used. In order to
reduce this source of error, the use of simultaneous radiosonde profile instead of a standard
atmosphere profile is recommended. At the location and time of a radiosonde measurement,
molecular density can typically be determinated with an uncertainty of less than 1% (Hoxit
1973; Lenhard 1973). Other studies of spatial and temporal variability above the boundary
layer (Planet 1979) indicate that, within about 100km and 6h of the radiosonde measurements,
this uncertainty increases only about 1%, provided there are no intervening frontal air mass
movements.
4.2.2.d. Systematic error associated with the estimate of the total backscatter coefficient 
at the reference altitude
The uncertainty of the total backscatter coefficient at the reference altitude on the aerosol back-
scatter coefficient is given by the partial derivative of bt with regard to the reference value
(EQ 4.11)
where dbR is the error on the total backscattering at the reference altitude. Generally, the value
is only given by the molecular backscattering coefficient. Thus the relative error on the mole-
cular coefficient is given in the previous section.
4.2.2.e. Systematic error associated with the multiple-scattering
The two way extinction term of the single-scattering lidar equation (EQ 2.42) is written under
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the assumption that all scattered photons except those scattered in the direct backward direc-
tion are permanently removed from the transmitted and received laser beams. But some pho-
tons that are scattered out of the lidar beam may later be scattered back in. Thus, the actually
received lidar signal P(R) includes photons that haven been scattered more than once. The
effective value of the extinction coefficient is somewhat smaller than the single-scattering
value. In addition to increasing the received power, multiple-scattering can also affect its
polarization (Sassen 1994).
The effects of multiple-scattering depend on the atmosphere scattering and absorption coeffi-
cients, the size of the scattering particles, the time after pulse transmission and the widths of
the transmitted and received lidar beams.
(Whiteman 2000) evidenced that in most circumstances multiple-scattering effects from tropo-
spheric aerosol are negligible. Those effects tend to be much more important in fog and cloud.
4.2.2.f. Error introduced by operational procedures 
Time Averaging of Data
When only P(R) varies during the measurement averaging period, direct averaging of signals is
correct (Bosenberg 1998). Whereas when only ap(R) varies during the averaging time the
inversion has to be computed before averaging. (Ansmann, Wandinger et al. 1992) showed
that the error associated with time averaging of data can be sensitively reduced by dividing the
total measurement time period into intervals with constant particle extinction conditions. For
an appropriate division of the total time into intervals, signal profiles must be stored with high
temporal resolution.
4.2.2.g. Total error of the elastic inversion
The uncertainty on the backscatter coefficient profile without multiple-scattering effects is
given by 
(EQ 4.12)
To show the contribution of each term of (EQ 4.12), two cases are presented here based on real
signals recorded at the Jungfraujoch: one is at clear sky condition and the other is at hazy sky
condition. The error analysis is based on the two aerosol backscatter coefficient profiles shown
in Figure 4-5. The profiles are recorded in photon counting mode at 532nm, averaged over half
an hour or 36000 shots, and retrieved with a spatial resolution of 90m, a lidar ratio of 10sr
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FIGURE 4-5. Aerosol backscatter coefficient profiles in clear sky (gray line) and hazy 
sky (black line) conditions for the error analysis.
(EQ 4.7), (EQ 4.9) - (EQ 4.11) are applied to those profiles, assuming no multi-scattering
effect, a Poisson distribution in both case, 10% uncertainty on the lidar ratio and 3% uncer-
tainty on the molecular profile.
Figure 4-6 shows the total relative error of the measurement taken in clear sky condition and
also the contributions associated with the signal detection, (EQ 4.7), the lidar ratio (EQ 4.9),
the molecular backscatter coefficient (EQ 4.10) and the reference value (EQ 4.11). In this case
the total relative error is less than 10% below 10km agl and is mainly due to the molecular
error below 8km agl and than to the detection noise. The contribution of the errors on the lidar
ratio and on the reference value are negligible throughout the profile.
Figure 4-7 shows the results of the second case where the total relative error reaches 20% at
10km asl. Below 8km agl or inside the hazy region, the main component of the relative error
comes from the lidar ratio whereas the molecular component is negligible. Above this region,
the detection noise becomes dominant due to a strong attenuation of the signal.
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FIGURE 4-6. Error analysis of the clear sky case. The different curves show the 
contribution of the relative error associated to the detection (Poisson), 
the lidar ratio (Lidar Ratio), the reference value (Ref), the molecular 
backscatter coefficient (Molecular) with regard to the total error 
(Total).
In both case, the relative error on the aerosol backscatter coefficient associated with the refe-
rence value is negligible and this relatively small effect of a poor reference value estimate was
already pointed out by Klett (Klett 1981).
Those examples highlight the different behaviors of the error components depending on the
atmospheric conditions. As a result, the molecular uncertainty is the main uncertainty in clear
sky (or low aerosol load) condition whereas the lidar ratio becomes more important with
increasing the aerosol load. The influence of the lidar ratio increases at shorter wavelengths.
The molecular backscattering profile can be calculated with a good accuracy but it is not the
case for the lidar ratio which is more and less guessed. This is the main drawback of the elastic
lidar. 
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FIGURE 4-7. Error analysis of the hazy sky case. The different curves show the 
contribution of the relative error associated to the detection (Poisson), 
the lidar ratio (Lidar Ratio), the reference value (Ref), the molecular 
backscatter coefficient (Molecular) with regard to the total error 
(Total).
4.2.3. Errors of the Raman inversion
The part of the error analysis dedicated to the extinction coefficient has been investigated in
details within the EARLINET community (Pappalardo 2000) and are reproduced here with the
permission of the first author, Pappalardo Gelsominia, Istituto di Metodologie Avanzate di
Analisi Ambientale, Potenza, Italy.
The sources of uncertainties in the estimate of the aerosol extinction coefficient are represented
by:
• The statistical error due to signal detection (Theopold 1988).
• The systematic error associated with the estimate of temperature and pressure profiles (Ansmann, Wandinger 
et al. 1992).
• The systematic error associated with the wavelength dependence parameter k (Ansmann, Wandinger et al. 
1992; Whiteman 2000).
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• The systematic error associated with the multiple-scattering (Ansmann, Wandinger et al. 1992; Wandinger 
1998; Whiteman 2000).
• The error introduced by operational procedures such as signal averaging during varying atmospheric extinc-
tion and scattering conditions (Ansmann, Wandinger et al. 1992; Bosenberg 1998).
Raman inversion can be applied in the altitude region where the lidar overlap function is unity.
In the altitude region where this condition is not accomplished a further systematic error source
has to be accounted for.
4.2.3.a. Statistical error due to signal detection
Taking into account the random errors that are due to signal noise, it is possible to derive the
uncertainty on the aerosol extinction coefficient from (EQ 4.5):
(EQ 4.13)
where dP* is the error on the range corrected signal corrected for the molecular contribution.
This error is the sum of the statistical error due to signal detection,
(EQ 4.14)
where dPR2 is the error on the range corrected signal, and of the systematic error on the mole-
cular coefficients,
(EQ 4.15)
where dam(lX, r) is the error on the molecular extinction coefficient at wavelength X of which
relative uncertainty is 3% (Russell 1979). Thus the error on the molecular and range corrected






















¶ æ öæ ö
ç ÷+ ç ÷ç ÷è øè ø





















( ) ( ) ( )






m L m R






a l a l










4.2.3.b. Systematic error associated with the estimate of nitrogen profile
The use of standard pressure and temperature profiles instead of the real ones leads to syste-
matic errors in presence of gradients. While pressure gradients are always limited, temperature
gradients are large especially in the case of strong inversion layers. The computation of the
term d/dz{ln[N(z)]} in (EQ 4.5) is directly affected by the temperature gradient dT/dz; in fact:
(EQ 4.17)
(EQ 4.18)
where dT is the error on the temperature. A 3% uncertainty on the temperature is assumed
(Russell 1979).
Thus, a significant systematic uncertainty on ap can result from an error in the estimate of
strong temperature gradients. A temperature gradient of 13K/km has been found to determine
an error dap=0.32x10
-3m-1 (Ansmann, Wandinger et al. 1992) but gradient of this magnitude
are seldom in the free troposphere.
4.2.3.c. Systematic error associated with the wavelength dependence parameter k
For what concerns the wavelength dependence parameter k, (Ansmann, Wandinger et al. 1992)
reported for cirrus clouds a relative uncertainty smaller than 2% and 4% for a deviation of 0.5
or 1 between the true value of k and the one used in (EQ 4.5), respectively. (Whiteman 2000)
reported a value of dap/ap < 6-8% for a k variability in the range 0-2 in the boundary layer.
In order to reduce this error source k can be estimated from two-wavelength N2 Raman back-
scattering measurements.
4.2.3.d. Systematic error associated with the multiple-scattering
An additional systematic error associated with multiple scattering has to be accounted for, pri-
marily in presence of clouds. There are contradictory estimations of this error. (Ansmann,
Wandinger et al. 1992) estimated that multiple scattering contribution to the overall error is
smaller than 10% at the cloud base and around 5% within the cloud. (Wandinger 1998) showed
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that multiple-scattering error is of the order of 50% at the bases of both water and ice clouds
and decrease with increasing penetration depth to below 20%. (Whiteman 2000) evidenced
that in most circumstances multiple-scattering effects from tropospheric aerosol are negligible.
4.2.3.e. Error introduced by operational procedures 
Time Averaging of Data
Because of the occurrence of the logarithm, (EQ 4.5) represents a non-linear relationship
between the aerosol extinction coefficient ap(R) on the one hand and both the lidar signal P(R)
and the atmospheric number density N(R) on the other hand. This implies that appropriate pre-
cautions need to be applied for time averaging of the data.
(Ansmann, Wandinger et al. 1992) estimated that the potential error caused by an inappropriate
addressing of this problem can lead to dap/ap=10% and =30% for cirrus clouds at the base and
top, respectively, and to dap/ap=10% for thin cirrus. 
When only P(R) varies during the measurement averaging period, direct averaging of signals is
correct (Bosenberg 1998). Whereas when only ap(R) varies during the averaging time the log-
arithm has to be computed before averaging.
For high values of the signal-to-noise ratio the Poisson and Gaussian distribution are indistin-
guishable and this implies that the systematic error caused by the exchange of logarithm and
averaging operators decreases quadratically with the relative standard deviation (Bosenberg
1998); hence, in the general case all quantities vary during the averaging time, for high signal-
to-noise ratio values the order of application of the operators is indifferent. For most applica-
tion ap(R) varies more slowly than P(R); it is then preferable to first average the signals P(R)
till the systematic error caused by switching the operator is small; at this SNR level it is safer
to continue with forming the logarithm before averaging (Bosenberg 1998).
Averaging the logarithms of the signals, although theoretically leading to correct results, is in
practice leading to systematic errors at low signal-to-noise levels, where P(R) can assume ne-
gative values which are disregarded in the computation of the logarithm (Theopold 1988).
(Ansmann, Wandinger et al. 1992) showed that the error associated with time averaging of data
can be sensitively reduced by dividing the total measurement time period into intervals with
constant particle extinction conditions. For an appropriate division of the total time into inter-
vals, signal profiles must be stored with high temporal resolution. Time sections of nearly con-
stant particle extinction can then be determined from the time series of elastic-backscatter
profiles.
Vertical smoothing of the data 
Before the signal profile is vertically smoothed, the time-averaged lidar signals P(R) are cor-
rected for range and molecular scattering and extinction, in order to leave only the dependence
on aerosol extinction (Ansmann, Wandinger et al. 1992).
(Godin 1999) evidenced that algorithms using different vertical resolutions applied to the same
synthetic data lead to results deviating up to 30%, with larger errors generally occurring as data
become noisier. Vertical smoothing of the data can be performed through a sliding average. It
is necessary to be take care when filtering procedures of data are applied.
The problem still needs to be properly addressed.
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4.2.3.f. Total error on the aerosol extinction profile
The uncertainty on the extinction coefficient profile without multi-scattering effects and wave-
length dependence is given by
(EQ 4.19)
FIGURE 4-8. August 28th 2000 extinction, Backscatter and Lidar Ratio profiles 
retrieved by Raman Lidar and compared to elastic profiles obtained 
with lidar ratio of 15sr. The Raman profiles are used in the error 
analysis of the extinction, backscatter coefficients and the associated 
lidar ratio.
To demonstrate the influence of the errors associated with the signal detection and with the
estimate of the nitrogen profile, (EQ 4.19) is applied to one case, recorded on August 28th
2000, obtained with a parabolic gliding average from 225 to 900m and then a reduction of the
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at 11000km asl. Figure 4-8 shows the extinction, backscatter and the lidar ratio profiles
obtained by the Raman algorithm and also the extinction and the backscatter profiles obtained
by the Fernald algorithm with a constant lidar ratio of 15sr. The backscatter profiles show si-
milar behavior while the choice of a constant lidar ratio is the source of the discrepancies
between the extinction profiles.
FIGURE 4-9. Errors analysis on the extinction profile retrieved by Raman inversion. 
The relative error related to the signal detection and temperature 
gradient are labeled detection and temperature, respectively and are 
given with regard to the total relative error.
Figure 4-9 shows the relative errors associated with the signal detection (EQ 4.16), tempera-
ture gradient (EQ 4.18) and the total relative error from (EQ 4.19). The Poisson distribution is
assumed and the temperature profile is determinated by model with an expected uncertainty of
3%.
In this case, the uncertainty on the extinction profile is manly due to the statistical error on the
detection at the raman wavelength. The error on the number density is negligible while no
inversion layers are present. The total error is less than 10% throughout the profile due to a
larger sliding average and reduction of the spatial resolution. 






















4.2.4. Error of the backscatter profile
Rewriting (EQ 2.51) with the normalized profiles P# at the reference height gives
(EQ 4.20)
The sources of uncertainties in the estimate of the aerosol backscatter coefficient are repre-
sented by:
• The statistical error due to signal detection (Theopold 1988).
• The systematic error associated with the estimate of the molecular backscatter coefficient.
• The systematic error associated with the estimate of the molecular extinction coefficient.
• The systematic error associated with the estimate of the particular extinction coefficient.
Aerosol backscatter profile can be calculated to the altitude region where the lidar system over-
lap function is different to unity assuming that the overlap functions are identical at the pump
and Raman shifted wavelengths.
4.2.4.a. Total error of the backscatter profile
The total error is given by
(EQ 4.21)
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The details of each partial derivative are given in “Error on the backscatter coefficient determi-
nated by Raman lidar”,  p 203. Figure 4-10 shows the resulting uncertainty of the backscatter
profile of the Figure 4-8 and also the seven individual contributions of (EQ 4.21). Those errors
are the error on the Raman signal and the elastic signal, the error on the aerosol extinction
coefficient at the Raman wavelength and at the elastic wavelength, the error on the molecular
extinction coefficient at the Raman and at the elastic wavelengths, and the molecular backscat-
ter coefficient at the elastic wavelength. The molecular terms are based on an expected uncer-
tainty of 3%, the detection terms are calculated with the Poisson distribution and the aerosol
terms come from (EQ 4.19).
In this case, the total error is mainly due to the error on the aerosol extinction profile at the
Raman and the elastic wavelengths. Except the values below 7750m, the total error throughout
the profile is less than 20%.
FIGURE 4-10. Errors analysis on the backscatter profile retrieved by Raman 
inversion. The errors are associated with the signals detection, the 
aerosol and molecular extinction coefficients at the Raman and the 
elastic wavelengths, and also with the molecular backscatter coefficient 
at the elastic wavelength.
In the case of low aerosol load (not shown here), the errors on the detection become the main
components as in the elastic inversion scheme.
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4.2.5. Error on the Lidar ratio
The sources of uncertainties in the estimate of the Lidar ratio are represented by:
• The error due to the aerosol extinction coefficient profile.
• The error associated with the estimate of the aerosol backscatter coefficient profile.
Lidar ratio profile can be determinated to the altitude region where the lidar system overlap
function is unity because of the aerosol extinction profile. In the altitude region where this con-
dition is not accomplished a further systematic error source has to be accounted for.
FIGURE 4-11. Errors analysis on the lidar ratio profile retrieved by Raman inversion. 
The errors are associated with the aerosol extinction and aerosol 
backscatter coefficients at the elastic wavelength.
4.2.5.a. Error due to the aerosol extinction profile
This error is described in details in the section 4.2.3. p 97.
4.2.5.b. Error due to the aerosol backscatter profile
This error is described in details in the section 4.2.4. p 103.
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4.2.5.c. Total error on the Lidar ratio
The total relative error on the Lidar ratio is given by
(EQ 4.22)
Figure 4-11 shows the relative error on the lidar ratio and it is not a surprise that the error on
the backscatter coefficient is stronger than the extinction one.
4.2.6. Error on the depolarization ratio
The sources of uncertainties in the estimate of the depolarization ratio are represented by:
• The statistical error due to signal detection (Theopold 1988).
• The systematic error associated with the estimate of the calibration constant.
Depolarization ratio can be calculated to the altitude region where the lidar system overlap
function is different smaller than unity, because this function is the same for the two signals.
4.2.6.a. Statistical error due to signal detection
This error is described in details in the section 4.2.2.a. p 91.
4.2.6.b. Systematic error associated with the estimate of the calibration constant
The calibration of the two depolarized channels is done by circular permutation of the «paral-
lel» and «perpendicular» PMTs assuming that the atmospheric conditions remain constant du-
ring all the period. This is generally true under clear sky condition. This calibration is not an
absolute one but a relative one, indeed, one PMT intensity is corrected to record the same
intensity as the other one. The calibration constant K has a value of 1.20±0.04. This uncer-
tainty is calculated by the standard deviation on the mean value.
Due to the good linearity of the PMTs, this constant is not voltage control dependent if the
ratio of the two control voltages is constant.
4.2.6.c. Total error on the depolarization ratio
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where K [-], is the calibration constant of the system.
FIGURE 4-12. Depolarization ratio and its relative error. The parallel and the 
perpendicular signals are recorded in analog mode.
Figure 4-12 shows one example of depolarization ratio profile with its relative error. The paral-
lel and perpendicular signals are detected in analog mode and smoothed with a sliding average
(from 37.5 to 112.5m) and with a reduced resolution of 45m. Again the Poisson distribution is
assumed for the error associated with the signal detection. At low altitude, this ratio is close to
the molecular and spherical aerosol value (3%). The error of the depolarization ratio is smaller
than 15% and reaches a maximum value of 20% at higher altitudes.
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4.3. Angstrom exponent
The Angstrom exponent given by (EQ 2.35) is related to the Junge or power law size distribu-
tion (Junge 1955) by a=n-2, where
(EQ 4.24)
is the differential number density for which the radius extends from zero to infinity. However,
the size distribution of aerosols typically do not follow the Junge distribution nor have radii
extending from zero to infinity, and that departure from those conditions often introduces cur-
vature in the logarithms ratio. Therefore a second-order polynomial fit of the following form is
used
(EQ 4.25)
to account for the curvature (Eck 1999), where a(l0) is the instantaneous extinction coefficient
at the wavelength l0, b1 is the Angstrom exponent itself and b2 is the variation of this exponent
in relation to ln(l).
4.4. Conclusion
This chapter has highlighted the main sources of errors on both inversion schemes and thus
provided the limitation of the system. The statistical error due to the signal detection is the
upper limit in clear sky condition whereas the errors associated with the lidar ratio and the
aerosol extinction profiles become important with increasing aerosol load. The errors associ-
ated with the Raman detection can be reduced using a higher repetition rate of the laser.
The time averaging is also important for reducing the statistical errors in varying conditions,
time sections of nearly constant particle extinction can then be determined from the time series
of elastic-backscatter profiles and thus reduced the systematic error introduced by operational
procedures.
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Chapter 5 Hardware & Software intercomparisons
For the purpose of using data from different stations in joint studies, and for the reli-
ability of the database as a whole it is important that the quality of the measurements taken by
the different systems is compared. Data quality depends on system hardware as well as evalua-
tion software. Test have been performed for both areas separately and for overall performance.
Within the frame of the EARLINET project, intercomparisons of the retrieval algorithms have
been performed using synthetic data for a number of situations of different complexity whereas
the system comparison have been performed with well-calibrated mobile systems.
This chapter presents the results of the elastic and Raman algorithms intercomparisons and the
intercomparison between the mobile micro-lidar of the Observatoire Cantonal de Neuchâtel
and the Jungfraujoch lidar system.
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5.1. Elastic algorithm
This section presents the intercomparison of the elastic algorithm within the frame of the EAR-
LINET network. The complete results of this intercomparison are discussed in more details in
(Böckmann 2001). Here is presented the contribution of the EPFL-Lidar group to this work
with the permission of the first author, Christine Böckmann, Institute of Mathematics, Univer-
sity of Postdam, Germany.
5.1.1. Data simulation
Synthetic lidar signals were used for the algorithm intercomparison. In this way, the numerical
correctness and accuracy of the algorithms as well as the experience of the groups and the li-
mits of the method itself could be tested for examples with different degree of difficulty. The
synthetic lidar signals were calculated with the IFT lidar simulation model. This software per-
mits one to simulate and to evaluate elastically and inelastically backscattered lidar signals of
arbitrary wavelengths in dependence on a variety of system parameters for a variable model
atmosphere with arbitrary aerosol and cloud layers. Sky background, background noise, and
signal noise are considered as well. Atmospheric input parameters are profiles of temperature
and pressure to calculate Rayleigh scattering and profiles of extinction coefficients and lidar
ratios for the simulation of aerosol and cloud layers.
For the algorithm intercomparison three different data sets of elastic backscatter signals at
wave-lengths of 355, 532, and 1064nm were simulated. A US standard atmosphere (United
States Committee on Extension to the Standard Atmosphere, 1976) with a ground pressure of
1013 hPa and a ground temperature of 0oC, a tropopause height of 12.0km, and isothermal
conditions above were assumed. The signal profiles were simulated without signal noise. An
incomplete overlap of laser beam and receiver field of view below 250m was introduced. Ty-
pical system parameters (laser power, telescope diameter, etc.) were used for the calculations.
However, they are not of importance for the algorithm intercomparison. In all cases, only
boundary-layer aerosols in heights below 4.5km were simulated. Minor particle scattering in
the free troposphere and the stratosphere was introduced and no clouds were considered. The
three simulation cases represent different atmospheric conditions with increasing degree of dif-
ficulty in data evaluation:
Case 1: The first case assumes very unrealistic atmospheric conditions. The extinction coeffi-
cient was independent of wavelength and changed stepwise from 3.0x10-4m-1 below
1500m to 3.5x10-4m-1 between 1500 and 2000m and 4.0x10-4m-1between 2000 and
2440m, and decreased to values below 1.0x10-6m-1above. The lidar ratio had a con-
stant value of 50sr for all heights and all wavelengths.
Case 2: In the second case, significant aerosol load up to 4000m was simulated, see Figure 5-1.
A more realistic, height-dependent extinction coefficient was assumed. In addition,
the extinction coefficient changed with wavelength, with highest values for the short-
est wavelength and lowest values for the longest wavelength. The lidar ratio was
height-independent in the aerosol layer, but took different values of 64sr for 355nm,




Case 3: In case 3, significant aerosol load up to 3300m was simulated, see Figure 5-1. Realis-
tic, height-dependent extinction coefficients and lidar ratios were introduced. The
extinction coefficient varied quite differently with wavelength in different heights.
The lidar ratio took values between 24 and 69sr, but did not vary with wavelength.
Above 3600m the lidar ratio was again 45sr for all wavelengths.
FIGURE 5-1. Backscatter coefficients and lidar ratios as input data for simulation 
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For the first case the input profiles of extinction coefficient and lidar ratio were provided to the
participants to allow an exercise with known solutions. Cases 2 and 3 were used for the inter-
comparison and the results are discussed here. The procedure of the algorithm intercomparison
was as follows.
Stage 1: The simulated signals were distributed to all groups without any information on the
input parameters, except the used standard atmosphere. Each group calculated par-
ticle backscatter coefficient profiles using its own algorithm.
Stage 2: Information for the correct lidar ratio profile was provided to all groups. Evaluation
was repeated.
Stage 3: The reference value at calibration height was also provided. Evaluation was repeated.
The first stage was the most difficult and most realistic one, because lidar-ratio profiles and
reference values were unknown. Therefore, not only the correctness and accuracy of the algo-
rithms was proven but also the dependence of the solution on estimates of the lidar ratio and
the reference value. In the third and final stage all parameters are known, so it proves defini-
tively the numerical correctness, i.e., the accuracy and stability of the algorithms depending on
the noise level and other circumstances.
5.1.2. Intercomparison results
The following figures and tables show only the results of the EPFL Lidar group, no compari-
sons are made with the other participating groups in the intercomparison, but they will appear
as the mean values in the tables. The different input parameters of the three cases are summa-
rized in Table 5-1. For the first stage of the three cases, the reference altitude is set between
14000 and 15000m and the reference value is given by the molecular backscatter coefficient at
that altitude. A height-constant lidar ratio of 45sr is taken as it is proposed in (Vaughan 1998).
For the second stage, the reference altitude and the reference value are the same than is the first
case.
Figure 5-2 shows the retrieved aerosol backscatter coefficient profiles between 0 and 4500m at
355nm in comparison to the simulation input profile of case 1 concerning all the three stages
TABLE 5-1 Input parameters of the three cases
Case 1 Case2 Case 3
















































(from left to right: stage 1, stage 2 stage 3). The results at the three wavelengths are also given
in the annex: Figure 10-5, p 205, Figure 10-6, p 206 and Figure 10-7, p 207.
FIGURE 5-2. Retrieved aerosol backscatter coefficient at 355nm (gray line) in 
comparison to the simulation input profile (black dot-line) for the case1. 
The left, middle and right panels give the stage 1, stage 2 and stage 3, 
respectively.
The first stage of this first case highlights the importance of the lidar ratio compared to the ref-
erence value. Indeed, no differences are observed below 4500m between the stage 2 and the
stage 3. In this case, a constant lidar ratio of 45sr overestimates the backscatter coefficient
below 4500m.
The results for case 2 are shown in details for the three wavelengths in Figure 10-8, p 208,
Figure 10-9, p 209, Figure 10-10, p 210, and as well as in the first column of Table 5-2,
Table 5-3 and Table 5-4. Those tables give the mean relative errors between 300 and 3500m
and between 300 and 3000m for the case 2 and the case 3, respectively and also the mean abso-
lute error between 3500 and 15000m and between 3000 and 15000m for the case 2 and case 3,
respectively. The mean values are the average values of the participant groups. In Figure 5-3,
the retrieved backscatter coefficient profiles at 355nm are given between 0 and 3500m in the
















































Stage 1 Stage 2 Stage 3 
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the correct solution are below 70%, 35% and 6% at 355, 532 and 1064nm, respectively. Espe-
cially for the wavelength 355nm the deviations are very large whereas with increasing wave-
length the relative errors become smaller. This is explained by the decrease of the molecular
backscatter coefficient with increasing wavelength and by the smaller sensitivity of the lidar
ratio at longer wavelength. The mean errors over all groups for the wavelengths of 355, 532,
and 1064nm are about 65%, 30% and 15%, respectively. In the second stage with known lidar-
ratio profile but still unknown reference value the relative errors from the correct solution are
smaller and are below 7%, 3% and 5% at 355, 532 and 1064nm. The mean errors over all
groups for the wavelengths of 355, 532, and 1064nm are about 7%, 5% and 8%, respectively.
In stage 3, with increasing knowledge on the input parameters (stages 2 and 3), the errors are
below 5% for all wavelengths in the range between 300 and 3500m. The mean error over all
groups stays well below 2% for all wavelengths. In the range from 3500 to 15000km the mean
absolute error over all groups is smaller than 1x10-8m-1sr-1. Both facts indicate that the EPFL
algorithm works well and can in general reproduce the simulated profiles of case 2 if all input
parameters are known.
FIGURE 5-3. Retrieved aerosol backscatter coefficient at 355nm (gray line) in 
comparison to the simulation input profile for the case2 (black line). The 
right column gives the relative errors with regard to the simulation 
input profile.







CASE 2 : Inversion of the lidar signal at 355nm
Stage 1 
Solution











































The results for example 3, which is a more realistic one with a height-dependent lidar ratio but
still without statistical noise and without clouds, are shown in Figure 10-11, p 211, Figure 10-
12, p 212, Figure 10-13, p 213 and in the second column parts of Table 5-2, Table 5-3 and
Table 5-4. Figure 5-4 shows the results at 355nm, for the stage 1,stage 2 and stage 3 and their
relative errors. Those relative errors are more or less in the same ranges as for case 2. In detail,
the relative errors for the first stage are below 50%, 10% and 10% at 355, 532 and 1064nm,
respectively. Moreover, for stage 2 the respective errors are about 10% at the three wave-
lengths. For the third stage the errors are somewhat larger than for the third stage of case 2,
which is mainly caused by the height-dependent lidar ratio. In the range between 300 and 3000
m, the mean error over all groups stays well below 5% for all wavelengths and in the range
from 3000 to 15000km the mean absolute error over all groups is smaller than 1x10-8m-1sr-1.
FIGURE 5-4. Retrieved aerosol backscatter coefficient at 355nm (gray line) in 
comparison to the simulation input profile for the case2 (black line). The 
right column gives the relative errors with regard to the simulation 
input profile.
The algorithm intercomparison showed that in general the data evaluation schemes of the dif-
ferent groups work well. Differences in the solutions can mainly be attributed to differences in
the estimate of the input parameters. If the input parameters are known, remaining errors are of
the order of a few percent. The unknown height-dependent lidar ratio had the largest influence
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on the solutions, which demonstrates the need for independent measurements of the particle
extinction coefficient, e.g., with the Raman method.
The unknown reference value was of minor importance for the examples presented here,
because height regions with dominating Rayleigh scattering were present in all cases. It should
be mentioned, however, that this is not necessarily the case under real atmospheric conditions.
Especially at 1064nm, particle scattering often dominates the signals in the entire measurement
range, which may cause additional errors that were not discussed here.
TABLE 5-2 Mean errors for the wavelength 355nm in stage 3
Stage 3: 355nm











Mean Absolute Error 
[m-1sr-1]
3.0025 - 15.0675km
EPFL 1.54±0.91 1.54x10-8±0.91x10-8 1.01±0.84 1.85x10-8±1.41x10-8
Mean values 1.68 1.33x10-8 3.93 1.78x10-8
TABLE 5-3 Mean errors for the wavelength 532nm in stage 3
Stage 3: 532nm











Mean Absolute Error 
[m-1sr-1]
3.0025 - 15.0675km
EPFL 0.91±0.72 9.68x10-10±1.00x10-9 1.36±0.39 1.24x10-9±1.80x10-9
Mean values 1.48 3.83x10-9 3.13 4.4x10-9
TABLE 5-4 Mean errors for the wavelength 1064nm in stage 3
Stage 3: 1064nm











Mean Absolute Error 
[m-1sr-1]
3.0025 - 15.0675km
EPFL 2.88±0.60 1.18x10-10±7.26x10-10 3.05±0.39 7.02x10-10±5.10x10-9




This section presents the intercomparison of the Raman algorithm. The complete results of this
intercomparison are discussed in more details in (Pappalardo 2001). Here is presented the con-
tribution of the EPFL-Lidar group to this work with the permission of the first author, Pappa-
lardo Gelsominia, Istituto di Metodologie Avanzate di Analisi Ambientale, Potenza, Italy.
5.2.1. Data simulation
Simulated nitrogen Raman data, produced at IFT were distributed together with results as a
training case for the intercomparison of Raman algorithms. Raman signals were simulated for
a simple stepwise changing extinction profile with the values 0.3x10-3m-1 below 1500m,
0.35x10-3m-1 between 1500 and 2000m, 0.4x10-3m-1 between 2000 and 2445m, and a
decrease to 2.0x10-7m-1 above 2500m, 2.0x10-8m-1 above 7500m and 2.0x10-9m-1 above
10000m at a wavelength of 532nm. The wavelength dependence parameter (or Angstrom coef-
ficient), k, between the emitted light at 532nm and the received Raman nitrogen light at 607nm
was set k=1.5. A constant lidar ratio of 50sr was used. Three different signals, one without
noise, one with a shot noise for 10000 and one with a shot noise for 1000 laser pulses were
simulated. The introduction of noise was the major difference to the former EARLINET simu-
lations. Again, a US standard atmosphere with a ground pressure of 1013hPa and a ground
temperature of 0oC, a tropopause height of 12.0km, and isothermal conditions above were
assumed. An incomplete overlap of laser beam and receiver field of view below 250m was
introduced. The goal of this first case is to select appropriate spatial averaging to obtain a sta-
tistical error on the aerosol extinction coefficient of <10% in the height range from 500 to
2000m.
The case 1 is similar to the training case, but is divided into 15 profiles with 3600 laser shots
each (corresponds to 2 minutes averages with 30Hz system). The goal of this case is to select
appropriate spatial averaging for temporal averages of 10, 20 and 30 minutes to obtain a statis-
tical error on the aerosol extinction coefficient below 10% in the height range from 500 to
2000m.
The case 2 has unknown solution and both elastic and Raman data are divided into 20 profiles
with 3600 laser shots (corresponds to 2 minutes averages with 30Hz system). The goal of this
case is to determinate the mean extinction, the mean backscatter and the mean lidar ratio pro-
files for the entire time period.
As the data are simulated, the Poisson distribution provides negligible errors and cannot be
applied in this intercomparison. Thus the error associated with the signal detection is based on
the square root of the variance (standard deviation). The error related to the determination of
the nitrogen profile is calculated with an uncertainty of 3% on the temperature.
5.2.2. Intercomparison results
For the training case, a parabolic gliding average with an initial windows of 5 bins and a final
one of 10 bins is applied first. The resolution is reduced from 15 to 30m and from 15 to 60m,
for the 10000 shots case and the 1000 shots case respectively. Table 5-5 and Table 5-6 show
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the mean deviation and root-mean-square (RMS) deviation from the solution calculated at
three different range heights corresponding to the first three altitude ranges present in the solu-
tion, from 250 to 1492.5m, from 1507.5 to 1987.5m and 2002.5 to 2437.5m, respectively. The
RMS deviations are 2.75%, 3.46% and 8.75% for the 10000 shots case and, 3.55%, 2.88 and
5.92% for the 1000 shots cases. The final resolution of the 1000 shots case is larger than the
10000 shots case in order to counteract the increase of the noise in the second case and pro-
vides better RMS deviation at high altitude.
FIGURE 5-5. Retrieved aerosol extinction profile of the Raman training case (gray 
line), corresponding to 10000 shots, compared with the given solution 
(black line).
TABLE 5-5 Deviations from the solution for the case with 10000 laser shots
10000 laser shots



















1.90 2.75 0.11 3.46 -4.42 8.75






















Figure 5-5 and Figure 5-6 show the results of the Raman training case (gray line), correspon-
ding to 10000 laser shots and the case of 1000 laser shots, respectively and are compared with
the given solution (black line).
FIGURE 5-6. Retrieved aerosol extinction profile of the Raman training case (gray
line), corresponding to 1000 shots, compared with the given solution
(black line).
For the case 1, the signals are smoothed with a gliding average of 75 to 900m between 300 and
14000m and then reduces to a resolution of 30m. The pure molecular region is set to 14000m.
TABLE 5-6 Deviations from the solution for the case with 1000 laser shots
1000 laser shots



















3.55 4.91 -0.66 2.88 -1.80 5.92
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Figure 5-7 shows the extinction, backscatter and lidar ratio profiles of the Raman case 2 for
temporal average of 30 minutes or 54000 laser shots. Also shown are the given solution and
the elastic extinction and backscatter profiles obtained by Fernald inversion with a constant
lidar ratio of 40sr. The Raman profile is framed by two red lines that represent the absolute
error of this profile whose maximum is below 10% at 2500m.
FIGURE 5-7. Retrieved aerosol extinction, backscatter and lidar ratio profiles of the 
Raman case 1 for temporal average of 30 minutes or 54000 laser shots, 
compared with the given solution and the Fernald inversion of the 
elastic signals with a constant lidar ratio of 40sr.
The case 2 presents varying atmospheric conditions and must be divided into two time periods
of 15 minutes each. The signals are smoothed with this with the same input parameters than in
the previous case. Figure 5-8 shows the retrieved aerosol extinction and its relative error, back-
scatter and lidar ratio of the Raman case 3 for temporal average of 15 minutes or 36000 laser
shots (gray square and gray round lines) and 30 minutes (black line). The latter is the mean
value of the two former, except for the error which is the square root of the sum of the vari-
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FIGURE 5-8. Retrieved aerosol extinction and its relative error, backscatter and lidar 
ratio profiles of the Raman case 2 for temporal average of 15 minutes 
(green and red lines) and 30 minutes (blue line).
The case 1 and case 2 are still to be evaluated in the frame of the EARLINET project.
5.3. System intercomparison
Lidar systems are rather complex, involving several subsystems, and their performance is cri-
tically dependent on a number of adjustments that are not easily standardized. To achieve com-
parable performance at many stations which are widely spread over Europe it is therefore
mandatory to perform direct intercomparisons at system level. For EARLINET these inter-
comparisons required a rather big effort because many of the systems are not transportable. It
is why it was impossible to organize a single central intercomparison campaign. To keep the
effort manageable for the participating groups the main part of the intercomparisons were
made against the two transportable systems: the lidar of the Meteorologisches Institut der Lud-
wig-Maximilians-Universität München (MIM), and the lidar of the Max-Planck-Institut für
Meteorologie Hamburg (MPI). Both systems emit three laser wavelengths in the ultraviolet
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capability, the MPI system is additionally equipped with a Raman channel at 387nm.
The goal of each intercomparison experiment was to derive several aerosol extinction and
backscatter profiles from all participating lidar systems under different meteorological condi-
tions. It was considered desirable to perform intercomparisons for four different episodes
under conditions without low clouds on at least two different days, but deviations from this are
tolerable if the results that could be achieved in the given time are convincing. The lidar sys-
tems were located very close together with a horizontal distance less than 500m. Each com-
pared profile has been averaged over typically 15-30 minutes in time and 50-300m in space.
Comparisons could best be made if the amount of aerosol in the atmosphere was moderate
Since it was impossible to deliver either of the two transportable lidar systems at the Jungfrau-
joch, a comparison with the micro-lidar of the Observatoire Cantonal de Neuchâtel (OCN) was
performed. This micro-lidar is very small and can be easily transported. It has been compared
to the MPI system in September 2000 with good results, especially at nighttime the perfor-
mance of the system is comparable to lidars with much more powerful lasers. However the
intercomparisons are restricted to elastic detection at 532nm and the retrieve of the backscatter
profiles is made using only the OCN algorithm in order to avoid introducing systematic errors.
FIGURE 5-9. Intercomparison of aerosol backscatter profiles at 532 nm between OCN 
and EPFL in presence of aerosol and cirrus clouds. Measurements were 
taken on May 7, 2001.
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FIGURE 5-10. intercomparison of aerosol backscatter profiles at 532 nm between 
OCN and EPFL in presence of aerosol and cirrus clouds. Measurements 
were taken on May 7, 2001
Measurements have been taken on May 7 and 8, 2001, all measurements were at nighttime to
extend the intercomparison range to higher altitudes. Although the measured aerosol backscat-
ter was quite small, as expected, on May 7 some aerosol has been detected up to altitudes of
1500m above the Station (see Figure 5-9 and Figure 5-10). Additionally, cirrus clouds were
present and they can be regarded as “aerosol” for the purpose of this study. But cirrus is usu-
ally much more inhomogeneous than other aerosol layers, so one has to be very careful when
comparing cirrus backscatter from different lidar systems against each other. The systems have
different field of views and point to different parts of the atmosphere, which can lead to higher
deviations between the measured profiles than expected. On May 8 the atmosphere was very
clean and the whole measurement range can be regarded as within the free troposphere (see
also the changed scale for aerosol backscatter in Figure 5-11). For the calculation of the devia-
tions, from the EPFL only the analog channel has been chosen. Photon counting and analog
channel showed generally very good agreement, only in the near range the photon counting
channel was saturated and could not be used for the calculation of aerosol backscatter profiles.
Cases with moderate or high aerosol load have not been required at this site because of the
high altitude of the station.







Jungfraujoch, 7 May 2001, 23h00- 23h29 UTC
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FIGURE 5-11. Intercomparison of aerosol backscatter profiles at 532 nm between 
OCN and EPFL under low aerosol conditions. Measurements were 
taken on May 8, 2001.
TABLE 5-7 Mean deviations and standard deviations for the three intercomparison between the 














4000 - 5400 -0.6 (-20.9%) 0.9 (32.5%)
5600 - 9000 0.1 0.3 (22%)




4000 - 5200 -0.9 (-21.1%) 1.1 (25.4%)
5700 - 9100 0.1 0.2
9700 - 10400 (Ci) -5.9 (-25.9%) 7.2 (31.5%)
2001/05/08
19h22 - 19h52
532 4000 - 11600 -0.15 0.5







Jungfraujoch, 8 May 2001, 19h22 - 19h52 UTC
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All deviations between the profiles are much below the 5x10-7m-1sr-1 margin, within the aero-
sol layer detected on 7 May. They even are in the range of the allowed relative values. In the
cirrus clouds the deviations are little higher than they would be allowed for aerosol layers.
Considering the difficulties that are connected with the inhomogeneity of cirrus clouds, this
result can be regarded as sufficiently accurate to prove the quality of the systems also under
conditions of high aerosol backscatter.
5.4. Conclusion
After this chapter, it is now evident that Fernald algorithm gives good results with no numeri-
cal errors. Generally, the main source of discrepancies is the data treatment (binning, reference
values,...) and the inversion scheme is dependent on such errors. The Raman algorithm inter-
comparison is still in progress but until now, no crude error have been detected.
The hardware intercomparison allows to conclude that the Jungfraujoch lidar system has no
evident systematic error.
The main conclusion of the combination of this chapter and the previous one dedicated to the
data treatment and error analysis is that this lidar system can provide good measurements with
a 10% and 20% error during daytime and nighttime measurements respectively.
5.5. References
Böckmann, C., and al. (2001). “Algorithm intercomparison of the backscatter lidar.” in EAR-
LINET: Quality Assurance Report. internal note: 8-18.
Pappalardo, G., and al. (2001). “Algorithm intercomparison of the Raman lidar.” in EARLI-
NET: Quality Assurance Report. internal note: 18-25.
Vaughan, J. M., Geddes, N. J., Flamant, P. H., and Flesia, C. (1998). Establishment of a back-
scatter coefficient and atmospheric database, DERA, UK.
Chapter 5. Hardware & Software intercompari-
128
129
Chapter 6 Applied Optics Article
This chapter presents the submitted article to Applied Optics. This article deals with
the general characteristics of the lidar system installed at the Jungfraujoch Observatory. Aero-
sol backscatter and extinction profiles from the both methods are shown , as well as depolar-
ization ratio and water vapor mixing ratio profiles.
This article has to be seen as a card of the present system lidar system at the Jungfraujoch
observatory. Thus it is like a abstract of the previous chapters.
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The Jungfraujoch Research Station (46.55°N, 7.98°E, ASL: 3'580m) has since decades 
contributed in a significant manner to the systematic observation of the earth atmosphere both 
with in situ measurements and trace gas column detection. This paper reports on the 
development of a lidar system bringing the measurement potential of highly resolved 
atmospheric parameters both in time and space with the goal of achieving long term 
monitoring of atmospheric aerosol optical properties and water vapor content. From the 
simultaneously detected elastic-backscatter signals at 355, 532 and 1064nm, Raman signals 
from nitrogen at 387nm and 607nm and water vapor at 407nm, the aerosol extinction and 
backscatter coefficients at three wavelengths and water vapor mixing ratio are derived. 
Additional information about particle shape is obtained by depolarization measurements at 
532nm Water vapor measurements using both nitrogen and water vapor Raman returns from 
the 355nm laser beam are demonstrated with a vertical range resolution of 75m and an 
integration time of 2 hours. The comparison to the water vapor profile derived from balloon 
measurements (Snow White technique) showed excellent agreement. The system design and 
the results obtained by its operation are reported.  
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Introduction 
The world's scientific community agrees upon the fact that human activities have an 
impact on the climate. Global warming and the induced climate change are among the most 
important environmental issues nowadays [1]. The enhanced greenhouse effect due to human 
activities emitting carbon dioxide, methane, nitrous oxide, chlorofluorocarbons (CFCs), or 
ozone, is investigated in great details today. This is not the case for water vapor and aerosols 
essentially because of their non-homogeneous distributions both in space and time. They are 
considered as the largest uncertainty in the understanding of the earth radiation budget [2]. 
Water vapor is the primary greenhouse gas and despite its small amount in the free 
troposphere and stratosphere, recent studies have shown that it may play an essential role in 
the earth climate [3-6]. Aerosols affect the heat balance of the earth both directly by reflecting 
and absorbing solar radiation and by absorbing and emitting some terrestrial infrared 
radiation, and indirectly by influencing the properties and processes of clouds and possibly by 
changing the heterogeneous chemistry of reactive greenhouse gases [2, 3]. 
 
For global atmosphere model prediction, direct radiative forcing can be accurately 
calculated at least in principle once the optical constants, size distribution, and atmospheric 
concentration of the aerosols are known. However aerosol radiative properties are sensitive 
functions of particle size, optical depth, and composition, and they exhibit strong variation 
with wavelength in both the visible and thermal regions of the spectrum. Further 
determination of the indirect aerosol effect is more difficult since this involves complex 
physical interactions that are not fully understood yet [2]. 
 
Well-calibrated instruments with a long-term monitoring capability are needed to 
measure changes in stratospheric and tropospheric aerosols concentrations and radiative 
properties, changes in atmospheric water vapor and changes in cloud covering and cloud 
radiative properties. In situ aircraft measurements, sun photometer, radar and lidar (ground 
based, airborne or in space) are among the different possibilities. This paper focuses on 
describing the current configuration and ability of a combined multi-wavelength Raman 
elastic-backscatter lidar system installed since 1999 at the Jungfraujoch Research Station 
(Lat: 46.55°N, Long: 7.98°E, ASL: 3'580m). Because of its location the station is above the 
planetary boundary layer most of the time and the aerosol load and the humidity levels are 
extremely low. These are unique conditions for high altitude lidar observations in central 
Europe, reducing the signal dynamic range, the attenuation and the induced noises well below 
the values of other similar facilities in Europe. Furthermore the Jungfraujoch observatory is a 
world known atmospheric monitoring station with observations since the 50's [7-11]. It is an 
essential part of different international networks for monitoring of the atmosphere and many 
different instruments, providing well-established quality data are installed there. 
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The Jungfraujoch lidar station was designed as a multifunctional system allowing 
multi-wavelength aerosol measurements by elastic and Raman methods, depolarization 
measurements at 532nm and water vapor mixing ratio measurements by Raman technique.
The specifications of the Jungfraujoch lidar system are given in Table 1. Future 
implementation of pure rotational Raman temperature measurements for the lower altitudes 
completed with Rayleigh temperature measurements for the higher altitudes and a DIAL 
tropospheric and stratospheric ozone channel will expand the capability of the instrument.
The results will be compared with the data of instruments for column and in situ
measurements of similar atmospheric parameters already installed at the station. The lidar is
included into the European Aerosol Research LIdar NETwork (EARLINET) project that 
incorporates 19 aerosol lidars all over Europe. The network was established to perform 
studies of the general characterization of the vertical aerosol distribution and its dependence 
on season, weather regime, diurnal cycle and local effects, and also to investigate the 
temporal and spatial development of the aerosol properties over Europe [12]. 
Methodology 
The advantages and drawbacks of aerosol lidars for deriving optical aerosol 
parameters have been widely discussed in the literature [13, 14]. There are two similar 
approaches for solving the ill posed problem of determining aerosol extinction coefficient 
from a single wavelength lidar, the Fernald or the Klett inversion algorithms. Another 
approach is to use Raman scattering from atmospheric nitrogen as an additional signal with a 
well-known backscatter coefficient [15, 16]. The disadvantage of this method is the very low 
efficiency of the spontaneous vibrational Raman scattering resulting in low signal level thus 
suitable predominantly for nighttime measurements. In our data treatment we have used 
Fernald and Raman techniques to retrieve the aerosol extinction and backscatter coefficients. 
Using the spontaneous vibrational Raman signals from atmospheric nitrogen and water vapor, 
the range resolved water vapor mixing ratio is retrieved, a technique that has become a 
standard procedure for nighttime water vapor measurement [17]. 
 
If the atmosphere is probed by a polarized laser beam the backscatter light will 
maintain the polarization within a limit of 2-3% if the scattering is due to molecules (Rayleigh 
scattering) or homogeneous spherical particles (Mie scattering) in the single scattering 
approximation, whereas non-spherical particles or multiple scattering will induce some degree 
of depolarization. The degree of depolarization in lidar applications is measured usually by 
the depolarization ratio that is the ratio between the intensities of the returned cross-polarized 
and parallel- polarized signals. Analyzing the depolarization ratio, information about particle 
shape and phase or presence of multiple scattering can be derived [18, 19]. 
 
As already mentioned, the aerosol size distribution is a key parameter. Its retrieval is 
possible if independent measurements of aerosol extinction and backscatter coefficient are 
available at only a few lidar wavelengths [20, 21]. The Jungfraujoch lidar enables to 
determinate three backscatter coefficients and two extinction coefficients.  Table 1 
summarizes the different wavelengths and measured parameters that are currently performed 
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The Jungfraujoch lidar is based on a two-telescope configuration in order to cover a 
maximum operating range. The system was mounted in the astronomical dome of the 
Jungfraujoch Station. The lidar receiving optics and electronics are placed on the second floor 
of the dome and the transmitting optics, the computers for controlling the laser source and the 
acquisition system together with the laser cooling unit are installed on the first floor as shown 
in Figure 1a.  Figure 1b is a picture of the Jungfaujoch lidar in operation. 
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FIGURE 1a. Schematic of the Jungfraujoch lidar installation in the astronomical cupola. 
The laser transmitter is based on a tripled Nd: YAG laser (Infinity, Coherent). The 
laser produces 3.5ns pulses with energies of up to 400mJ at 1064nm. Due to the original 
scheme of the amplifier that employs a phase-conjugated mirror for thermal lensing 
correction, the laser repetition rate can be tuned continuously from 2 to 100Hz. The laser 
parameters are specified in Table 2. Two BBO crystals perform the frequency doubling and 
tripling of the fundamental frequency. Dichroic mirrors separate the three output wavelengths 
-1064nm, 532 nm, and 355nm.  The corresponding beams are expanded by three 5X beam 
expanders and directed onto three dichroic steering mirrors. These mirrors are controlled 
independently by piezoelectric driven x-y mounts to align the laser beams within the field of 
view of the telescopes. In order to control precisely the polarization state of the transmitted 
532nm radiation, an air-spaced Glan-Thompson prism is inserted into the optical path of the 




FIGURE 1b. Nighttime picture of the EPFL lidar system at Jungfraujoch. 
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Model Coherent Infinity 40-100 
Wavelength 1064, 532, 355nm 
Repetition rate 0.1 – 100Hz 
Divergence 0.7mrad 
Beam expander  
Magnification 5x 




Telescope tropospheric  
Geometry Newtonian 
Main mirror 200mm, f/4 
Field of view 0.2 - 3.8mrad 
Telescope stratospheric  
Geometry Cassegrain 
Main mirror 760mm, f/15 
Field of view 0.2 – 0.4mrad 
Dispersion system Beam splitters and bandpass filters 









10-8 (relative to the peak transmission) 








51% + 10% neutral density 
10-10 (relative to the peak transmission) 
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30% + 10% neutral density 
10-8 (relative to the peak transmission) 









10-9 (relative to the peak transmission) 









10-8 (relative to the peak transmission) 
APD EG&G, C30954/5E 
Data acquisition system  
Type 7 input-channels in analog and photoncounting mode with 2 
triggers 
Model Licel 
Maximum count rate (photon counting mode) 200MHz 
Maximum voltage (analog mode) 20, 100, 500mV 
Minimum time-bin width 50ns 
Number of time bins 16'000 
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dynamic range of the signals. A Newtonian, 20 cm telescope with an aperture ratio of F/4  
covers the lower range from 400 to 12’000m altitude above ground level (AGL).  The 
telescope is pointed vertically and can be tilted at 5° from the vertical. The astronomical 
telescope originally installed into the dome and used earlier for stellar photometry will 
provide stratospheric and mesospheric measurements. It is a Cassagrain type with a main 
mirror diameter of 760mm and an aperture ratio of F/14. It has German equatorial mounting 
with slow motion drives on both (polar and elevation) axes that we use to align the telescope 
versus the laser beams. Even though preliminary tests have been performed with this 
telescope and lidar signals from altitudes up to 60 km AGL were detected, regular 
measurements are still not being carried out. 
At the present moment the received wavelengths for each telescope include three 
elastically scattered wavelengths, and two spontaneous Raman signal from nitrogen and water 
vapor respectively. The optical signals received by each of the telescopes are separated 
spectrally by two filter-polychromators. They are built using an identical optical layout for 
both telescopes but differ by physical size and the way of optical coupling to the respective 
telescope. The filter-polychromators and coupling optics are designed and optimized using a 
ray tracing analysis (OSLO 6 software).  The optical layout of the short-range receiver 
without the receiving telescope is schematically depicted in Figure 2. The different 
wavelengths are separated by dichroic beam-splitters and then filtered by sets of broadband 
(typically 4nm) and narrowband (typically 0.5nm) interference filters specific for each 
wavelength. Neutral-density filters are employed to adapt the light intensity of the signals to 
the corresponding PMT sensitivity. The important optical parameters of the filter-
polychromators together with the photodetectors efficiencies are summarized in Table 2. 
Two different polarization states with planes of polarization parallel and perpendicular 
to the polarization plane of the transmitted beam are separated from the 532nm signal by a 
Wollaston prism in order to define the depolarization ratio. A 2X beam-compressor adapts the 
size of the incoming beam to the prism aperture. The Wollaston prism, the beam-compressor 
and the two detecting PMTs are mounted on a holder that can be rotated precisely around the 
common axis of the optical elements. This design allows precise alignment and an easy way 
of calibrating the depolarization block by reversing the position of the "parallel" and 
"perpendicular" PMTs. 
Photomultiplier tubes perform the detection of the optical signals for the UV and 
visible signals and by Si-avalanche photodiodes (C30954/5E from EG&G) for 1064nm 
signals. Elastically backscattered signals at 355 and 532 nm (with parallel and perpendicular 
polarization) are detected by photosensor modules (Hamamatsu – 5783-06). The new, metal-
channel dynode configuration of the PMT used in this module ensures short pulse duration 
and good pulse-height distribution which in turn make possible both the analogue and photon-
counting mode of detecting the signals. Despite these excellent features, the PMT shows 
none-negligible spatial non-uniformity. An improvement of the PMT uniformity leading to 
variations of less than 2% in the sensitivity of the central part of the photocathode was 
achieved by adding a lens and a diffuser before the PMT, as described in [22]. The Raman 
wavelengths are detected by two types of PMTs for 387nm and 408nm (Thorn-EMI 
QA9829A), and for 607nm (B9202A) signals. The PMTs used in the Raman channels were 
specially selected to work in a photon-counting mode. 





FIGURE 2. Schematic of the lidar detection setup (lens L,  beam splitter BS, filter F, Wollaston prism WP, 
photomultiplier tube PMT, avalanche photodiode APD) 
The acquisition of the signals is performed by seven transient recorders (Licel GmbH). 
Each transient recorder combines a 200MHz photon-counting unit with a 12 bit 20 MHz 
analogue-to-digital converter. A low repetition rate alternating storing of the data is possible 
for each of the transient recorders by using two sets of memories consisting of a 24bit and a 
16bit RAMs for the analogue and for the photon-counting data correspondingly. 
 The data stream is directed to one of these memory sets depending on the states of 
two external triggers. This feature of the device allows us to record the data from the 
Newtonian and the Cassagranian telescopes by turns using a single acquisition system. The 
control over the transient recorders, as well as, the preliminary and final treatment of the data 
is performed on a PC using LabVIEW and Matlab programs. 
 139
Results 
In the framework of the EARLINET project the lidar has been operating every other 
week since April 2000. Examples of data recorded with the tropospheric telescope during this 





FIGURE 3. Range corrected signals at 355, 387, 532 and 1064nm in analogue mode (left panel) and photon 
counting mode (right panel). Arrows mark the break in slope of the Raman channel due to the 
aerosol extinction in the cloud. 
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Range corrected signals (RCS, lidar signals multiplied by the square of the distance) at 
the three elastic-backscatter wavelengths and the Raman wavelength at 387nm are shown in 
Figure 3. RCS signals in analog mode recorded on August 28th 2000 between 22h00 and 
22h30 are shown in the left panel, whereas the right panel shows the same set of data but 
acquired in photon counting mode. Note the logarithmic scale used for the RCS intensity on 
the horizontal scale. In this lidar configuration, the three laser beams are emitted off axis with 
respect to the telescopes. It implies that at short distance where a full overlap of the laser light 
with the telescope field of view is not achieved the measurements cannot be used. Thus the 
data shown in Fig. 3 are valid only from a lower altitude of approximately 4 km ASL A 
strong aerosol layer between approximately 7 and 11km is well outlined on the RCS at the
elastic wavelengths. The same layer is seen in the Raman channel as a change of the slope of
the RCS due to the increased optical thickness. An arrow in the figure points the breaking 
point of the RCS at the bottom of the layer. The fact that this relatively strong layer does not 
give a rise to the Raman signal is a proof for the good rejection of the elastic-backscatter light
in the Raman channel of the system.  
The vertical profiles of the aerosol backscatter coefficients at 355, 532 and 1064nm
calculated by the Fernald inversion method from the already presented RCS are shown in 
Figure 4.  The backscatter coefficients for each of 355nm and 532nm wavelengths when 
calculated using analog and photon-counting signals show very good agreement. In the 
Fernald formalism, the weak point is that a lidar ratio must be postulated at each wavelength a 
priori, thus retrieving these coefficients more like relative rather than absolute values. Based 
on in situ observation at Jungfraujoch [23] and also in accordance with [24], a reasonable 
value of 15 for the lidar ratio was selected for each wavelength, a value that was kept constant 
at any altitude considered in these examples. We will see later that this value is also in good 
accordance with the value retrieved in the case of the Raman formalism applied to the 355 nm 
elastic lidar signal for which the nitrogen Raman channel at 387 nm was used as an additional 
channel thus avoiding any hypothesis about the lidar ratio. The data was smoothed by a
variable gliding average (from 37.5m to 150m in analog mode, 75m to 225m in photon 
counting mode) prior inversion. The integration time was 30 minutes. In the profiles shown in 
Fig. 4, two space regions with different light scattering properties can be distinguished. In the 
region between 8 and 11 km ASL, the values of the aerosol backscatter coefficients for the 
three wavelengths are equal and of the order of 1.5.10-5 m-1sr-1 and indicates that the aerosol 
particles are large compared to any of the emitted  wavelengths. In this case the scattering 
efficiency is almost independent of the wavelength and the aerosol contribution is larger than 
the molecular contribution. The second type of aerosol light scattering is seen  at altitude 
region between 4 and 7 km ASL where the laser wavelengths are of the same order of 
magnitude as the aerosol mean size, Here a key parameter that governs this scattering effect is 
the ratio between the particle size  and the laser wavelength. It is obvious that the three 
aerosol backscatter coefficients differ significantly . For example at an altitude of 5 km ASL, 
the backscatter coefficient is equal to 2.10-6 m-1sr-1, 1.10-6 m-1sr-1  and 0.5.10-6 m-1sr-1
respectively at 355, 532 and 1064nm. In that case the molecular scattering is prevailing over 





FIGURE 4. Aerosol backscatter coefficients in analogue (A) and photon counting (Pc) mode retrieved from the 
data in Fig. 3 applying the Fernald inversion formalism and assuming a lidar ratio of 15. 
Figure 5 shows the comparison between the aerosol extinction and the backscatter 
coefficients obtained using in one case the Fernald inversion at 355nm (denoted as “Elastic” 
in the figure) with a constant lidar ratio of 15 (average value from the Raman lidar ratio) and 
in the other case the inversion algorithm using the Raman nitrogen signal at 387nm combined 
with the elastic lidar signal at 355nm (denoted as “Raman” in the figure). Due to the weaker 
Raman signals, the averaging time is one hour, a larger variable gliding average (300 to 
900m) is used and the comparison is shown here only in photon counting mode, since the 
Raman nitrogen signal intensity is more than three orders of magnitude lower than the elastic 
one. The profiles are compared in the cloud region between 7.5 and 10.5 km ASL. An 
Angström parameter equal to zero (no wavelength dependence) is taken and the molecular 
atmosphere is assumed at an altitude of 14km ASL to retrieve the backscatter coefficient. The 
density profile is calculated using a US standard atmosphere fitted to the temperature and 
pressure measured at the Jungfraujoch station. The extinction and backscatter coefficients 
obtained are in good agreement. Between 8.5 and 9.5 km, the retrieved coefficients are also 
similar to the values proposed in [24] for cirrus conditions with an extinction coefficient of 
1.4 . 10-5m-1, a backscattering coefficient of 2. 10-4m-1sr-1 and a lidar ratio of 13.5 sr-1. 





FIGURE 5. Aerosol extinction and backscatter coefficients at 355nm obtained with the Fernald formalism 
(Elastic) and by combinations of Raman and elastic signals (Raman). The corresponding lidar 
ratio of the Raman profiles is given in the right panel. 
The temporal evolution of the aerosol backscatter coefficients on August 28th 2000 
between 16h00 and 24h00 local time calculated by the Fernald inversion method  at 355 and
1064nm is shown in Fig.6 a and b correspondingly. The time resolution is half an hour and 
the lidar ratio is chosen equal to 15. The blank parts on the plot are due to strong extinction 
inside the cloud. The top of the aerosol layer is around the tropopause while its bottom 
decreases in time down until an altitude of 2km above the Jungfraujoch lidar station. During 
these measurements, a Saharan dust event was recorded simultaneously by a network of 19 
lidar stations all over Europe within the frame of the EARLINET EU program [25]. In 
particular the enhanced aerosol backscatter values extending from 4 to 7 km ASL were shown 
to be linked to the presence of Saharan dust particles. Pronounced peaks of the order of 1.5-
5.5 . 10-6m-1sr-1 were observed by several lidar systems in EARLINET operating at 355nm 
[25]. Similar values were detected from our system as shown in Fig. 4. Note that in this case 
at 1064nm, the presence of these particles exhibits a weaker contribution on the aerosol 






FIGURE 6(a). Temporal evolution of the aerosol backscatter coefficient at 355nm on August 28th 2000 between 




FIGURE 6(b). Temporal evolution of the aerosol backscatter coefficient at 1064nm on August 28th 2000 
between 16h00 and 24h00 LT. 
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The sources of uncertainties in the estimate of the aerosol backscatter coefficient by 
the Fernald inversion are investigated in Figure 7. Here we consider only the error sources 
that are associated with the statistical error due to the signal detection [26], the systematic 
errors linked with the estimate of the lidar ratio [27], the total backscatter coefficient at the 
reference altitude [27] and the molecular backscatter coefficient [28]. They are taken into 
account using the Taylor approximation [29] and reported in the figure as the ratio of the 
uncertainty divided by the aerosol backscatter coefficient itself. Additional error sources due 
to multiple scattering [30, 31] or misalignment of the lidar transmitter are not considered here. 
The relative error on the backscatter profiles is calculated from the data samples 
shown in Fig. 4 assuming a Poisson distribution [32] for the statistical error due to the signal 
detection, an uncertainty of 3% on the molecular coefficient and 10% on the lidar ratio. The 
relative error on the aerosol backscatter ratio remains below 8% up to an altitude of 11km 
ASL (below the cirrus cloud layer) while at higher altitude the statistical error on the signal 




FIGURE 7.  Relative error on the aerosol backscatter coefficients in analogue (A) and photon counting (Pc) 
modes calculated from the data in Fig. 4. 
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The depolarization ratio brings additional information on the aerosol shape (spherical 
versus non spherical particles). In Figure 8 a typical measurement of the depolarization ratio 
is shown. It exhibits values below the cloud layer of the order of 2% that is indicative of an 
aerosol free atmosphere. This low baseline value of the depolarization ratio is obtained 
because of the special design of the detection unit using a Wollaston prism as polarizer. In 
Fig. 8 a cloud layer is seen between 6.5 and 8.5 km ASL with a maximum depolarization ratio 
around 7.8 km. A first break in the vertical profile of the depolarization ratio around 6.5 km 
ASL indicates that part of the water vapor was condensed and frozen in the form of small 
crystallites thus causing this increase of the depolarization ratio. The latter has a value that is 
close to its detection limit (<2%) at 6.5 km ASL and increases almost linearly to 9% at 7.2 km 
ASL. It is assumed to be a region of the cloud characterized by a mixture of water droplets 
and small ice particles. At 7.2 km ASL a second break in the profile is observed followed by a 
maximum depolarization ratio of the order of  40% at 7.8 km ASL. It is indicative of a cloud 
layer containing only frozen particles (crystallites) in this case. The aerosol backscatter 
coefficients that were simultaneously recorded (only the b532 nm vertical profile is shown in 
Fig. 8 for clarity) had values of the order of 4.10-7, 2.10-7 and 1.10-8m-1sr-1 at 355, 532 and 
1064nm below the cloud (< 6.5 km ASL). Increasing scattering toward shorter wavelengths is 
a general characteristic of non-absorbing particles that are small compared to the wavelength 
of the laser light [33]. At 7.8 km ASL, these coefficients reached maximum values of the 
order of 3.10-6, 2.10-6 and 7.10-7m-1sr-1. In this case the different backscattering values are 
depicting a wavelength dependence that is totally different to the one presented in Fig. 5.  
Since August 2000, nighttime measurements of the water-vapor mixing ratio were 
performed on a regular basis in the middle and upper troposphere [34]. The water vapor is 
measured by Raman lidar taking advantage of the spontaneous vibrational Raman scattering 
of an incident laser beam by atmospheric N2 and H2O molecules. The third harmonic of the 
Nd:YAG laser at 355nm is used, with the Raman shifted wavelengths at respectively 387 nm 
from N2 and 408 nm from H2O. In first approximation the water vapor mixing ratio H2O(z) 
defined in units of [g/kg dry air] is proportional to the ratio of the two Raman backscattered 
signals assuming a constant mixing ratio for N2. The lidar system efficiency is not known a 
priori and a reference value must be used as calibration point for retrieving an absolute water 
vapor profile by the Raman lidar.  
Figure 9 shows the water vapor measured by Raman lidar from Jungfraujoch for a 
total integration time of two hours and a vertical resolution of 75m. The lidar profile is 
compared with parallel balloon measurements using a chilled cooled mirror hygrometer (i.e. 
Snow White) launched from the Swiss Meteorological Station in Payerne (located at about 
80km West from the Jungfraujoch station). At the altitude of 4.75 km ASL, the absolute water 
vapor content measured by balloon is used as reference value for the lidar profile.  Both 
profiles are in good agreement, especially if one recalls here that the lidar measurements were 
performed with the short-range telescope (primary diameter of only 20 cm). Error sources in 
the water vapor lidar measurements were presented in details elsewhere [17] with an overall 
uncertainty of below 5% for clear sky conditions, but that may reach 20% in case of hazy 
conditions.  





FIGURE 8. Depolarization ratio at 532nm in analogue and photon counting modes. The backscatter coefficient 
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FIGURE 9.  Water vapor mixing ratio measured by Raman lidar and by balloon (Snow White sonde, Swiss 
Meteorological station in Payerne). The calibration point for the Raman lidar data is used at an 
altitude range of 4.75 km ASL. 
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Conclusion 
The multiwavelength aerosol lidar constructed at the Jungfaujoch Alpine station in 
Switzerland was presented with the purpose of providing extinction and backscatter profiles 
at 355 and 532nm, backscatter profiles at 1064nm and depolarization measurements at 
532nm. Even if the experimental conditions on site are rush with some extreme atmospheric 
conditions (temperature ranging from –50 to +20 degrees Celsius, maximum wind speed up to 
200 km/hr, 2/3 of the atmospheric pressure at sea level) the system has shown reliable results 
with measurements on a regular basis. The data acquisition is performed both in analogue and 
photon counting modes, thus allowing the aerosol retrieval over a higher vertical range. The 
depolarization that is a good indicator of the aerosol shape in the atmosphere was 
demonstrated with an excellent rejection ratio (essentially no optical cross-talks in the 
detection box between the parallel and perpendicular channels) thanks to the use of a 
Wollaston prism as polarizer. Range resolved water vapor measurements were demonstrated 
as well with an achievable range that will soon be achieved up to the tropopause when using 
the 76 cm Cassagrain telescope.  
First measurements in the stratosphere and lower mesosphere have been already 
achieved at 355 and 532nm. Regular measurements will soon be performed using both 
telescopes simultaneously (see Fig. 1), thus significantly increasing the range of observation 
for both the aerosol and the water vapor content in the higher atmosphere. 
A new temperature channel at 532nm based on pure rotational Raman method will be 
implemented. The use of an additional laser source will furthermore allow the regular 
measurements of ozone in the free troposphere and lower stratosphere using the differential 
absorption lidar (DIAL) method in the UV. The final combination of range resolved data 
including water vapor and ozone around the tropopause region together with an accurate 
determination of the aerosol content and the temperature will bring essential information for 
our understanding of the atmospheric dynamics at this transition zone between the 
troposphere and the stratosphere. 
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Chapter 7 Advances in global change research Article 
This chapter presents an article about the water vapor mixing ratio measurements per-
formed with the lidar system of the Jungfraujoch Station. The Raman method is presented in
more details than in “Water vapor mixing ratio”,  p 50, as well as a discussion about the error
sources of the method.
This article was presented to The International Workshop on ” Climatic Change, Implications
for the Hydrological Cycle and for Water Management” (September 22 - 29, 2000, Wengen-
CH) and is accepted to ADVANCES IN GLOBAL CHANGE RESEARCH, Kluwer Aca-
demic Publishers, Dordrecht (The Netherlands) and Boston (USA), vol.9, 2001.
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The water vapor content in the atmosphere is an important criteria for the validation of 
predictive results obtained from global scale atmospheric models. Due to its non-
homogeneous distribution in the troposphere, both in space and time, the water vapor content 
in the atmosphere may still be considered today as the largest uncertainty in our 
understanding of the earth radiation budget. This paper presents new results obtained by 
Raman lidar measurements as one of the attractive method for long-term continuous 
observation of the water vapor content in the atmosphere. A powerful pulsed laser beam at 
355 nm is emitted and the inelastic back-scatter signals (Raman shift) from nitrogen and water 
vapor are recorded respectively. The ratio between the water vapor Raman shifted wavelength 
at 408nm and the nitrogen at 387nm gives a first estimate of the relative water vapor mixing 
ratio with good vertical resolution. The absolute water vapor vertical profiles are retrieved 
using an additional in situ external reference value directly obtained from the Jungfraujoch 
meteorological station. The Raman lidar operation located at an altitude of 3'580 m above see 
level in the Swiss Alpine region is discussed, together with two typical water vapor vertical 
profiles obtained in clear sky and in cloudy conditions, and directly compared with radio 
sounding measurements performed by the Swiss Meteorological Station from Payerne (80km 
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1 Introduction 
Water vapor  (H2O) is the primary greenhouse gas and is a crucial atmospheric constituent. It 
induces the natural atmospheric greenhouse effect [1] and the hydrological cycle [2]. 
Atmospheric trace gases such as carbon dioxide (CO2), methane (CH4), nitrous oxide (N2O), 
or chloro-fluorocarbons (CFC) are among the most important anthropogenic greenhouse 
gases. Both, natural water vapor and these above mentioned gases contribute to the fragile 
thermodynamics equilibrium of the atmosphere by trapping long-wave (infrared) terrestrial 
re-radiation.  
Water vapor averages about one per cent by volume in the atmosphere, but is much variable 
in time and space: it comprises about 4 percent of the atmosphere by volume near the surface, 
but only 3-6 ppmv (parts per million by volume) above 10 to 12 km. The annual average 
precipitation over the globe is about 1 meter while the water-vapor column density 
(precipitable water) averages about 5 cm in the tropical region and less then 1 mm at the 
poles. Nearly 50% of the total atmospheric water is trapped into the planetary boundary layer 
(PBL, from 0 to 1-2 km) while less than 6 % of the water is above 5 km, and only 1 % above 
12 km in the stratosphere. Despite this small amount of water vapor in the free troposphere 
(above 2 km), recent studies have shown that the middle and upper troposphere water vapor 
content is the main source of the OH radical and  play an essential role for the earth climate 
[1,2,3].  The upper troposphere and low stratosphere water vapor more accurate and at high-
resolution measurements are needed to cover the lack of knowledge of the tropopause 
phenomena, of the vertical dynamic, of the nucleation processes and of the cirrus formation. It 
will make also possible the monitoring water vapor content in the lower stratosphere (e.g. its 
already observed increasing being partially related to the CH4 oxidation). In addition these 
data are necessary for initializing the Numerical Weather Prediction  (NWP) and Global 
Climate models. 
Different measurement techniques are used to estimate the water vapor content in the 
atmosphere, with various spatial coverage (horizontal and vertical resolution) and temporal 
resolution, as well as detection limits and costs [3]. These methods may also be identified by 
their principle (sampling detector or remote sensing), by their location (balloons, satellites, 
aircraft or ground based method). Among these, the Raman lidar (Lidar Detection And 
Ranging) is a remote sensing technique with high vertical resolution (tens to hundreds of 
meters), good temporal resolution (typically one hour per vertical profile) and the potential for 
long-term continuous measurements. On the other hand this method will not bring 
information in terms of spatial coverage, as is the case for airborne lidar or satellite 
observation. Water vapor measured by Raman lidar is limited to a maximum altitude range of 
typically 15 km, but combined with the passive microwave techniques, a method with lower 
range resolution but possible data retrieval up to the mesosphere [4]. These combined 
methods appear to give an ideal tool for 2D continuous water vertical profile throughout the 
atmosphere. Here we will focus on the development of a Raman lidar system at the 
Jungfraujoch Research Station (3’580 m ASL) in order to measure with high vertical 
resolution the water-vapor content in the free troposphere, present the first nighttime water-
vapor profiles measurements and error sources, and give indications about the final 
configuration of the system. 
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2. Raman lidar  
2.1 Principle  
A lidar instrument is composed of a transmitting and a receiving section. The transmitter 
emits the pulsed laser beam in the atmosphere. This beam interacts with the atmospheric 
constituents upon propagation, and the back-scattered light is collected by a telescope, 
spectrally resolved, and recorded by a detection unit. The light interacts with atmospheric 
gases and aerosols by a multitude of phenomena like Rayleigh (or molecular), Mie (or 
aerosol), Fresnel, and Raman scattering, as well as by inducing fluorescence, so as to provide 
the source of the lidar signal for atmospheric monitoring. A picture of the Jungfraujoch lidar 
system in operation at night is given in Figure 1. 
Figure 1: 
The EPFL lidar in operation at night from Jungfraujoch. 
The Raman lidar measurement of the water vapor takes advantage of the spontaneous 
vibrational Raman scattering of an incident laser beam by atmospheric N2 and H2O 
molecules.  In this experiment the third harmonic of a Nd:YAG laser at 355nm is used. The 
Raman shifted wavelengths are respectively 387 nm from N2 and 408 nm from H2O. The 
water-vapor mixing ratio H2O (z) defined in units of [g/kg dry air] is calculated from these 
back-scattered signals assuming a constant mixing ratio for N2 [8, 9, 12-15]. It is expressed 
as: 
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where N(z) is the total number of photons detected for the H2O and N2 Raman signals 
respectively from an altitude z, and b is the background intensity due to the skylight and the 
detector noise.  
The correction term G(z,lH20,lN2) takes into account the differential extinction of the 
atmosphere at the water vapor (408 nm) and nitrogen (387 nm) Raman shifted wavelengths 

































a = amolec + aaerosol + aabs                  (3)  
The total extinction term (a) is the sum of the molecular extinction (amolec), the aerosol 
extinction (aaerosol) and the molecular absorption (aabs) [9] and is wavelength dependent [7]. 
The altitude of the Jungraujoch lidar site (z0) is 3'580 m ASL. This optical extinction 
corresponds to an integrative effect over the entire range from the lidar site z0 to the altitude 
of interest z.  
The calibration coefficient C in Equ. 1 can be expressed as: 
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where L is the instrument constant that takes into account the transmitter and receiver optical 
efficiency and the quantum efficiency of the detectors for the two channels, s is the Raman 
back-scatter cross section, and M and n are the molecular mass and number density of the 
water vapor and nitrogen respectively. As this calibration constant C depends upon the lidar 
system efficiency L, it cannot be measured directly. This is why in Equ. 1, the value of the 
water vapor mixing ratio is only retrieved as a relative value and an external calibration point 
must be added to the lidar measurements. 
Let us recall here that the main difficulty in this water-vapor measurement in the middle and 
upper troposphere by Raman lidar relies on the rather weak Raman water vapor signal 
intensity: On one hand in the free troposphere, the water vapor concentration is very low and 
decreases by 2-3 orders of magnitude from 2 to 12 km, and on the other hand the water vapor 
Raman cross section (which is similar to the nitrogen Raman cross section) induces a back-
scattered signal that is typically three orders of magnitude lower than the elastic back-




2.2.  Raman lidar setup at the Jungfraujoch Alpine Research Station 
A multi-wavelength lidar system was installed in 1999 at the Jungfraujoch Research Station 
(Lat: 46.55°N, Long: 7.98°E, ASL 3’580m) in the astronomic dome in order to probe the 
atmosphere above the Swiss Alps [17]. The simplified optical layout of the lidar system is 
shown in Figure 2. The transmitter of the system is based on a Nd:YAG laser (Spectra 
Physics, Infinity) with a maximum energy of 400 mJ at 1064 nm equipped with two non-
linear crystals for second (532 nm) and third (355 nm) harmonic generation. Because of the 
use of a phase-conjugated mirror, the laser can be operated with repetition rates ranging from 
20 to 100Hz. Dichroïc mirrors at the laser output separate the three laser wavelengths and 
each beam is expanded 5 times in order to reduce the laser divergence from 0.7 to 0.14 mrad. 
These expanded beams are emitted to the atmosphere using 45° dielectric mirrors mounted on 
piezoelectric-driven stages (M). The typical output energy emitted into the atmosphere is 70 
mJ at 355 nm, 60 mJ at 532 nm, and 45 mJ at 1064 nm. The lidar system is working on the 
vertical axis. The lidar emitter is off-axis from the lidar receiver and the first data analysis can 
only be performed at an altitude higher than 250 m above the ground, an altitude where a full 
overlap of the laser beam into the telescope field of view is achieved. In its actual 
configuration the system is equipped with a f 20 cm primary mirror diameter Newtonian 
telescope with a focal length of 80 cm. This small size telescope enables measurements up to 
12-15 km above the lidar site. The Jungfraujoch astronomical telescope, a f 76 cm primary 
mirror diameter Cassegrain telescope, will made available simultaneous operation and lidar 
detection in the upper troposphere and stratosphere.  
The elastic backscatter signals at 355 nm, 532 nm with parallel and perpendicular polarization 
and 1064 nm as well as the Raman shifted signals from N2 at 387 nm and H2O at 408 nm 
(pumped at 355 nm) and N2 at 607 nm  (pumped at 532 nm) are simultaneously recorded. 
They are used to estimate the aerosol back-scatter/extinction coefficients and the water vapor 
content. 
Here we used only the 355 nm beam to extract the water vapor mixing ratio from the Raman 
back-scatter from H2O at 408 nm and N2 at 387 nm. The back-scattered light is collected by 
the telescope and spectrally separated by a set of dichroïc mirrors and filters. Two sets of 
interference filters at each of the signal output are used to reduce the sky background light and 
suppress the residual elastically back-scattered light in the Raman channels. This combination 
of filters acts as an equivalent narrow band filter with 0.5 nm FWHM at 408 nm and 387 nm 
respectively and a rejection ratio of better than 10-7 between 200 to 1200 nm. Two head-on 
photomultipliers tubes (type EMI 9829 QA) are used in photon-counting mode. The 
acquisition unit has a maximum counting rate of 250 MHz with a sampling rate of 20 MHz.  
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Figure 2: 
Raman lidar setup at Jungfraujoch 
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2.3 Measurement procedure 
The lidar signals for H2O and N2 are acquired in files of 4000 laser shots each with a typical 
repetition rate of 50 Hz or an integration time of less than 2 minutes per file. The acquisition 
unit is used with 3’000channels at 50 ns per channel or an equivalent maximum altitude range 
of 22.5 km above the Jungfraujoch lidar site. A LabView routine allows processing the two 
Raman signals for retrieving the water vapor mixing ratio according to Equ. (1). 
This routine also allows visualizing file by file each of the two recorded signals, calculating 
the signal to noise ratio and detection limit, estimating the statistical error and selecting the 
right temporal and spatial averaging conditions. The background value (b) of each signal is 
calculated as an average of the last 1’000 channels (i.e. 7'500 m),which is subtracted 
afterwards from the raw signal. As the system constant C in Equ. (1) is unknown, a ground 
reference H2O [g/kg] value is calculated using the relative humidity RH [%], the air pressure 
Pair [mbar] and the temperature T [°C] values that are permanently measured by Swiss 
Meteorological Institute (ISM) at Jungfraujoch. The ISM hygrometer used for these 
measurements is a Meteolabor type VTP6 (±0.15°K, 0.1% RH). This ground-based value is 
used as a calibration for the first H2O Raman lidar data at an altitude of 250 m above the lidar 
site. This implies that the assumption of an homogeneous water vapor mixing ratio is made 
over this range of 250 m in the free troposphere. This assumption may in special atmospheric 
conditions induce some error. It will be soon investigated in more details using additional 
tethered balloon measurements. Radiosonde measurements launched at ~80 km West from the 
ISM meteorological station in Payerne are used as independent comparisons with the lidar 
profiles. The water vapor content from the radiosonde was calculated based on the 
temperature and the dew point measurements (VIZ hygristor detector).  
Finally, the location of this lidar system at Jungfraujoch is rather unique: at an altitude of 
3'580 m ASL, the system is essentially all year long in the free troposphere, thus avoiding the 
complex interferences of the planetary boundary layer photochemistry and meteorology. 
Furthermore as Jungfraujoch is far away from the brightly lit main urban areas, it has 
therefore very little “light pollution”. 
2.4 Error sources:  
The differential atmospheric transmission factor G(z,lH20,lN2) includes the extinction 
contributions due to the molecular (Rayleigh), the aerosol (Mie) and the trace gas absorption.  
According to Whiteman et al., [9] the correction factor related to the differential atmospheric 
transmission at these wavelengths (N2: 387nm and H2O: 408nm) is mainly due to the 
Rayleigh molecular diffusion (amolec ~l-4) in clear sky conditions (no aerosols) and its 
contribution rises to 5 % at 7 km ASL. In Figure 3 the Rayleigh extinction coefficients from 
N2 and H2O and the H2O Rayleigh correction factor are calculated from Jungfraujoch up to 
the tropopause. This is done using the molecular Rayleigh differential cross section [18] and 
considering real atmospheric parameters for the air number density based on temperature and 
pressure profiles measured directly by the radiosonde from Payerne. The results given in 
Figure 3 for a temperature of 1.5°C and a pressure of 669 mbar at Jungfraujoch show that for 
these wavelengths the error increases with the altitude and reaches ~ 4 % at the tropopause.  
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Evolution of the error source due to the differential Rayleigh cross section in the troposphere: the Rayleigh 
extinction coefficient (lower scale)  for the N2 Raman shifted wavelength at 387 nm and the water vapor at 408 
nm is shown versus altitude. The Rayleigh correction factor is shown on the upper scale. 
Nevertheless in the case of cloud layers or hazy conditions, the aerosol or Mie scattering must 
be accounted for in G(z,lH20,lN2). Here we used the elastic 355 nm lidar signal together with 
the N2 Raman shifted signal following a data analysis proposed by Ansman et al. [6] to 
retrieve the aerosol extinction coefficient at 355 nm initially.  The 387 nm and 408 nm aerosol 
extinction coefficients are retrieved following the aaerosol proportional to l-1 law. Therefore the 
differential aerosol extinction coefficient between the two Raman shifted wavelengths can be 
directly taken into account in G(z,lH20,lN2). 
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Finally G(z,lH20,lN2) is also influenced by possible interference with trace gas absorption. 
While this is particularly true in the planetary boundary layer where most of the primary 
pollution is emitted and trapped, these absorption effects tend to be less significant in the free 
troposphere. Furthermore the molecular absorption (aabs) by ozone and other trace gases can 
in first approximation be neglected at the 387 and 408 nm wavelengths [6,9,12]. 
The estimation of the statistical error takes into account two error sources: the shot noise on 
the PMT and the background noise (estimated from the last 1’000 channels of the lidar signals 
or 7’500m). The signal to noise ratio is considered as the ratio between the background 
subtracted signal and the average of these last 1’000 channels. The shot noise is expressed by 
a Poisson distribution (i.e. proportional to ÖN) and dominates when the signal to noise ratio is 
high, e.g. at low altitude, while the background noise is the principal source of the statistical 
error at low signal to noise ratio or high altitudes. The sum of these two contributions is given 















where NH2O is the number of detected photons, Nbkg is the number of channels used to average 
the background signal (1'000 in this case) and R is the ratio of the average value of the 
background and the total signal [12].  
For the systematic error sources, a careful control of the alignment of the lidar 
emitter/receiver was performed regularly. Since no misalignment was observed even over 
periods of some days of continuous measurements, this error source was no longer 
considered. Note that a systematic error would change the calibration constant C but this 
effect is also cancelled by considering for each H2O profile the simultaneous external 
calibration value. 
3. H2O Measurements 
Since August 2000, nighttime measurements of the water vapor content were performed by 
Raman lidar at Jungfraujoch on a regular basis. Two typical cases of water vapor lidar 
profiles in clear sky conditions (A) and in presence of a cloud layer (B) will be presented. The 
laser parameters and the meteorological conditions during these two periods of measurements 












355nm Ta [°C] Pa (mbar) RHa [%] WDa [°N] WSa [km/h] 
A 
01/08/2000 
22:34 2:41 60mJ/20Hz 1.4 668.9 39.9 307.9 33 
B 
29/08/2000 
23:26 2:28 31mJ/20Hz -0.4 664.4 61.2 307.3 30 
 
Table 1:  Lidar parameters and meteorological conditions 
(5)
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The water vapor vertical profile obtained by Raman lidar in clear sky (A) conditions for an 
integration time of 2 h 41 min with a space resolution of 75 m is shown in the Figure 4a. This 
result is extracted from the lidar signals presented in Figure 4b where the range corrected 
signals RCS i.e. the raw lidar signals multiplied by the square of the distance for four different 
lidar channels are given. They correspond to the two Raman shifted signal at 408 nm (H2O) 
and 387 nm (N2) and the two elastic signals at 355 nm and 1064 nm. A water vapor profile 
obtained by meteorological balloon launched simultaneously from Payerne by ISM is shown 
for comparison in Fig. 4a. The reference value of the water vapor mixing ratio of the Raman 
lidar profile is directly measured at Jungfraujoch and considered as constant for the lidar 
calibration at the effective altitude of 3’700m ASL. 
With the use of the 20 cm Newtonian telescope the measurement range is limited to typically 
8 km ASL due to insufficient signal to noise ratio at higher altitude. The statistical error bars 
have been calculated according to Equ. (5). The H2O Raman lidar profile appears in good 
agreement with the radiosonde profile up to about 5 km ASL. This comparison must 
nevertheless be considered with care since the balloon was launched from Payerne, which is 
located approximately 80 km west from Jungfraujoch at 490 m ASL. The rather large 
discrepancy between lidar and radiosonde data observed in the altitude range from 5-6 km is 
probably linked to the presence of cloud layers over Payerne and not at Jungfraujoch. Above 
7 km both techniques indicates a water vapor content of less than 0.5 g/kg and the error on the 
lidar estimation increases due to the very low signal to noise ratio. Note that the water vapor 
column density estimated from the lidar data gives a value of 4 mm of precipitable water 
vapor above Jungfraujoch, or about 40% of the water vapor column density measured from 
Payerne. 
The case (B) with a cloud layer uniformly developed over Switzerland is given in Figure 5. 
Fig. 5a shows a similar comparison between balloon and Raman lidar measurements as in Fig. 
4a for a lidar integration time of 2 h 28 min and 75 m vertical resolution in the presence of a 
cloud layer around 5.5 km ASL. Here the profiles are shown only up to 6 km ASL due a 
strong attenuation of the laser light above the cloud. In this figure the molecular and the 
aerosol correction factors that are considered in G(z,lH20,lN2) are also shown. Up to 5 km 
ASL the Raman lidar water vapor profile is in reasonable agreement with the radiosonde 
measurement. The lidar profile shows an increase of the water content in the cloud despite of 
its low relative optical thickness. The aerosols correction which is negligible below the cloud 
(no aerosols) reaches high values (20 %) in the cloud. For comparison the Rayleigh molecular 
correction has a contribution of less than 4 % at 6 km ASL.  
In Fig. 5b the two elastic lidar signals at 355 and 1064 nm are strongly perturbed by the 
presence of the cloud layer. This is not the case for the measurement of the N2 Raman shifted 
wavelength. This is indicative of a receiver optic with excellent rejection of the elastic signal 
and essentially no interference on the Raman channel. In the case of the Raman water vapor 
channel, even if the signal is also strongly attenuated by the cloud layer, there is a distinct 
increase of water vapor content measured in the cloud layer. Note that this study is performed 
without considering multi-scattering effects, water droplets absorption, or Raman scattering 
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Vertical profile comparison between water vapor mixing ratio measured by Raman lidar and by radiosonde in 
the case of clear sky condition (case A) 
Figure 4B: 
Range corrected signals for the two Raman wavelengths and the elastic 355 and 1064 nm. 
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Vertical profile comparison between water vapor mixing ratio (lower scale) measured by Raman lidar and by 
radiosonde in the case of cloudy sky condition (case B). The correction factors (upper scale) for the water vapor 
content by Raman lidar are indicated both for the Rayleigh correction (less than 5%) and for the Mie scattering 
(up to 20 % in the cloud). 
Figure 5b: 
Range corrected signals for the two Raman wavelengths and the elastic 355 and 1064 nm. The cloud layer at an 
altitude of 5,5 km ASL is clearly shown on the two elastic signals, while the Raman signals are essentially not 
perturbed. This is indicative of an excellent rejection ratio of the elastically back-scattered light in the Raman 
channels. 
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These first results demonstrate the sensitivity of the method for both clear sky and cloudy 
conditions.  The relatively small altitude range of the measurement is due to the small active 
area of the telescope. From simple model calculation, the use of the astronomical telescope 
will enhance our range of measurement of the water by Raman lidar over the entire 
troposphere.  
Conclusion 
At the Jungfraujoch Alpine Research Station in Switzerland, a new lidar system was operated 
since 1999 with continuous monitoring of the aerosol properties in the free troposphere since 
spring 2000. Water vapor measurements by Raman lidar have been demonstrated in this 
paper. These measurements are obtained in the free troposphere using an intense UV laser 
beam at 355 nm and detecting the range resolved Raman back-scattered signal by water 
molecules at 408 nm and nitrogen at 387 nm.  With a calibration value measured directly at 
Jungfraujoch, the ratio of these two signals can be directly interpreted as a water vapor 
mixing ratio profile in the free troposphere. These measurements are obtained over a limited 
altitude range of typically 4-8 km ASL due to the initial use of a small size telescope (20 cm 
primary mirror diameter). The same method will soon be applied using the astronomical 
telescope (76 cm primary mirror diameter) and in this case simple model calculations have 
shown that water vapor profile up to the tropopause should be achieved, with a time 
resolution of less than one hour and an altitude range resolution of typically 100 meters. 
These predictions are done for nighttime measurements, while daytime Raman lidar 
observations are still limited by the availability of interference filters with higher daylight 
rejection ratio.  
At Jungfraujoch, the water measurements obtained by lidar and combined with range resolved 
passive microwave detection in the stratosphere and mesosphere will provide a unique tool 
for the detection of the water vapor content throughout the earth atmosphere. These combined 
methods could ideally complement the regular (every six hours) balloon sounding performed 
by the Swiss Meteorological Institute from Payerne for example. Furthermore these new local 
and high vertical resolution water vapor measurements could be add to the satellite 
observations in order to contribute at the general effort of understanding better the water 
vapor variability and trends.. 
Once self-consistent calibrated and optimized this method could be considered like a 
benchmark of long-term monitoring of high vertically resolved water vapor content in the 
middle and upper troposphere. Finally the combination of in situ aerosol characterization 
[19], solar radiation monitoring [20], trace gas column density by FTIR [21, 22], and range 
resolved observation of water vapor and ozone by passive microwave [23] and lidar, as well 
as temperature by rotational Raman lidar [24], will make this primary site of observation of 
the NDSC (Network for Detection of Stratospheric Changes) [25] a unique place for the 
observation of global climate change issues. 
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Chapter 8 Case studies
This chapter is divided into two sections. The first section presents a comparison
between the aerosol optical depth from the sunphotometer of the Swiss Meteorological Insti-
tute and the integrated extinction profile from the lidar system. The second part of this chapter
is dedicated to the study of one cirrus clouds event and size distributions below the clouds and
at its tail. Extinction, backscatter, lidar ratio and depolarization ratio are shown.
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8.1. Sunphotometer comparison
One very stimulant exercise is to compare results obtained by independent measurements such
as the aerosol optical depth (AOD) derived from the sunphotometer of the Swiss Meteorologi-
cal Institute and the integrated lidar extinction profile. For this purpose all the days with one
hour lidar and one hour sunphotometer measurements between 11h and 14h local time were
selected. This time interval is selected in order to avoid the effect of probing of different air
mass by the two instruments since the sunphotometer AOD is projected on the zenit angle. The
set of lidar elastic signals was uniformly treated with altitude ranging from 4.5 to 12km asl.
The lowest value in the extinction profile is linearly extrapolated down to ground and then
integrating the whole profile provides the AOD of the lidar. Figure 8-1 shows the intercompar-
ison in the infrared region between the sunphotometer at 1024nm and the lidar at 1064nm.
FIGURE 8-1. Intercomparison between sunphotometer and lidar aerosol optical 
depth (AOD) at 1024 and 1064nm, respectively, for one hour average 
profiles recorded between 11h and 14h local time. Dot-line rectangles 
can be subsidence effects from the valley.
No data of the sunphotometer is yet available for 2001 and the comparison is done from June
2000 to december 2000. During this period, negligible stratospheric AOD variation is assumed
and thus do not influences the sunphotometer AOD. The aerosol optical depths of the lidar are
in good agreement except the cloudy cases and when the lower layer is contaminated by sub-
sidence from the valley especially during summer (dot-line rectangle). For the cloudy case, the
lidar system is enable to measure while the sunphotometer is limited and does not provide
results on the whole time period of one hour. Thus lidar AOD is larger than the sunphotometer
AOD. For the second case, the lidar is blind at low altitude and do not detect the increasing
aerosol load. Thus the lidar AOD do not show increasing values. This comparison proves the
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capacity of this lidar system of providing reliable measurements.
Figure 8-2 shows the lidar AOD at the three elastic wavelengths for the entire set of signals
between 11h and 14h local time.
FIGURE 8-2. Lidar aerosol optical depth (AOD) at 355, 532 and 1064nm calculated 
between 5 and 12km asl for one hour average profiles recorded at 12h 
local time.
The general behavior out of the cloudy case, is decreasing AOD for the longer wavelengths
induced by small particles. From this figure, no clear seasonal variation can be highlighted as
for example the influence of the subsidence effects. For this, one have to focus measurements
on the first 2km above the station but it is not possible with the present lidar configuration. For
the free troposphere it is not reasonable to expect some reliable statistics only over one year.
One have to be patient for such long term studies...
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8.2. Cirrus study
This section presents the results obtained the June 20th 2001 between 21h00 and 24h00 local
time. During this period, cirrus clouds were present at an mean altitude of 10km asl. Backscat-
ter, extinction, depolarization ratio and lidar ratio profiles are presented and also a first attempt
of size distribution retrieval below and at the tail of the clouds.
8.2.1. Meteorological conditions
The temperature, relative humidity (R.H.) and pressure at Jungfraujoch, recorded on June 20th
2001 by the Swiss Meteorological Institute, are given by Figure 8-3. During the measurement
time period those parameters are stable with mean values of 270oK, 22% and 663mbar, respec-
tively.
FIGURE 8-3. Temperature, relative humidity and pressure on June 20th 2001 at the 
Jungfraujoch.
The temperature and relative humidity profiles from a balloon launched at 24h00 from Payerne
are shown in Figure 8-4 for comparison. The triangle symbol gives the corresponding three
hours mean values measured at the Jungfraujoch Station and the rectangle gives the altitudes
where the cirrus cloud is detected. The temperature profile and the pressure profile (not shown
here) are not used for the inversions while the topographic influence at low altitude above the
lidar system is not known. The problem is how to link the ground-level measurements to the
balloon profiles?
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FIGURE 8-4. June 20th 2001 temperature (upper panel) and relative humidity (lower 
panel) profiles at midnight from a balloon launched at Payerne. The 
triangle symbol represents the measures at the Jungfraujoch Station 
while the dot rectangle is the cloudy zone of interest ranging from 8000 
and 11500 m asl.
8.2.2. Lidar setup
During that period, the lidar configuration was 355, 387, 532(p), 532(c) and 1064nm. The 408
and 607nm were not available due to the loan of two transient recorders to the DIAL system
involved in a field campaign in Marseille. The system at the Jungfraujoch was running with a
20Hz repetition rate of the laser and a 200mJ total energy. Figure 8-5 shows the range cor-
rected signals at 355, 532(p) and 1064nm and Figure 8-6 shows the 532(p), 532(c) range cor-
June 20th 2001
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rected signals and the corresponding depolarization ratio. Those signals are without any data
treatment excepted the subtraction of a noise file. The spatial resolution is 7.5m and the tempo-
ral resolution is 200 seconds. The X-axis represents the local time, the Y-axis is the altitude
above sea level in meter while the intensity of the signal is represented by the color code. The
four elastic wavelengths show the same two clouds at an altitude between 8000 and 11500m
asl with a vertical extension of each about 2000m.
If compare with the balloon data, the expected temperature at the base of the clouds is -27oC
and -55oC at the top. The altitude (>8000m asl) and the temperature (<-25oC) are representa-
tive of cirrus clouds.
FIGURE 8-5. June 20th 2001, Range Corrected Signals at 355, 532(p) and 1064nm 
from 21h00 to 24h00. Spatial and temporal resolution of 7.5m and 200s 
respectively. Blue represents low backscattered signals while yellow is 
the contrary.
The depolarization ratio is generally less than 0.2 except at the base of the two clouds where
the depolarization reaches a value about 0.5. The depolarization expected for ice layers are
known to show values between 0.2 and 0.8, with frequent values between 0.4 and 0.5 (Sassen
1991). Lower depolarization have been sometimes observed in ice clouds. Further discussion
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FIGURE 8-6. June 20th 2001, Range Corrected Signals at 532(p) and 532(c) from 
21h00 to 24h00 and the corresponding depolarization ratio. Spatial and 
temporal resolution of 7.5m and 200s respectively. Blue represents low 
backscattered signals while yellow is the contrary.
As it is well explained in (Ansmann, Wandinger et al. 1992), systematic errors can be induced
in strong varying atmosphere as it is the case in clouds. Therefore, one hour average profile is
chosen as the mean value of three profiles (typ. 24000 laser shots) between 7 and 12km. Below
7km, the one hour average profile is the mean value of two profiles. Another additional error
can be expected from the effect of multi-scattering inside clouds whose value can reach 10%.
The Fernald inversion is performed with a sliding average with windows from 37.5 to 112.5m
and a resolution of 45m in the analog mode and with a sliding average with windows from 75
to 262.5m and a resolution of 60m in the photoncounting mode. The former mode is dedicated
to the lower part of the atmosphere (from 4500 to 8000m asl) with a constant lidar ratio of 45sr
and a molecular value between 6800 and 7400m asl while the latter mode is dedicated to the
cloudy altitudes (from 7500 to 12000m asl) with a constant lidar ratio varying from 3 to 30sr
(depending on the time sampling) and a molecular value above 12000m asl. The infrared si-
gnal (1064nm) is only recorded in analog mode, but it is splitted into two regions and treated
with the parameters described above. The depolarization ratio is determinated from the ratio of
the two signals at 532nm and is calculated from the smoothed signals.
The Raman inversion is performed with an gliding average between 375m and 1125m, a
reduced resolution of 45m in order to improve the signal to noise ratio, the wavelength depen-
dence is taken to be equal to zero inside the clouds (photoncounting mode) and to unity lower
down (analog mode). The aerosol free layer is supposed to be between 6800 and 7400m asl.
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profiles from both algorithms.
8.2.3. Aerosol backscatter,extinction and lidar ratio profiles
Figure 8-7 shows the one hour average aerosol backscatter profiles at 355, 532 and 1064nm
(upper panel) obtained by the Fernald inversion and the extinction profiles at 355nm (lower
panel) obtained by the Raman algorithm. The aerosol backscatter profile at 355nm obtained by
the Raman method is also shown. Discrepancies between the Raman and the Fernald results
can be explained by the difference of the windows of the gliding averages and a unsuited lidar
ratio applied in the Fernald inversion. Between 21 and 22h, the aerosol extinction profile above
7km is given in dot-line and is shown here for information. Its noisy behavior is due to sky
background (sunset at 21h30).
Inside the cirrus clouds, the maximum aerosol backscatter value of (2.4±0.4)x10-5m-1sr-1 at
355nm, from the Raman inversion, is reached at an altitude of 9.3km between 21h and 22h (a)
and (1.9±0.5)x10-5m-1sr-1 at 10.6km the next hour (b). The last profile shows a reduced value
of (3.1±0.9)x10-6m-1sr-1 for the tail of the clouds at an altitude of 10.6km (c). For comparison,
the elastic backscatter values at 355nm are (3.0±0.1)x10-5m-1sr-1, (4.1±0.1)x10-5m-1sr-1, and
(5.5±0.4)x10-6m-1sr-1, respectively. The thin layer at 11km of the second hour is smoothed by
the larger gliding average applied on the Raman signals. Unfortunately, a smaller resolution
induces more noisy extinction profiles and by the way worst lidar ratio. The three correspon-
ding maximum backscatter coefficients measured at 532nm are (2.9±0.1)x10-5m-1sr-1,
(3.2±0.1)x10-5m-1sr-1, and finally (4.3±0.4)x10-6m-1sr-1, while the infrared maximum values
are (2.1±0.1)x10-5m-1sr-1, (2.9±0.1)x10-5m-1sr-1, and (4.6±0.2)x10-6m-1sr-1, respectively. If
those measurements are compared by wavelength per period, a wavelength dependency is
observed in cirrus backscattering suggesting the presence of particles with a size of the same
order of magnitude than the wavelengths. This can explain also the observed low depolariza-
tion values. This dependency is weak during the first time period and emphasizes during the
two following hours.
The second region of interest is situated between 5 and 6km asl and is taken as a low aerosol
load or clean atmosphere condition. Presented here are the mean values over this one kilometer
region. The Raman method at 355nm provides the values of (3.6±0.3)x10-7m-1sr-1,
(4.7±0.5)x10-7m-1sr-1 and (7.0±0.6)x10-7m-1sr-1 corresponding to the first (a), second (b) and
third time period of measurements (c), respectively, while the elastic backscatter coefficients
are (1.6±0.2)x10-7m-1sr-1, (2.2±0.2)x10-7m-1sr-1 and (2.0±0.2)x10-7m-1sr-1. The backscatter
values at 532nm are (8.5±0.9)x10-8m-1sr-1, (1.5±0.1)x10-7m-1sr-1, and (1.7±0.1)x10-7m-1sr-1,
respectively and those at 1064nm are (3.1±0.4)x10-8m-1sr-1, (4.5±0.5)x10-8m-1sr-1, and
(5.4±0.6)x10-8m-1sr-1. All those values, except the last 355nm elastic value show an increase
of the backscatter coefficients at low altitude. The strong wavelength dependence is characte-
ristic of small particles that are expected in this region of a relatively clean atmosphere.
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FIGURE 8-7. June 20th 2001 one hour average aerosol backscatter profiles at 355, 532 
and 1064nm (upper panel) and one hour average aerosol extinction 
profiles at 355nm (lower panel). From left to right, profiles between (a) 
21h and 22h, (b) 22h and 23h, and (c) 23h and 24h respectively. 
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The aerosol extinction profiles at 355nm are obtained by the Raman inversion. The values cor-
responding to maximum backscatter are (1.7±0.1)x10-4m-1 and (1.0±0.1)x10-4m-1. Out of the
cloud, the average value of the aerosol extinction coefficient is around (3.0±0.3)x10-5m-1.
Those extinction and backscatter coefficients are representative of cirrus clouds. A second con-
dition at 355nm is that only in cirrus clouds bp> 0.8xbm is satisfied (Reichardt 1999). Figure 8-
8 shows the comparisons between the three Raman aerosol backscatter profiles and the 0.8
times molecular backscatter profile. This condition is fulfill between 8.3 and 11.1km, between
9.5 and 11.7km, and between 10.2 and 11.0km for the first, second and third hour respectively.
The 532nm elastic extinction profiles are used for the calculation of the optical depth inside the
cloud for the two first hours. The obtained values are 0.38 between 8.0 and 11.3km, and 0.04
between 9.0 and 11.3km. A cirrus with an optical depth smaller than 0.05 is called subvisible
cirrus while a optically thin ice cloud has an optical depth between 0.05 and 0.3 (Sassen 1989). 
FIGURE 8-8. June 20th 2001 comparisons between the Raman aerosol backscatter 
coefficient at 355nm and the 0.8 times molecular backscatter coefficient 
between (a) 21h and 22h, (b) 22h and 23h and (c) 23h and 24h. Cirrus 
clouds satisfying the condition bp> 0.8xbm.
Figure 8-9 shows the lidar ratio determinated from the extinction and backscatter profiles at
355nm applying the Raman method. The lidar ratio can not be determinated when the aerosol
extinction coefficient is close to zero and the lidar ratios with a large error are not accounted
for. So no lidar ratio are available between 6km asl and the base of the clouds. Below 6km asl,
the lidar ratio values are between (40±3)sr and (71±20)sr, (40±7)sr and (83±20)sr, (19±1)sr
and (97±27)sr during the first (a), the second (b) and the third hour (c), respectively. Those val-
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The lidar ratio inside the cirrus during the second hour starts from a value of (66±8)sr at an alti-
tude of 9km and falls down to (3.9±0.2)sr at 11.1km and has a value of (33±2)sr at 11.7km.
The minimal value is lower than the expected value of 13.5sr calculated for cirrus clouds
(Vaughan 1998). And this is still observed during the last hour with a minimum lidar ratio of
(10±2)sr.
Numerical studies imply a decrease of the lidar ratio with a decreasing size of scattering ice
crystals (Ansmann, Wandinger et al. 1992), Figure 8-9(b) shows a trend to smaller lidar ratio
from 9.5 to 11km asl, indicating such behavior in parallel with a decreasing depolarization
ratio (see Figure 8-10(b)). So the base of the cirrus could be composed of large depolarizing
particles (ice crystals) while the upper part with smaller depolarization but strong backscatte-
ring may be composed of smaller particles.
FIGURE 8-9. June 20th 2001 one hour average lidar ratio profiles at 355nm. From left 
to right, profiles between (a) 21h and 22h, (b) 22h and 23h, and (c) 23h 
and 24h respectively. The error bars are also shown.
Table 8-1 summarizes the backscatter and extinction values determinated during this work
inside a cirrus cloud for the second hour and at the tail of the cloud for the third hour. Some
other values from (Ansmann, Wandinger et al. 1992) and theoretical results from (Vaughan
1998) are also shown. The last row of this table gives the values at the tail of the event and re-
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8.2.4. Depolarization ratio
Figure 8-10 shows the depolarization ratio recorded in analog mode below 7.5km (black line)
and in photon counting mode (gray line). Inside the cloud, the depolarization ratio reaches a
maximum value of (0.24±0.03) at 8.4km asl during the first hour, (0.13±0.02) at 9.4km during
the second hour and (0.18±0.03) at 11.1km during the last hour. The altitudes of those two first
ratio correspond to the altitude of the base of the cirrus while the altitude of the third one can
be explained by the presence of a third layer between 11.0 and 11.5km whose linear depolar-
ization has a value of (0.21±0.01) and (0.28±0.04) during the first and second hour respec-
tively. Above the clouds, the average depolarization ratio is of order of 0.03, close to the
molecular and pure spherical particles value.
When observed in cirrus, low depolarization values are often attributed to presence of big
(>100mm) horizontally oriented plates (Platt 1978). Another answer to this behavior is the
presence of liquid droplets and ice particles, together. Supercooled water is short living below
-40oC, but in the presence of enhanced sulfuric aerosols, liquid droplets have been detected in
cirrus colder than -50oC (Sassen 1992). The occurrence of particles smaller than 20mm in cir-
rus is not well assessed because of the lack of reliable in-situ probes. A third answer to this
problem involves big (req>>1mm) columnar ice particles only. Columns are supposed to be the
most common crystal type at tropopause conditions (Pruppacher 1997).
Such low depolarization cirrus have been observed in many cases above Sodankyla (67,4oN,
Finland) (Del Guasta 1994; Del Guasta 1998) and above Geesthacht (53.5oN, 10.5oE, Ger-
many) (Reichardt 1999).












Ansmann 308 9000 5x10-5 8x10-4 16
Ansmann 308 11200 4.5x10-5 4.5x10-4 10
Ansmann 308 8500 9x10-5 2x10-4 2
Vaughan 355, 532, 1064 7500 - 9500 1.4x10-5 2x10-4 13.5
This work 355 9300 1.9x10-5 1.7x10-4 9
This work 355 10600 0.3x10-5 1.0x10-4 33
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FIGURE 8-10. June 20th 2001 one hour average depolarization ratio profiles at 
532nm. From left to right, profiles between (a) 21h and 22h, (b) 22h and 
23h, and (c) 23h and 24h respectively. Subscript (An.) and (Ph.C.) stand 
for analog mode and photoncounting mode respectively.The error bars 
are also shown.
8.2.5. Size retrieval
This section presents the first attempt of size retrieval with real signals recorded at the Jung-
fraujoch. In an ideal case, three backscatter and two extinction coefficients with uncertainties
smaller than 20% are needed for this retrieve. Since only one extinction is recorded in this
case, the inversion is more unstable, but this can be overcome if the index of refraction is
approximately known. For the region between 5 and 6km asl above the lidar system, the rela-
tive humidity is assumed to be close to the ground-level value (~22%). The chemical composi-
tion of dry aerosol performed by the Paul Scherrer Institut is dominated by ammonium sulfate
(50%), carbonaceous particles (10%) and organic material (5%) (Weingartner 2001). The
refractive indexes of those particles are 1.53-0.00i, 1.75-0.45i and 1.40+0.00i, respectively and
if an internal melange is accounted for, the imaginary part of the bulk aerosol is around 0.05
and the expected real part is between 1.44 and 1.55. The former value is calculated with 35%
of matter with an refractive index of 1.25+0.00i and the latter with 35% of matter with an
refractive indice of 1.55+0.00i. For the cloudy region, the dry composition is no more adequate
and thus the refractive index is taken as a hydrated aerosol and is set to 1.37+0.001i (IPCC
2001). The value of those refractive indexes are issue from (HITRAN 1996; IPCC 2001). The
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Cases 1, case 2 and case 3 correspond to three sets of backscatter and extinction coefficients
determinated between 5 and 6km asl for the first, second and third hour, respectively. Case 4 is
the set measured between 9.7 and 10.6km where the depolarization ratio is less than 0.1. The
algorithm is based on the assumption of spherical particles. It is also possible to use it with el-
lipical or layered particles. The radius range is the lower and upper limits of the radius integra-
tion range of the IMP software. The real part and the imaginary part of the refractive index
define the grid of calculation and the number of steps represents the resolution of the calcula-
tion. The extinction is the Raman extinction at 355nm, and the three backscatter values are
given at 355, 532 and 1064nm respectively (bottom down).
Concerning the three cases at low altitude the radius range is set between zero and 2mm as sug-
gested by in-situ measurements performed at Jungfraujoch (Baltensperger 1997). It is more
difficult to select the correct radius range of the cloudy region. From the literature, authors
stress the importance of particles sizes below the threshold of traditional crystal measurements
(20mm) and give most important radius ranges between less than 2 and 4000mm (crystal
length). As it was pointed out in theoretical chapter, the radius range is limited and an upper
value of 10mm is selected. Thus only the last hour is selected for the size retrieval of the cloudy
region.
TABLE 8-2. Input parameters for the IMP algorithm. The backscatter 


































































8.2.5.a. Low altitude size distribution
Figure 8-11 shows the aerosol volume concentration distributions (dV/dr) of the three cases.
The X-axis represents the radius of the particles and the Y-axis the volume distribution. The
three curves per case give the best solution based on the different minimization methods. The
indices of refraction of the best solution with regards to those methods are the label of those
curves.
FIGURE 8-11. June 20th 2001 one hour average aerosol volume concentration 
distribution between 5 and 6km asl for case1: 21h - 22h, case2: 22h - 23h 
and case 3: 23h - 24h.
Those curves show that the accumulation range (0.05 to 1.25mm) is the dominant range. Some
particles are present in the Aitken Nuclei range (<0.05mm) while the coarse mode (>1.25mm) is
almost empty. 
Table 8-3, Table 8-4 and Table 8-5 summarize the integral parameters in the particle volume
concentration distributions and the single-scattering albedo at 355nm of the case 1, case 2 and
case 3, respectively. The last row of each table gives the mean values of the index of refraction,
the effective radius, the surface concentration, the volume concentration, the particles concen-
tration and the single scattering albedo, respectively.
In the three set of results, the third minimization method provides systematically the value of
1.44+0.050i while the two others methods gives the same values per set of data, except the se-
cond case, with an average value of 1.52+0.048i. The effective radius of the volume concentra-
tion distribution is almost constant during all the period with an average value of 0.38mm. The
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45 to 54mm2cm-3, 5.7 to 6.6mm3cm-3 and 206 to 408cm-3. The extinction and backscatter coef-
ficients increase during the period of observation and could be explain by the observed
increase of the number concentration. The single-scattering albedo at 355nm has a value of
0.7. The critical single-scattering albedo that defines the boundary between cooling and heat-
ing effect depends on the surface albedo Rs and the upscatter fraction b (see(EQ 1.4) p 13).
Unfortunately, no in situ measurements of the size distribution were performed during this day
what would be the most relevant validation of those results. The sum of two lognormal size
distributions fitted on measurements performed at the Jungfraujoch (Weingartner 1999) for the
clear-sky and free troposphere conditions is given in Figure 8-12. The lidar result of the case
IIa (1.52+0.048i) gives an higher maximum volume concentration and is shifted in direction of



















1.50+0.048i 0.35 45.3 5.3 261 0.70
1.50+0.048i 0.35 45.3 5.3 261 0.70
1.44+0.050i 0.44 43.0 6.3 96 0.68
1.48+0.048i 0.38 44.5 5.6 206 0.69



















1.52+0.048i 0.33 55.3 6.1 490 0.71
1.52+0.050i 0.36 52.8 6.3 294 0.70
1.44+0.050i 0.44 50.8 7.5 114 0.68
1.49+0.049i 0.38 53.0 6.6 299 0.70



















1.55+0.048i 0.33 55.4 6.1 555 0.71
1.55+0.048i 0.33 55.4 6.1 555 0.71
1.44+0.050i 0.44 51.1 7.5 115 0.68
1.52+0.048i 0.37 54.0 6.6 408 0.70
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increasing radius. The particle number concentrations are 488cm-3 and 490cm-3 for the two
lognormal distributions and the lidar distribution, respectively.
Knowing the two different conditions in which those measurements are performed (in-situ,
R.H.<20% and real atmosphere), this result can be regard as good. Normally, the indoor size
distribution must be corrected by a growth factor depending on the outdoor relative humidity.
FIGURE 8-12. June 20th 2001 Comparison of the volume concentration distribution 
between the case 2 and the sum of two lognormal size distribution based 
on in-situ measurements.
To validate the retrieval of the size distribution, one field campaign is planned in summer
2002. The Paul Scherrer Instute will perform outdoor measurements and the lidar system will
be upgrade in order to measure along a slant path in order to allow low altitude data collection.
8.2.5.b. Tail of cirrus size distribution
Figure 8-13 shows the one hour average volume concentration distribution of the case 4
between 9.7 and 10.6km asl calculated with a refractive index of 1.37+0.001i. Table 8-6 sum-
marizes the integral parameters of the volume concentration distribution for this case. The
effective radius of the volume concentration distribution has a value of 1.16mm, three times the
value of the other cases. The surface and the volume concentrations are also higher while the
number concentration is smaller. The presence of larger particles induces such behavior.
This distribution is a bimodal one with one maximum around 0.5mm and the second one
around 2.8mm. The left part of this distribution corresponds to the accumulation range and has
similar behavior than the distributions of the case 1, case 2 or case 3, but with a larger maxi-
mum volume concentration and shift in the increasing radius. That could be explained by some
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in-cloud processes as scavenging and growth due to the aqueous phase reaction. The right part
of this bimodal distribution could be the remain of the cirrus clouds of the previous hours.
FIGURE 8-13. June 20th 2001 case 4: one hour average aerosol volume concentration 
distribution between 9.7and 10.6km asl for a refractive index of 
1.37+0.001i. The distribution of the case 2 are also shown and are 
labeled 1.55+0.048i and 1.44+0.050i.



















1.37+0.001i 1.17 113.0 44.0 79 0.97
1.37+0.001i 1.15 112.3 43.2 53 0.97
1.37+0.001i 1.17 113.1 44.0 79 0.97
1.37+0.001i 1.16 112.8 43.7 70 0.97
































After hardware and software intercomparison, the comparison with the sunphotometer shows
that similar trends are obtained by the both systems and is another check of the lidar system.
One cirrus event is described and its extinction, backscatter, lidar ratio, and depolarization
ratio profiles are shown. Those results agree with the results of others lidar groups and theore-
tical values. Though the lidar ratio is smaller than the 15sr predicted value and this cloud pre-
sents low depolarization ratios. The origin of this low depolarization ratio is not well known
due to the lack of in situ measurements.
One attempt of the retrieval of the volume concentration distribution at low altitude above the
station provides results that are in the same order of magnitude than in situ measurements. And
this, despite the fact that only one extinction and three backscatter coefficients are available. A
second attempt at the tail of one cirrus event is performed and the comparison with the low
altitude size distribution pointed out some in-cloud processes.
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Chapter 9 Conclusion and perspectives
As it is highlighted in the first chapter, the set of well-calibrated instruments have to
be improved and this work focusses over the development of such device: one multi-wave-
length lidar system at the Jungfraujoch observatory. This new system has to be regarded as a
complementary tool to the present set of measurements at this station. Only the interactions of
all those techniques can provide reliable data.
The combination of one Raman lidar and one standard backscatter lidar overcomes the draw-
backs of the simple elastic lidar. The physical mechanisms linking the aerosol key parameters
and the lidar signals are mainly described by the Mie and the Rayleigh theories. Information of
the shape of the aerosol is provided by the depolarization ratio and allows the spherical aero-
sols assumptions in case of low depolarization values. Independent measurements of three
backscatter and one extinction coefficients with up to 10% of noise allow the determination of
the mean and the integral parameters of the particle size distribution: effective radius, total sur-
face-area concentration, total volume concentration and number concentration of particles.
To reach this level of uncertainty, several tests have been performed. The receivers were mo-
delized using a ray tracing software in order to evaluate the optimal operating range of each
telescope. The intercomparison between the mobile micro-lidar of the Observatoire Cantonal
de Neuchâtel and the Jungfraujoch lidar system has validated the good performances of this
system. The elastic and Raman algorithms have been validated by the two software intercom-
parisons within the frame of the EARLINET project. And the comparison with the sunphoto-
meter of the Swiss Meteorological Institute is an additional validation of the lidar system.
The sources of systematic and random errors are known and can be reduced to their minimum
values. The main source of error is associated with the signal detection itself, but the know-
ledge of the lidar ratio and the molecular scattering coefficients are among the key parameters
of the magnitude of the total error on the Fernald inversion. In the other side, the error intro-
duced by operational procedures can be as significant as the other sources, especially in vary-
ing atmospheric conditions.
Up to now the system has shown reliable results and the ability of measuring on a regular
basis. The filter polychromator of the Newtonian telescope presents no optical cross-talks
between the elastic and the Raman channels and between the parallel and the perpendicular
channels. This system provides reliable extinction and backscatter profiles at 355nm and back-
scatter profiles at 532 and 1064nm, and that with a maximum 20% of uncertainties up to the
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tropopause. The depolarization ratio is demonstrated with an excellent rejection ratio. Values
close to the molecular and pure spherical aerosol ratio are detected in clear sky condition.
Nighttime measurements of water vapor mixing ratio have been also demonstrated. One
attempt of the retrieval of the volume concentration distribution with three backscatter (355,
532 and 1064nm) and one extinction (355nm) profiles has demonstrated promising results. To
confirm those results, one field campaign is planned in collaboration with the Paul Scherrer
Institute. But the present system has to be improve, in particular the measurements at lower
altitude. That can be carried out by tilting the system.
Other hardware upgrades of the system consist in measuring the ozone concentration and the
temperature profile. The former needs one additional wavelength generated by a second laser
and the later can be performed using the rotational Raman technique. The Cassegrain telescope
is in its stage of evaluation and its employing will increase significantly the range of observa-
tion.
Concerning the software upgrades, the introduction of digital filters for the calculation of the
derivative of the logarithm in the Raman algorithm is planned. Moreover the ozone retrieval
algorithm is also based on the derivative of one logarithmic ratio and thus those digital filters
are suitable for the core of the new algorithms. A more automated version of the present data
treatment software is also being studied.
The future configuration of the lidar system at the Jungfraujoch will perform simultaneous
measurement of the aerosol optical properties, the water vapor mixing ratio, the ozone concen-
tration and the temperature profile.
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10.1. Mie extinction and backscattering coefficients 
FIGURE 10-1. Extinction coefficients as a function of tvavelength for various typical 
atmospheric conditions. 
10.1. Mie extinction and baekscattering coefficients 
FIGUFE 10-2. Backscattering coefficients as a function of wavelength for various 
Spica1 atmospheric conditions. 
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10.2. Lidar specification table 
10.2.1, Transmitter 
Nd:yAG solid state laser 
Manufacturer and modei: 
'Ciiavelength: 
Repetition rate: 
hl ax. pulse energy @ 1 OOHz: 
Pulse to pulse stability @lOOEIz: 
Puisewidth (typical): 
Linewidth (typical): 
Beam diameter (near-field): 
Bearn diameter (far-field): 
Divergence (full-angle): 

















1 nput aperture diameter: 
Coherent Infinity 40- 100 
1064nm (fundamental 
532nm (second harmonic) 
35 5nm (third harmonic) 
up to 100Hz 








<250MHz (single shot) 
>95% of puise energy into 5.5rnm diameter at 
SHG crystal plane 
>84% of pulse energy into 0.7mrad divergence 
<O. 7mrad 
-400 psec m s  
Optics for Research 
1 Omm 
95% 
~ X I O - ~  
ET «D & D», Sofia 




ET «D & D», Sofia 










Input aperture diameter: 
Hat laser dielectric mirror 
Manufacturer: 
Material: 
Max. reflection at: 
Diarneter: 
Flat laser dielectric mirror 
Manufacturer: 
Material: 
Max. reflection at: 
Diarneter: 
Flat laser dielectric mirror 
Manufacturer: 
Material: 
Max. reflection at: 
Diarneter: 
Motorized optical mount 












ET CD & D», Sofia 




ET «D & D», Sofia 
Fussed silica, coated 
1064nm 
2 inches 
ET «D & D», Sofia 
BK7 glass, coated 
532nm 
2 inches 
ET «D & D>,, Sofia 
Fussed silica, coated 
35511x1 
2 inches 





S e w  Focus econornical multi-axes driver model 
fi-8801 
Vixen, rnodel R200SS 
Newton 
20l)rnm. parabolic multi-coated 
8OOrnm 


































Angle of ir~cident: 
Transmission: 
Refiection: 
Cmbb Parsons & Co. Ltd. 
Cassegrain 
30 inches, paraboioidal, glass type Duran 50, alu- 
minized 
7.0 inches, hyperboloid. fused quartz type Herasil 
special, aluminized 
1 1400rnm 
Barr Associates Inc. 
2 inches 
45O 





70% @387nm, 85% @408nm 
9704 @355nm 
Barr Associates Inc. 
2 inches 
4 5 O  
97% 3408nm 
99% @387nm 





Barr Associates Inc. 
2 inches 
45O 
90% @ 1064nm 
95% @607nm 
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6 1 % @607nm 
OD>4 










72% @ 1064nrn 
OD>4 
10.2. Lidar speeifieation table 







Manufacturer and reference 
Type: 
Effective area: 






Manufacturer and reference 
Type: 
Effective area: 






Manufacturer and re ference 
Type: 
Effective area: 






Calcite with Single layer h.lgF2 AR Coating 
@633nm 
<5x i om5 
15'- 20° 
1 Omm 
Hamamatsu photosensor module, H6780-06 
series 




0.78ns @0.8V on control voltage 
6.0 105 
43pAinW @0.8V on control voltage 
Typ. 0.2nA @0.8V on control voltage 
Max. lOnA @0.8V on control voltage 
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Si-Avalanche Photodiode (APD) 





Dark current @22OC: 






Geiger mode operation: 
single photon rise tirne: 
Transient recorder 
Manufacturer and rnodel: 
General description: 
Analog acquisition: 




SNR single shot: 
Memory depth: 
Max repetition rate: 
Trigger delay and jitter: 
Photon counting acquisition: 







Delay and jitter: 
EG&G, C30954i5e 
Integrated TE cooler and temperature controller 
1.5mm 
>80% 
3 4 h W  typ., QE=38% 
l OOnA 
0.5 pNsqrt(Wz) max. 
DC-200MHz 




Built in analog and photon counting acquisition 
device 
0-20, 0-100,O-500 mV GJ 50 R load 
12 bit 
20 MHz, giving a lidar spatial resolution of 7.5 m 
4094 acquisitions for the two channels together 
66 dB @ 100 rnV 
8192 or 16384 bins (Le. 61440 m or 122880 m) 
150 Hz @ 400 ps signals, 75 Hz @ 800 ps signals 
50 =- 12.5 ns 
0-20, 0- 100 mV @ 50 St load 
64 levels software controlled 
10 - 250 MHz 
4094 acquisitions for the two çhannels together 
8 192 or 16384 bins (Le. 61 440 rn or 122880 m) 
Two trigger inputs to acquire signals in two sepa- 
rate memories 
Threshold and slope 2.5 V, positive, 50 $2 load 
50 i- 12.5 ns 
10.3. Overlap function 
10.3. Overlap function 
Laser bearn 
Telescope 
Distance between the laser 
beam and the teleçcope 
/" Surface of the detector 
Image of the laser beam 
P: Decenter effect 
D: Defocalization effect 
FIGURE 10-3. Schematic representation of the decenter and the defocalization effects 
versus the altitude. 
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10.4. Laser beam radius depending on the altitude above the Station 
I aser l3eam Radius vs. Altitude 
FIGUIW 10-4. Laser beam radius depending on the altitude above the station. The 
divergence of the laser is 0.14mrad. 
10.5. Error on the baekseatter eoeffieient determined b] Raman lidar 
10.5. Error on the backscatter coefficient determined by Raman lidar 
The total error on the backscatter coefficient determined by Raman lidar is given using the 
error propagation on the scattering ratio 
P,. (a) =In(& ) -1}~,  (4) 
(EQ 10.1) 
where R is given by (EQ 4.20) and thus rewriting (EQ 10.1) gives 
(EQ 10.2) 
where Tx is the atmospheric transrnissivity at wavelength X. The variables are the two norrna- 
lized signals at the reference altitude Rf, the four extinctions coefficients and the rnolecular 
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(EQ 10.7) 
The uncertainties on the variable are discussed in "Error analysis", p 90, but those on the nor- 
malized signals are the sum of the error on the signal plus the error on the signal at the refe- 
rence altitude 
(EQ 10.8) 
The total error on the backscatter coefficient obtained by Raman lidar is thus given by 
[ 3 p r i a ) 6 P x ( A l + ) ] + [  a - ( 4 3  ) 3 p f  (A! '1 1 ~ ~ -  (A, ) 
+ [ap17  ) 8pnp (al ) 
a&, (4  ) 
8Pp (2, ) = > 
Sa ,  ( n  1 + ( ""; (4 ) 6 a p  (aJt 
aa, (a;, ) 
+  ( 1  + a A l ~ u  ( A ; )  
& 3 a m ( A i )  3.m (AI? ) 
(EQ 10.9) 
10.6. Elastic intercomparisons 
10.6. Elastic intercomparisons 
10.6.1. Case 1 
FIGURE 10-5. Retrieved aerosol backscatter coemcient at 355nm (gray line) in 
cornparison to the simulation input profile (black dot-line) for the casel. 
The left, middle and right panels give the stage 1, stage 2 and stage 3, 
respective1 y 
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FIGURE 10-6. Reirieved aerosoI backscatter coefficient at 532nrn (gray line) in 
cornparison to the simulation input profile (black dot-line) for the casel. 
The left, rniddle and right panels give the stage 1, stage 2 and stage 3, 
respectively 
10.6. Elastir intercornparisons 
Case 1 : Inversion of the lidar signal at 1064nm 
O 0.5 1 0 O. 5 1 0 0.5 1 
C 
x IO Back [l/(m"sr)] x 10 x IO' 
FIGURE 10-7. Retrieved aerosol baekscatter coefficient at 1064nrn (gray line) in 
comparison to the simulation input profile (black dot-line) for the casel. 
The left, rniddle and right panels give the stage 1, stage 2 and stage 3, 
respectively 
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10.6.2. Case 2 





O 0.2 0.3 0.6 0.8 1 O 20 40 60 80 
FIGURE 10-8. Retrieved aerosol backscatter coefficient at 355nm in cornparison to 
the simulation input profile for the case 2 
10.6. Elastic intercomparisons 
CttSE 2 : Inversion of the Lidar signal at 532m 
" 
O 0.2 0.4 0.6 0.8 1 -10 -5 0 5 10 
[WfWI , 16 Relative Ekmr [0/01 
FIGURE 10-0. Retrieved aerosol backscatter coefficient at 532nrn in cornparison to 
the simulation input profile for the case 2 
- - -- - - - 
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CASE 2 : h 6 m  of the lidar si@ at 1Wnm 
" 
-10 -5 O 5 10 
Relative Error [%] 
FTGUm 10-10. Retrieved aerosol backscatîer coefficient at 1064nm in comparison to 
the simulation input profile for the case 2 
10.6. Elastic intercornparisons 
10.6.3. Case 3 
CASE 3 : Invasion of the lidar signal at 3 5 6 ~ 1  
FIGURE 10-11. Retrieved aerosol backscatter coefficient at 355nm in comparison to 
the simulation input profile foi- the case 3 
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FIGUFUZ 10-12. Retrieved aerosol backscatter coefficient at 532nm in cornparison to 
the simulation input profile for the case 2 
- -- 
-- - -- 
10.6. Elastic intercornparisons 
CASE 3 : Inversion of the lidar signal at 1Wnm 
3003 mi 1 
m ml \ l lm Io00 
0 O 
O 0.5 1 1.5 2 2.5 
1 L 
-10 -5 O 5 10 
[V(m'Wl . loi Relative ml- [%] 
FIGURE 10-13. Retrieved aerosol backscatter coefficient at 1064nm in cornparison to 
the simulation input profile for the case 3 
.. .. . - . .. -. - --. .. ... .- 
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